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APPENDIX  A 


LABORATORY  QUALITY  ASSURANCE 


1.0  Introduction 

The  Analytical  Laboratory  of  Support  Services  (ALSS),  Tennessee  Valley 
Authority,  Resource  Group  located  in  Muscle  Shoals,  Alabama  provided 
analytical  chemistry  support  for  a  U.  S.  Army  Environmental  Center 
(USAEC)  project  concerning  hot  gas  decontamination  of 
explosives-contaminated  munitions.  The  ALSS  provided  laboratory  support 
in  two  major  areas  of  the  project: 

1 .  Methods  Development  --  development  of  special  sampling  and 
analytical  procedures  that  were  required  to  fulfill  the  objectives  of  the 
project. 

2.  Sample  Analysis  --  analysis  of  routine  samples  generated  during  the 
HGD  chamber  tests  at  HWAAP. 

This  appendix  provides  a  compilation  of  quality  assurance  activities  ALSS 
provided  in  support  of  the  HGD  project. 

2.0  General  Information 

2.1  Sample  Turnaround  Time 

For  the  routine  samples  from  the  HGD  chamber  tests,  ALSS  was  able  to 
provide  a  satisfactory  turnaround  time  for  analytical  data.  Initial  data 
reports  usually  consisted  of  spreadsheet  printouts  reviewed  by  the 
laboratory  team  leader.  Complete  data  reports  which  were  available  after 
each  run  were  interfaced  with  the  Laboratory  Information  Management 
System  (LIMS).  Exhaustive  data  packages  were  made  available  at  the  end 
of  the  project.  Quality  control  information  for  each  run  was  available  from 
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spreadsheet  printouts.  Detailed  quality  control  summaries  were  available 
after  data  were  interfaced  with  the  LIMS. 

2.2  Project  Organization  and  Responsibilities 

The  laboratory  team  leader  provided  project  oversight  and  was  responsible 
for  final  data  integrity.  The  laboratory  team  leader  provided  monthly  ALSS 
project  reports  to  USAEC,  through  TVA's  project  management  staff. 

During  the  course  of  the  project.  The  Quality  Assurance  Officer  of  ALSS 
reported  directly  to  the  laboratory  team  leader  and  had  no  direct 
responsibilities  in  testing  or  analysis  of  the  samples.  The  QA  Officer  was 
responsible  for  auditing  actions  and  documentation  to  ensure  adherence  to 
this  laboratory  protocol.  The  QA  Officer  provided  quarterly  quality  control 
data  reports  to  the  laboratory  team  leader. 

Research  Chemists  and  Analytical  Chemists  were  responsible  for  planning, 
designing,  testing,  and  documenting  the  various  sub-projects  assigned  to 
them.  They  were  responsible  for  producing  periodic  progress  reports  to  the 
laboratory  team  leader.  They  were  responsible  for  review  of  data  falling 
under  their  areas  of  responsibility. 

Chemical  Laboratory  Analysts  were  responsible  for  following  procedures 
and  instructions  to  provide  analytical  measurements  required  in  the  course 
of  the  project.  They  reviewed  the  data  they  produced,  documented 
analytical  runs,  and  performed  equipment  maintenance. 

2.3  Research  Records 

Records  from  the  project  consist  of  data  reports,  bound  research  logbooks, 
instrument  logs,  worksheets,  machine  printouts,  chromatograms,  plots, 
and  case  narratives.  Records  will  be  accumulated  with  a  copy  sent  to  AEC 
(Environmental  Technology  Division)  and  a  copy  archived  in  a  TVA  record 
storage  area. 
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Written  procedures  were  produced  in  the  course  of  this  project. 
Procedures  in  final  form  were  distributed  to  key  staff  members  directly 
involved  in  the  project.  Copies  will  be  archived  in  a  TVA  record  storage 
area. 

2.4  Sample  Custody 

All  test  samples  from  the  HGD  chamber  tests  were  handled  In  accordance 
with  ALSS  procedure  SP-0001,  "Sample  Chain  of  Custody."  A  few 
samples  were  broken  in  shipment  and  noted  at  the  time  of  receipt  at  the 
laboratory.  They  were  handled  in  accordance  with  SP-0001 .  A  few  others 
broken  or  cracked  in  shipment  were  found  when  containers  were  opened 
for  analysis,  but  could  be  salvaged. 

3.0  Analytical  Procedures  and  Calibration 

3.1  Methods  Manual 

Procedures  used  in  this  project  were  documented  in  a  standard  methods 
manual  as  described  above.  Procedures  were: 

HGD-0001  -  "Spiking  Explosives  on  Metal  Surfaces" 

HGD-0002  -  "Extraction  Experiments" 

HGD-0003  -  "Planning  Sampling  Activities  and  Sampling" 

HGD-0004  -  "Safety  and  Emergency  Plans" 

HGD-0005  -  "Use  of  Explosives  Storage  Room" 

HGD-0006  -  "Method  Detection  Limits" 

HGD-0007  -  "EPA  Wipe  Sampling  Technique" 

HGD-0008  -  "Ammonium  Picrate  Analysis  by  HPLC" 

HGD-0009  -  "Gas  Phase  Explosives  Trapping  Experiment:" 

EPA  Method  8330  "Nitroaromatics  and  Nitramines  by  High 
Performance  Liquid  Chromatography  (HPLC)"  with  Addendum 

Procedure  HGD-0002  was  never  distributed  to  the  manuals  in  its  final 
form.  By  its  nature,  it  was  being  developed  as  the  experiments  were  being 
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performed.  The  Addendum  to  EPA  Method  8330  was  utilized  to  clarify, 
interpret,  and  expand  the  procedure  to  apply  to  the  sample  types 
encountered  in  this  project. 

4.0  Data  Reduction.  Validation,  and  Reporting 

4.1  Data  Reduction 

Analytical  spectral  data  were  calculated  and  reduced  on  vendor-supplied 
chromatographic  software.  For  RDX  and  TNT  analysis,  this  was  the  Varian 
LC  Star  Workstation  Software.  For  picrate  analysis,  Beckman  System  Gold 
software  was  used.  Additional  spreadsheets  were  utilized  to  apply  weight 
and  dilution  factors  to  this  data  and  to  calculate  percent  recovery  on 
quality  control  samples.  Further  formatting  software  was  utilized  to  place 
data  in  a  form  suitable  for  automatic  interface  to  the  LIMS.  Procedure 
GLP-0017,  "Control  of  Changes  to  Software"  was  utilized  to  document 
spreadsheets  and  programs  utilized  in  final  calculations  and  data 
interfacing.  At  times,  analysts  used  the  Star  Workstation  software  or 
Beckman  System  Gold  software  to  perform  manual  baseline  fits,  depending 
on  the  nature  of  the  chromatograms.  This  was  documented  in  run 
narratives  or  noted  on  machine  printouts. 

4.2  Data  Validation 

Analytical  measurements  were  first  reviewed  by  the  chemist  producing 
them  and  then  passed  either  to  the  team  leader  or  group  leader  for  further 
review.  After  approval,  data  were  interfaced  with  the  LIMS  system  which 
performs  automatic  calculation  of  percent  recovery  for  spiked  samples  and 
control  samples.  The  LIMS  software  was  capable  of  flagging  spikes, 
blanks,  and  control  samples  which  fell  outside  predetermined  limits.  The 
spreadsheet  used  for  RDX  and  TNT  final  calculations  also  flagged  samples 
which  fell  above  the  high  end  of  the  calibration  curve.  Such  samples  were 
either  accepted  on  a  "use  as  is"  basis  or  reanalyzed  at  the  discretion  of  the 
Team  Leader. 
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Data  ReDorting 

As  mentioned  above,  data  were  reported  initially  from  spreadsheets  to  the 
team  leader  who  passed  the  information  as  rapidly  as  possible  to  the  field 
engineers.  Following  this,  analytical  runs  were  interfaced  with  the  LIMS 
and  a  formal  report  was  made  available. 

All  analytical  data  from  a  single  HGD  chamber  test  were  accumulated  and 
stored  as  an  analytical  data  package.  Each  package  included  as  a 
minimum: 

•  Sample  description  or  identification  information. 

•  Sample  analytical  results. 

•  Quality  control  sample  results  with  percent  recovery  of  the  added 
compounds. 

4.4  Records  Retention 

Records  of  experiments  and  analyses  will  be  maintained  for  a  period  of 
three  years  after  the  end  of  the  project  in  a  TVA  record  storage  area.  This 
will  include  machine  printouts  or  chromatogram  traces,  logbooks, 
notebooks,  log-sheets,  standard  material  use  logs,  raw  data  calculation 
sheets  and  the  like.  Records  will  be  stored  for  experiments,  analytical 
measurements,  and  determination  of  Method  Detection  Limits  (MDLs). 
Computer  media  utilized  to  store  analytical  file  backups  or  raw  data  files 
will  be  stored  for  the  lifetime  of  the  project  plus  one  year  (through 
December  1 995)  due  to  the  limited  lifetime  of  computer  storage  media. 

Data  from  failed  attempts  at  analysis  will  be  maintained  along  with 
supporting  documentation. 

4.5  Data  Qualification  Codes 

Abbreviation  codes  which  may  appear  in  the  analytical  data  packages 
include: 
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NA  -  Compound  Not  Analyzed 


<MDL  or  ND  •  Compound  not  detected  (analysis  value  falls  below  the 
method  detection  limit  (MOD) 

TR  or  Trace  -  Compound  present  at  trace  level  (i.e.,  there  was  an  Indication 
of  the  compound,  but  the  concentration  was  less  than  the  MOL  and  was 
too  low  to  quantify.) 

5.0  Internal  Quality  Control  Checks 

5.1  Setup  QC 

5.1.1  General 

ALSS  demonstrated  that  glassware  and  reagents  were  free  of 
interferences  by  running  blank  samples.  Blanks  included  acetonitrile, 
water,  methanol,  or  any  other  solvents  used  in  the  various  process. 
Blanks  included  extracts  of  clean  smears. 

Initially,  ALSS  ran  QC  check  sample  sets  of  known  concentration  to  ensure 
method  precision  and  accuracy  were  well  defined. 

Retention  time  windows  for  laboratory  analysis  equipment  were 
established  in  order  for  software  to  function  properly. 

Each  analyst  demonstrated  the  ability  to  generate  acceptable  results  with 
the  methods  before  beginning  work  on  project  samples. 

Finally,  three  sets  of  samples  containing  TNT  and  RDX  were  prepared  at 
TVA.  One  set  was  shipped  to  CRREL.  One  set  was  packaged  as  for 
shipment  and  stored  on  a  bench  top  at  TVA.  This  set  was  prepared  so 
that  a  set  would  be  analyzed  at  TVA  which  matched  temperature 
conditions  of  the  set  shipped  to  CRREL.  A  portion  of  the  third  set  was 
analyzed  on  the  day  the  three  sets  were  prepared  (to  verify  that 
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preparation  of  the  samples  was  correct)  with  the  remainder  being 
refrigerated  at  TVA  until  CRREL  received  their  shipment.  On  the  same  day 
CRREL  received  and  analyzed  the  set  shipped  to  them,  the  refrigerated  set 
and  packaged  set  were  analyzed  by  TVA.  In  this  way  the  three  sets  of 
samples  could  be  compared  to  each  other.  All  measurements  made  on  ail 
three  sample  sets  at  both  laboratories  were  consistent. 


5.1.2  Method  Detection  Limits 

ALSS  determined  method  detection  limits  as  defined  in  40  CFR  Part  136, 
Appendix  B,  Revision  1.11.  Detection  limits  were  documented  in  internal 
memoranda  with  associated  data  packages.  Detection  limits  for  HPLC 
analyses  were  found  to  be  a  function  of  column  age,  and  detector  stability. 

The  method  detection  limit  for  picrate  was  determined  to  be  0.004 
micrograms  per  milliliter  (ppm)  for  extract  solutions.  Due  to  a 
misunderstanding  of  how  to  interpret  40  CFR  Part  136,  it  was  initially 
thought  to  be  0.017  ppm.  However,  once  the  misunderstanding  was 
resolved,  all  data  reported  with  the  higher  detection  limit  were  reassessed 
and  corrected. 


The  various  detection  limits  found  for  RDX  and  TNT  are  tabulated  here. 
Values  are  reported  as  micrograms  per  smear  and  as  micrograms  per 
milliliter  of  extract. 


June  3,  1994 
July  29,  1994 
August  24,  1 994 
September  23,  1 994 


RDX 

UQ/smear  (uo/mL) 

0.7  (0.007) 
0.7  (0.007) 
0.4  (0.004) 
1.0  (0.010) 


TNT 

UQ/smear  (uo/mL) 

0.3  (0.003) 
0.4  (0.003) 
0.25(0.0025) 
0.6  (0.006) 
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5.1.3  Retention  Time  Windows 

Retention  time  windows  were  determined  by  making  three  injections  of 
each  analyte  during  a  72-hour  period.  Retention  times  were  determined  for 
each  of  these  injections.  The  means  and  standard  deviations  of  the 
retention  time  data  were  calculated.  Limits  were  calculated  at  plus  or 
minus  three  standard  deviations  from  the  mean.  The  automatic  peak- 
identification  software  could  only  accept  one  window  width  for  its 
calculations;  so  for  RDX  and  TNT,  an  average  window  value  was  used. 
When  a  new  column  was  installed,  retention  time  windows  were 
reassessed  against  peaks  observed  in  quality  control  samples  to  ensure 
they  were  still  adequate. 

5.1.4  Method  Accuracy  and  Precision 

Quality  control  check  samples,  produced  independently  from  the  calibration 
standards  and  which  contained  each  analyte  of  interest,  were  utilized  to 
track  method  accuracy  and  precision.  The  recovery  was  calculated  for 
each  analyte  and  reported  to  the  team  leader  for  review  with  each  data 
set.  These  were  termed  "laboratory  control  samples”  and  are  discussed 
below. 

5.2  Calibration  QC 

5.2.1  Method  8000A/8330  Calibration  QC 

Calibration  was  performed  in  triplicate  with  standards  of  five 
concentrations  over  the  range  of  linear  response  of  the  device.  The  lowest 
concentration  was  approximately  equal  to  the  method  detection  limit. 
Calibration  standards  were  loaded  in  random  order.  Calibrations  were 
performed  before  analysis  of  samples  and  at  any  time  thereafter  when 
quality  control  samples  indicated  the  calibration  factors  had  changed. 

In  the  early  parts  of  the  project,  linear  regression  fits  were  made  with  lines 
forced  through  the  origin  and  again  with  lines  not  forced  through  the  origin 
(viz.  to  equations  of  the  form  y=mx  and  of  the  form  y  =  mx  +  b). 
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Conoarisons  were  made  of  the  residual  sum  of  squares  and  the  magnitude 
of  tiie  intercept  to  determine  whether  the  points  fell  In  the  linear  response 
range  of  the  device.  The  curve  with  the  best  residual  sum  of  squares  was 
utilized.  Shortly  after  the  beginning  of  the  project,  policy  was  changed  so 
that  only  curves  of  the  form  y=mx  were  used. 

At  the  beginning  of  each  run,  the  midpoint  calibration  standard  was 
analyzed  in  triplicate.  The  response  factor  for  the  average  of  these  three 
points  had  to  be  within  15  percent  of  the  response  factor  for  the  initial 
calibration  (That  is,  the  percent  recovery  must  fall  between  85  and  115 
percent.)  If  not,  the  machine  was  recalibrated.  Following  this,  at  least 
every  ten  samples  and  at  the  end  of  the  run  a  single  midpoint  calibration 
standard  was  run.  The  response  factors  for  these  had  to  fall  within  1 5 
percent  of  the  mean  daily  Initial  response  factor  or  all  samples  between  the 
last  valid  calibration  check  and  the  next  valid  check  were  reanalyzed. 
These  samples  may  also  be  called  "initial  calibration  verification"  and 
"continuing  calibration  check"  samples. 

Exception:  At  the  team  leader's  discretion,  if  samples  could  be  determined 
to  contain  none  of  the  analyte  of  interest  by  automatic  peak  search  and  by 
visual  inspection  of  the  chromatograms,  the  samples  were  not  reanalyzed 

Results  of  the  midpoint  calibration  standards  are  plotted  in  Figures  A*1, 

A-2,  and  A-3  for  RDX,  TNT,  and  picrate,  respectively.  Values  plotted  are 
the  percent  recovery  for  the  measured  values.  The  X-axis  of  the  plot  is  the 
sequence  number  of  the  quality  control  samples  for  the  course  of  the 
project.  Percent  recovery  is  calculated  by  the  following  formula: 

%  Recovery  =100*  (Measured  Value  /  Known  Value) 

A  slight  downward  trend  can  be  detected  in  the  latter  half  of  the  RDX 
data.  Only  a  few  points  fall  out  of  control.  TNT  data  appear  to  be 
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separable  into  two  groups  with  separate  mean  values.  Latter  values  tend 
to  fall  below  the  lower  control  limit  more  frequently  than  RDX.  Early  on, 
one  value  each  for  RDX  and  TNT  was  unexpectedly  high.  By  comparison, 
picrate  analyses  appear  very  stable.  The  downward  trends  here  for  RDX 
and  TNT  and  in  other  quality  control  data  discussed  below  are  perhaps 
indicative  of  column  deterioration  or  slow  degradation  of  the  detector  over 
the  course  of  the  latter  half  of  the  project.  The  very  last  few  points  on  the 
RDX  and  TNT  plots  are  associated  with  test  runs  33  and  34.  During 
analysis  of  these  samples,  a  very  broad  peak  with  a  long  retention  time 
was  noted.  The  retention  time  was  so  long  that  it  would  often  appear  in 
later  samples,  interfering  with  peaks  for  RDX  and  TNT.  These  sampies 
were  run  multiple  times  and  in  various  orders  in  an  attempt  to  obtain  good 
data.  In  some  runs,  only  one  or  two  samples  were  acceptable.  It  should 
be  noted  that  several  runs  for  these  two  tests  are  reflected  in  the  quality 
control  data  reported  here,  some  with  recoveries  which  were  judged 
unacceptable  upon  initial  review.  The  data  from  test  runs  33  and  34  were 
qualified  as  "not  quantifiable." 

A  daily  retention  time  window  was  calculated  for  each  analyte  using  the 
mean  retention  time  from  the  Initial  midpoint  calibration  standard  plus  or 
minus  three  standard  deviations,  as  determined  in  the  set-up  QC  section.  If 
the  retention  time  for  any  analyte  from  subsequent  midpoint  calibration 
standards  fell  outside  the  window,  those  samples  analyzed  between  two 
valid  midpoint  calibration  standards  were  flagged  and  passed  to  the  team 
leader  for  review.  At  his  discretion  they  were  reanalyzed.  In  this  case,  the 
software  would  not  identify  the  peaks  as  the  analyte  of  interest  and  they 
were  identified  by  visual  inspection  of  the  chromatograms. 

5.3  Batch  QC 

5.3.1  Definitions 

Batch  -  A  group  of  no  more  than  20  samples  of  the  same  matrix  prepared 
or  extracted  at  the  same  time  with  the  same  reagents. 
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Note:  When  ALSS  began  the  project,  solvent  samples,  smear  extracts, 
and  solutions  of  solid  materials  were  counted  as  different  matrices.  In  this 
way  each  matrix  would  be  considered  part  of  a  separate  batch.  After 
gaining  some  experience  with  the  sample  types,  it  was  determined  that 
smear  extracts  and  solutions  behaved  in  a  similar  manner  and  were 
considered  as  the  same  matrix  for  determining  batch  sizes. 

Method  Blank  >  A  sample  of  clean  reagent  carried  through  preparation  and 
extraction  in  the  same  manner  as  samples. 

Matrix  Spike  •  An  aliquot  of  a  sample  spiked  with  a  known  concentration 
of  all  target  analytes.  Spike  concentration  was  usually  chosen  to  read  at 
the  midpoint  of  the  calibration  curve. 

Matrix  Spike  Duplicate  -  A  second  aliquot  of  the  same  sample  treated  as 
the  matrix  spike. 

Quality  Control  Check  Sample  -  A  sample  containing  mid-range 
concentrations  of  analytes  of  interest  with  concentrations  known  to  the 
analyst.  This  sample  is  made  from  a  separate  stock  of  standard  material 
than  calibration  solutions  when  possible.  This  sample  type  may  also  be 
referred  to  as  a  "laboratory  control  sample." 

Duplicate  -  A  second  aliquot  of  a  sample. 

5.3.2  Batch  QC  Samples 

One  quality  control  check  sample  (laboratory  control  sample)  was  run  with 
each  batch.  These  are  plotted  in  Figures  A-4,  A-5,  and  A-6.  Percent 
recovery  was  calculated  as  for  midpoint  calibration  standards.  Again 
percent  recovery  is  plotted  as  a  function  of  sample  sequence.  RDX  data 
show  a  downward  trend  over  the  course  of  the  project.  TNT  data,  by 
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comparison,  are  relatively  stable  but  tend  to  have  a  few  points  with 
unexplained  low  recoveries.  Picrate  results  are  very  stable. 

One  matrix  spike  and  one  matrix  spike  duplicate  were  run  with  each  batch. 
Plots  of  percent  recoveries  for  these  samples  are  appended  as  Figures  A-7, 
A-8,  and  A-9. 


For  matrix  spikes,  the  percent  recovery  is  calculated  as  follows: 
%  Recovery  =  100  *  (FOUND  -  UNSP1KED)/SPIKE 


Where 


FOUND  is  the  concentration  measured  for  the  spiked  sample 
UNSPIKED  is  the  concentration  measured  in  the  unspiked  sample 
SPIKE  is  the  amount  added  to  the  matrix  spike  sample  in 
concentration  units 

RDX  shows  an  upward  trend  followed  by  a  downward  trend.  TNT  data 
held  steady  in  the  first  half  of  the  project  and  then  show  a  downward 
trend.  However,  the  extreme  downturn  for  the  very  last  matrix  spike 
sample  recovery  is  a  reflection  of  difficulty  in  measurement  for  samples 
from  tests  33  and  34.  The  broad,  unidentified  peak  with  a  long  retention 
time  was  present  as  discussed  above.  This  peak  interfered  with  analysis 
of  RDX  and  TNT.  These  samples  were  run  multiple  times  in  an  attempt  to 
obtain  good  data.  In  some  runs,  only  one  or  two  samples  were  acceptable. 
It  should  be  noted  that  several  runs  for  these  two  tests  are  reflected  in  the 
quality  control  data  reported  here,  some  with  unacceptable  recoveries.  The 
data  from  test  runs  33  and  34  were  qualified  as  "not  quantifiable." 

Plots  of  relative  percent  differences  between  matrix  spikes  and  matrix 
spike  duplicates  are  appended  as  Figures  A-10,  A-11,  and  A-12.  Values 
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are  good  for  all  three  analytes.  Relative  percent  difference  is  calculated  by 
the  following  formula: 

Relative  percent  difference  =  100  *(REC1  •  REC 

2)/I(REC1  +REC2)/2] 


Where 


REC1  is  the  percent  recovery  of  the  matrix  spike  sample 

REC2  is  the  percent  recovery  of  the  matrix  spike  duplicate  sample. 

One  method  blank  was  run  with  each  batch.  Additional  reagent  blanks 
were  run  regularly.  Of  the  283  method  and  reagent  blanks  run  with 
Method  8330,  six  of  them  had  RDX  above  the  detection  limit  and  ten  of 
them  had  TNT  above  the  detection  limit.  Each  of  these  was  individually 
inspected.  Of  twelve  reagent  and  method  blanks  for  picrate  analysis,  no 
values  were  encountered  above  the  detection  limit. 

Whenever  the  sampling  organization  in  the  field  submitted  additional 
samples  as  quality  control  checks  these  were  counted  as  routine  samples 
in  determining  batch  size  for  the  other  quality  control  sample  types.  These 
were  termed  "field  QC  samples."  A  high  concentration  field  QC  sample 
and  a  low  concentration  field  QC  sample  were  included  at  the  sampling 
location  along  with  each  set  of  20  samples  for  every  test  run.  The  low 
concentration  sample  was  one  tenth  the  concentration  of  the  high 
concentration  sample.  Since  standard  reference  material  was  not  utilized 
in  making  the  field  QC  samples,  the  field  sampling  team  always  included  a 
sample  of  the  original  stock  solution  which  was  used  in  making  the  field 
QC  samples.  The  value  from  analysis  of  the  stock  solution  was  used  as 
the  known  value  in  determining  percent  recovery.  Plots  of  recoveries  for 
high  field  QC  samples  are  attached  as  Figures  A-13,  A-14,  and  A-15. 
Percent  recovery  was  calculated  as  for  midpoint  calibration  standards. 


HGD  of  Explosives  Test  Report 


A-13 


Hawthorne  AD 


,jt#^ ' 

RDX  and  TNT  both  had  fairly  good  recoveries  with  a  pair  of  low  values 
observed  in  the  latter  half  of  the  project.  Picrate  analyses  were  good. 
Plots  of  recoveries  for  low  field  QC  samples  are  attached  as  Figures  A-16, 
A-17,  and  A-18.  The  low  field  QC  samples  showed  greater  scatter  than 
the  high  QC  samples.  Both  RDX  and  TNT  had  a  high  bias  and  occasional 
unexplained  high  recoveries  for  these  samples.  Picrate  analyses  were  fairly 
good  with  one  poor  recovery. 

6.0  Performance  and  System  Audits 

The  ALSS  Quality  Assurance  Officer  introduced  blind  quality  control 
samples  using  recovered  flake  material.  Recovered  values  are  appended  as 
Table  A-l.  Recoveries  were  calculated  using  literature  values  as 
percentages  of  RDX  and  TNT  in  HBX  and  COMP-B  recovered  flake.  It 
appears  that  the  material  labeled  as  HBX  did  not  contain  the  expected 
quantity  of  RDX. 


Table  A-1 

Blind  Quality  Control  Samples  from  Reclaimed  Material 


Date 

Analysis  for 

Found  mg/I 

Known  mg /I 

5/6/94 

TNT 

57.7 

52.5 

109.9 

5/6/94 

TNT 

53.7 

52.5 

102.3 

7/20/94 

COMP-B  TNT 

6.3 

6.3 

100.0 

COMP-B  RDX 

8.4 

9.5 

88.6 

9/21/94 

HBX  -  RDX 

9.9 

10.4 

95.7 

HBX  -  TNT 

14.4 

9.8 

146.8 

9/21/94 

COMP-B  RDX 

16.6 

18.5 

89.7 

COMP-B  TNT 

12.4 

12.4 

100.1 

*  Recovered  flake  material  may  not  have  RDX  and  TNT  present  in  ratios  stated  in 
the  literature.  Percent  recovery  is  calculated  based  on  literature  values. 


The  ALSS  Quality  Assurance  Officer  inspected  control  charts,  logs, 
records,  printouts,  results  of  quality  control  checks,  documentation,  case 
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narratives,  research  notebooks,  and  other  quality  related  aspects  of  the 
project  to  ensure  detailed  compliance  was  in  effect.  Results  of  one  review 
were  reported  in  writing  to  the  Laboratory  team  leader  as  an  internal  audit. 
In  that  audit,  it  was  noted  that  one  type  of  quality  control  check  samples 
had  been  omitted  in  designing  runs  for  Method  8330.  Since  corrective 
action  was  immediate,  no  nonconformance  report  was  issued.  Other  minor 
areas  of  concern  were  identified  and  reported  in  quarterly  reports  to  the 
manager. 


7.0  Calculation  of  Data  Quality  Indicators 

7.1  Common  Data  Quality  Indicators 

Relative  percent  difference,  standard  deviation,  accuracy,  and  other 
commonly  used  statistical  indicators  were  calculated  as  defined  in  Chapter 
1  of  SW-846,  3rd  Edition  utilizing  the  LIMS  software.  Since  analytical 
work  went  so  rapidly,  completeness  was  not  found  to  be  a  useful  indicator 
and  was  not  calculated  or  monitored. 

Method  Detection  Limits  were  be  calculated  as  defined  in  40  CFR  136, 
Appendix  B. 

Method  Quantitation  Limits  were  defined  as  five  times  the  Method 
Detection  Limit  as  in  40  CFR  136,  Appendix  B. 

8.0  Quality  Control  Reports  to  Management 

Quarterly  quality  control  data  report  were  written  by  the  ALSS  QA  Officer 
addressing: 

•  Changes  in  the  laboratory's  portion  of  the  QA  Project  plan. 

•  Changes  in  analytical  procedures. 

•  Summary  of  QC  program  results,  summary  of  training,  summary  of 
accomplishments. 
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•  Results  of  audits,  results  of  performance  sample  evaluations,  and  any 
significant  problems  with  problem  resolutions. 

•  Data  quality  assessment  in  terms  of  precision,  accuracy,  and  MDL. 

•  Discussion  of  whether  QA  objectives  were  met. 

These  reports  were  included  with  routine  internal  quarterly  quality  control 
reports. 

9.0  Overall  Assessment  of  Data  Quality 

The  data  presented  here  provide  a  picture  of  a  complete,  operational 
quality  control  program.  The  quality  control  measures  which  were  applied 
met  their  intended  purposed.  That  is,  they  provided  timely  identification  of 
problems  during  the  course  of  the  project  so  that  the  they  could  be 
resolved  wherever  possible.  Outliers  were  investigated  and  corrections 
were  made.  The  vast  majority  of  the  data  fell  within  the  85  to  115 
percent  window  (or  75  to  125  percent  window  for  matrix  spikes)  allowed 
under  ERA  protocols.  However,  corrective  measures  were  often 
attempted  well  before  data  fell  outside  control  limits.  It  must  be 
emphasized  that  outliers  were  individually  investigated  and  assessed  by  the 
laboratory.  The  fact  that  outliers  are  reported  here  does  not  invalidate  the 
entire  data  set,  but  instead  gives  a  complete  picture  of  the  dynamics  of  the 
measurement  process  encountered  by  any  working  laboratory. 

These  quality  control  activities,  demonstrate  that  the  analytical  techniques 
were  sufficiently  accurate,  precise,  and  sensitive  to  meet  the  needs  of  this 
project  for  data  quality.  When  coupled  with  the  other  parts  of  the  overall 
quality  assurance  program,  the  quality  control  data  provide  significant 
assurance  that  the  samples  were  handled,  stored,  prepared,  and  analyzed 
in  a  documented  and  reproducible  manner. 
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Figure  A-1  Midpoint  Calibration  Standards  -  RDX 
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Figure  A-4  Laboratory  Control  Samples  -  RDX 


Figure  A-6  Laboratory  Control  Samples  -  Picrate 
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Figure  A-7  PercentRecoveryof  Matrix  Spike  and  Duplicate  Samples  -  RDX 
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Figure  A-8  Percent  Recovery  of  Matrix  Spike  and  Duplicate  Samples  -  TNT 
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Figure  A-9  Percent  Recovery  of  Matrix  Spike  and  Duplicate  Samples  -  Picrate 
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Figure  A-10  Relative  Percent  Difference  Between  Matrix  Spike  and  Duplicate  Samples  -  RDX 
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Figure  A-11  Relative  Percent  Difference  Between  MatrixSpike  and  Duplicate  Samples  -  TNT 


Figure  A-12  Relative  Percent  Difference  Between  MatrixSpike  and  Duplicate  Samples  -  Picrate 
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Figure  A-1 7  Field  QC  Samples  -  Low  Concentration  -  TNT 
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Figure  A-1 8  Field  QC  Samples  -  Low  Concentration  •  Picrate 
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CHAPTER  ONE 
QUALITY  CONTROL 


1.0  INTRODUCTION 

It  is  the  goal  of  the  U.S.  Environmental  Protection  Agency's  (EPA's) 
quality  assurance  (QA)  program  to  ensure  that  all  data  be  scientifically  valid, 
defensible,  and  of  known  precision  and  accuracy.  The  data  should  be  of 
sufficient  known  quality  to  withstand  scientific  and  legal  challenge  relative  to 
the  use  for  which  the  data  are  obtained.  The  QA  program  is  management's  tool  for 
achieving  this  goal. 

For  RCRA  analyses,  the  recommended  minimum  requirements  for  a  QA  program 
and  the  associated  quality  control  (QC)  procedures  are  provided  in  this  chapter. 

The  data  acquired  from  QC  procedures  are  used  to  estimate  the  quality  of 
analytical  data,  to  determine  the  need  for  corrective  action  in  response  to 
identified  deficiencies,  and  to  interpret  results  after  corrective  action 
procedures  are  implemented.  Method- specific  QC  procedures  are  incorporated  in 
the  individual  methods  since  they  are  not  applied  universally. 

A  total  program  to  generate  data  of  acceptable  quality  should  include  both 
a  QA  component,  which  encompasses  the  management  procedures  and  controls,  as  well 
as  an  operational  day-to-day  QC  component.  This  chapter  defines  fundamental 
elements  of  such  a  data  collection  program.  Data  collection  efforts  involve: 

1.  design  of  a  project  plan  to  achieve  the  data  quality  objectives 
(DQOs); 

2.  implementation  of  the  project  plan;  and 

3.  assessment  of  the  data  to  determine  if  the  DQOs  are  met. 

The  project  plan  may  be  a  sampling  and  analysis  plan  or  a  waste  analysis  plan  if 
it  covers  the  QA/QC  goals  of  the  Chapter,  or  it  may  be  a  Quality  Assurance 
Project  Plan  as  described  later  in  this  chapter. 

This  chapter  identifies  the  minimal  QC  components  that  should  be  used  in 
the  performance  of  sampling  and  analyses,  including  the  QC  information  which 
should  be  documented.  Guidance  is  provided  to  construct  QA  programs  for  field 
and  laboratory  work  conducted  in  support  of  the  RCRA  program. 


2.0  QA  PROJECT  PLAN 

It  is  recommended  that  all  projects  which  generate  environment -related  data 
in  support  of  RCRA  have  a  QA  Project  Plan  (QAPjP)  or  equivalent.  In  some 
instances,  a  sampling  and  analysis  plan  or  a  waste  analysis  plan  may  be 
equivalent  if  it  covers  all  of  the  QA/QC  goals  outlined  in  this  chapter.  In 
addition,  a  separate  QAPjP  need  not  be  prepared  for  routine  analyses  or 
activities  where  the  procedures  to  be  followed  are  described  in  a  Standard 


ONE  -  1 


Revision  1 
July  1992 


Operating  Procedures  manual  or  similar  document  and  include  the  elements  of  a 
QAPjP.  These  documents  should  be  available  and  referenced  in  the  documentation 
and/or  records  for  the  analysis  activities.  The  term  "QAPjP"  in  this  chapter 
refers  to  any  of  these  QA/QC  documents. 

The  QAPjP  should  detail  the  QA/QC  goals  and  protocols  for  a  specific  data 
collection  activity.  The  QAPjP  sets  forth  a  plan  for  sampling  and  analysis 
activities  that  will  generate  data  of  a  quality  commenstrrate  with  their  intended 
use.  QAPjP  elements  should  include  a  description  of  the  project  and  its 
objectives;  a  statement  of  the  DQOs  of  the  project;  identification  of  those  in¬ 
volved  in  the  data  collection  and  their  responsibilities  and  authorities; 
reference  to  (or  inclusion  of)  the  specific  sample  collection  and  analysis 
procedures  that  will  be  followed  for  all  aspects  of  the  project;  enumeration  of 
QC  procedures  to  be  followed;  and  descriptions  of  all  project  documentation. 
Additional  elements  should  be  included  in  the  QAPjP  if  needed  to  address  all 
quality  related  aspects  of  the  data  collection  project.  Elements  should  be 
omitted  only  when  they  are  inappropriate  for  the  project  or  when  absence  of  those 
elements  will  not  affect  the  quality  of  data  obtained  for  the  project  (see 
reference  1). 

The  role  and  importance  of  DQOs  and  project  documentation  are  discussed 
below  in  Sections  2.1  through  2.6.  Management  and  organization  play  a  critical 
role  in  determining  the  effectiveness  of  a  QA/QC  program  and  ensuring  that  all 
required  procedures  are  followed.  Section  2.7  discusses  the  elements  of  an 
organization's  QA  program  that  have  been  found  to  ensure  an  effective  program. 
Field  operations  and  laboratory  operations  (along  with  applicable  QC  procedures) 
are  discussed  in  Sections  3  and  4,  respectively. 


2.1  DATA  QUALITY  OBJECTIVES 

Data  quality  objectives  (DQOs)  for  the  data  collection  activity  describe 
the  overall  level  of  uncertainty  that  a  decision-maker  is  willing  to  accept  in 
results  derived  from  environmental  data.  This  uncertainty  is  used  to  specify  the 
quality  of  the  measurement  data  required,  usually  in  terms  of  objectives  for 
precision,  bias,  representativeness,  comparability  and  completeness.  The  DQOs 
should  be  defined  prior  to  the  initiation  of  the  field  and  laboratory  work.  The 
field  and  laboratory  organizations  performing  the  work  should  be  aware  of  the 
DQOs  so  that  their  personnel  may  make  informed  decisions  during  the  course  of  the 
project  to  attain  those  DQOs.  More  detailed  information  on  DQOs  is  available 
from  the  U.S.  ERA  Quality  Assurance  Management  Staff  (QAMS)  (see  references  2  and 
4). 


2.2  PROJECT  OBJECTIVES 

A  statement  of  the  project  objectives  and  how  the  objectives  are  to  be 
attained  should  be  concisely  stated  and  sufficiently  detailed  to  permit  clear 
understanding  by  all  parties  involved  in  the  data  collection  effort.  This 
includes  a  statement  of  what  problem  is  to  be  solved  and  the  information  required 
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in  the  process.  It  also  includes  appropriate  statements  of  the  DQOs  (i.e.,  the 
acceptable  level  of  uncertainty  in  the  information). 


2.3  SAMPLE  COLLECTION 

Sampling  procedures,  locations,  equipment,  and  sample  preservation  and 
handling  requirements  should  be  specified  in  the  QAPjP.  . 
quality  assurance  procedures  for  field  operations  are  described  in  Section  3  of 
this  chapter.  The  OSW  is  developing  policies  and  procedures  for  sampling  in  a 
plinned  revision  of  Chapter  Nine  of  this  manual.  Specific  procedures  for 
groundwater  sampling  are  provided  in  Chapter  Eleven  of  this  manual. 


2.4  ANALYSIS  AND  TESTING 

Analytes  and  properties  of  concern,  analytical  and  testing  procedures  to 
be  employed,  required  detection  limits,  and  requirements  for  precision  and  bias 
should  be  specified.  All  applicable  regulatory  requirements  and  the  project  DQOs 
should  be  considered  when  developing  the  specifications.  Further  details  on  the 
procedures  for  analytical  operations  are  described  in  Section  4  of  this  chapter. 


2.5  QUALITY  CONTROL 

The  quality  assurance  program  should  address  both  field  and  laboratory 
activities.  Quality  control  procedures  should  be  specified  for  estimating  the 
precision  and  bias  of  the  data.  Recommended  minimum  requirements  for  QC  samples 
have  been  established  by  ERA  and  should  be  met  in  order  to  satisfy  recommended 
minimum  criteria  for  acceptable  data  quality.  Further  details  on  procedures  for 
field  and  laboratory  operations  are  described  in  Sections  3  and  4,  respectively, 
of  this  chapter. 


2.6  PROJECT  DOCUMENTATION 

Documents  should  be  prepared  and  maintained  in  conjunction  with  the  data 
collection  effort.  Project  documentation  should  be  sufficient  to  allow  review 
of  all  aspects  of  the  work  being  performed.  The  QAPjP  discussed  in  Sections  3 
and  4  is  one  important  document  that  should  be  maintained. 

The  length  of  storage  time  for  project  records  should  comply  with 
regulatory  requirements,  organizational  policy,  or  project  requirements, 
whichever  is  more  stringent.  It  is  recommended  that  documentation  be  stored  for 
three  years  from  submission  of  the  project  final  report. 

Documentation  should  be  secured  in  a  facility  that  adequately 
addresses/minimizes  its  deterioration  for  the  length  of  time  that  it  is  to  be 
retained.  A  system  allowing  for  the  expedient  retrieval  of  information  should 
exist. 
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Access  to  archived  Information  should  be  controlled  to  maintain  the 
integrity  of  the  data.  Procedures  should  be  developed  to  identify  those 
individuals  with  access  to  the  data. 


2.7  ORGANIZATION  PERFORMING  FIELD  OR  LABORATORY  OPERATIONS 

Proper  design  and  structure  of  the  organization  facilitates  effective  and 
efficient  transfer  of  information  and  helps  to  prevent  important  procedures  from 
being  overlooked. 

The  organizational  structure*  functional  responsibilities,  levels  of 
authority,  job^  descriptions,  and  lines  of  communication  for  all  project 
activities  should  be  established  and  documented.  One  person  may  cover  more  than 
one  organizational  function.  Each  project  participant  should  have  a  clear 
understanding  of  his  or  her  duties  and  responsibilities  and  the  relationship  of 
those  responsibilities  to  the  overall  data  collection  effort. 

The  management  of  each  organization  participating  in  a  project  involving 
data  collection  activities  should  establish  that  organization's  operational  and 
QA  policies.  This  information  should  be  documented  in  the  QAPjP.  The  management 
should  ensure  that  (1)  the  appropriate  methodologies  are  followed  as  documented 
in  the  QAPjPs;  (2)  personnel  clearly  understand  their  duties  and 
responsibilities;  (3)  each  staff  member  has  access  to  appropriate  project 
documents;  (4)  any  deviations  from  the  QAPjP  are  communicated  to  the  project 
management  and  documented;  and  (5)  communication  occurs  between  the  field, 
laboratory,  and  project  management,  as  specified  in  the  QAPjP.  In  addition,  each 
organization  should  ensure  that  their  activities  do  not  increase  the  risk  to 
humans  or  the  environment  at  or  about  the  project  location.  Certain  projects  may 
require  specific  policies  or  a  Health  and  Safety  Plan  to  provide  this  assurance. 

The  management  of  the  participating  field  or  laboratory  organization  should 
establish  personnel  qualifications  and  training  requirements  for  the  project. 
Each  person  participating  in  the  project  should  have  the  education,  training, 
technical  knowledge,  and  experience,  or  a  combination  thereof,  to  enable  that 
individual  to  perform  assigned  functions.  Training  should  be  provided  for  each 
staff  member  as  necessary  to  perform  their  functions  properly.  Personnel 
qualifications  should  be  documented  in  terms  of  education,  experience,  and 
training,  and  periodically  reviewed  to  ensure  adequacy  to  current 
responsibilities. 

Each  participating  field  organization  or  laboratory  organization  should 
have  a  designated  QA  function  (i.e.,  a  team  or  individual  trained  in  QA)  to 
monitor  operations  to  ensure  that  the  equipment,  personnel,  activities, 
procedures,  and  documentation  conform  with  the  QAPjP.  To  the  extent  possible, 
the  QA  monitoring  function  should  be  entirely  separate  from,  and  independent  of, 
personnel  engaged  in  the  work  being  monitored.  The  QA  function  should  be 
responsible  for  the  QA  review. 
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2.7.1  Performance  Evaluation 


Performance  evaluation  studies  are  used  to  measure  the  performance  of  the 
laboratory  on  unknown  samples.  Performance  evaluation  samples  are  typically 
submitted  to  the  laboratory  as  blind  samples  by  an  independent  outside  source. 
The  results  are  compared  to  predetermined  acceptance  limits.  Performance 
evaluation  samples  can  also  be  submitted  to  the  laboratory  as  part  of  the  QA 
function  during  internal  assessment  of  laboratory  performance.  Records  of  all 
performance  evaluation  studies  should  be  maintained  by  the  laboratory.  Problems 
identified  through  participation  In  performance  evaluation  studies  should  be 
Immediately  Investigated  and  corrected. 

2.7.2  Internal  Assessment  bv  QA  Function 

Personnel  performing  field  and  laboratory  activities  are  responsible  for 
continually  monitoring  Individual  compliance  with  the  QAPjP.  The  QA  function 
should  review  procedures,  results  and  calculations  to  determine  compliance  with 
the  QAPjP.  The  results  of  this  Internal  assessment  should  be  reported  to 
management  with  requirements  for  a  plan  to  correct  observed  deficiencies. 

2.7.3  External  Assessment 

The  field  and  laboratory  activities  may  be  reviewed  by  personnel  external 
to  the  organization.  Such  an  assessment  Is  an  extremely  valuable  method  for 
identifying  overlooked  problems.  The  results  of  the  external  assessment  should 
be  submitted  to  management  with  requirements  for  a  plan  to  correct  observed 
deficiencies. 

2.7.4  On-Site  Evaluation 

On-site  evaluations  may  be  conducted  as  part  of  both  internal  and  external 
assessments.  The  focus  of  an  on-site  evaluation  is  to  evaluate  the  degree  of 
conformance  of  project  activities  with  the  applicable  QAPjP.  On-site  evaluations 
may  include,  but  are  not  limited  to,  a  complete  review  of  facilities,  staff, 
training,  instrumentation,  procedures,  methods,  sample  collection,  analyses,  QA 
policies  and  procedures  related  to  the  generation  of  environmental  data.  Records 
of  each  evaluation  should  include  the  date  of  the  evaluation,  location,  the  areas 
reviewed,  the  person  performing  the  evaluation,  findings  and  problems,  and 
actions  recommended  and  taken  to  resolve  problems.  Any  problems  Identified  that 
are  likely  to  affect  data  integrity  should  be  brought  immediately  to  the 
attention  of  management. 

2.7.4. 1  Field  Activities 

The  review  of  field  activities  should  be  conducted  by  one  or  more  persons 
knowledgeable  in  the  activities  being  reviewed  and  include  evaluating,  at  a 
minimum,  the  following  subjects: 

Completeness  of  Field  Reports  --  This  review  determines  whether  all 

requirements  for  field  activities  in  the  QAPjP  have  been  fulfilled,  that 

complete  records  exist  for  each  field  activity,  and  that  the  procedures 
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specified  in  the  QAPjP  have  been  implemented.  Emphasis  on  field 
documentation  will  help  assure  sample  integrity  and  sufficient  technical 
information  to  recreate  each  field  event.  The  results  of  this 
completeness  check  should  be  documented,  and  environmental  data  affected 
by  incomplete  records  should  be  identified. 

Identification  of  Valid  Samples  --  This  review  involves  interpretation  and 
evaluation  of  the  field  records  to  detect  problems  affecting  the  repre¬ 
sentativeness  of  environmental  samples.  Examples  of  items  that  might 
indicate  potentially  invalid  samples  include  improper  well  development, 
improperly  screened  wells,  instability  of  pH  or  conductivity,  and  collec¬ 
tion  of  volatiles  near  internal  combustion  engines.  The  field  records 
should  be  evaluated  against  the  QAPJP  and  SOPs.  The  reviewer  should  docu¬ 
ment  the  sample  validity  and  identify  the  environmental  data  associated 
with  any  poor  or  incorrect  field  work. 

Correlation  of  Field  Test  Data  --  This  review  involves  comparing  any 
available  results  of  field  measurements  obtained  by  more  than  one  method. 
For  example,  surface  geophysical  methods  should  correlate  with  direct 
methods  of  site  geologic  characterization  such  as  lithologic  logs 
constructed  during  drilling  operations. 

Identification  of  Anomalous  Field  Test  Data  —  This  review  identifies  any 
anomalous  field  test  data.  For  example,  a  water  temperature  for  one  well 
that  is  5  degrees  higher  than  any  other  well  temperature  in  the  same 
aquifer  should  be  noted.  The  reviewer  should  evaluate  the  impact  of 
anomalous  field  measurement  results  on  the  associated  environmental  data. 

Validation  of  Field  Analyses  --  This  review  validates  and  documents  all 
data  from  field  analysis  that  are  generated  in  situ  or  from  a  mobile 
laboratory  as  specified  in  Section  2. 7. 4. 2.  The  reviewer  should  document 
whether  the  QC  checks  meet  the  acceptance  criteria,  and  whether  corrective 
actions  were  taken  for  any  analysis  performed  when  acceptance  criteria 
were  exceeded. 

2. 7. 4. 2  Laboratory  Activities 

The  review  of  laboratory  data  should  be  conducted  by  one  or  more  persons 
knowledgeable  in  laboratory  activities  and  include  evaluating,  at  a  minimum,  the 
following  subjects: 

Completeness  of  Laboratory  Records  --  This  review  determines  whether:  (1) 
all  samples  and  analyses  required  by  the  QAPjP  have  been  processed,  (2) 
complete  records  exist  for  each  analysis  and  the  associated  QC  samples, 
and  that  (3)  the  procedures  specified  in  the  QAPjP  have  been  implemented. 
The  results  of  the  completeness  check  should  be  documented,  and 
environmental  data  affected  by  incomplete  records  should  be  identified. 

Evaluation  of  Data  with  Respect  to  Detection  and  Quantitation  Limits  — 
This  review  compares  analytical  results  to  required  quantitation  limits. 
Reviewers  should  document  instances  where  detection  or  quantitation  limits 
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exceed  regulatory  limits,  action  levels,  or  target  concentrations 
specified  in  the  QAPjP. 

Evaluation  of  Data  with  Respect  to  Control  Limits  --  This  review  compares 
the  results  of  QC  and  calibration  check  samples  to  control  criteria. 
Corrective  action  should  be  implemented  for  data  not  within  control 
limits.  The  reviewer  should  check  that  corrective  action  reports,  and  the 
results  of  reanalysis,  are  available.  The  review  should  determine 
whether  samples  associated  with  out-of-control  QC  data  are  identified  in 
a  written  record  of  the  data  review,  and  whether  an  assessment  of  the 
utility  of  such  analytical  results  is  recorded. 

Review  of  Holding  Time  Data  --  This  review  compares  sample  holding  times 
to  those  required  by  the  QAPjP,  and  notes  all  deviations. 

Review  of  Performance  Evaluation  (PEI  Results  --  PE  study  results  can  be 
helpful  in  evaluating  the  impact  of  out-of-control  conditions.  This  review 
documents  any  recurring  trends  or  problems  evident  in  PE  studies  and 
evaluates  their  effect  on  environmental  data. 

Correlation  of  Laboratory  Data  --  This  review  determines  whether  the 
results  of  data  obtained  from  related  laboratory  tests,  e.g.,  Purgeable 
Organic  Halides  (POX)  and  Volatile  Organics,  are  documented,  and  whether 
the  significance  of  any  differences  is  discussed  in  the  reports. 

2.7.5  OA  Reports 

There  should  be  periodic  reporting  of  pertinent  QA/QC  information  to  the 
project  management  to  allow  assessment  of  the  overall  effectiveness  of  the  QA 
program.  There  are  three  major  types  of  QA  reports  to  project  management: 

Periodic  Report  on  Key  QA  Activities  --  Provides  summary  of  key  QA  activi¬ 
ties  during  the  period,  stressing  measures  that  are  being  taken  to  improve 
data  quality;  describes  significant  quality  problems  observed  and 
corrective  actions  taken;  reports  information  regarding  any  changes  in 
certification/accreditation  status;  describes  involvement  in  resolution  of 
quality  issues  with  clients  or  agencies;  reports  any  QA  organizational 
changes;  and  provides  notice  of  the  distribution  of  revised  documents 
controlled  by  the  QA  organization  (i.e.,  procedures). 

Report  on  Measurement  Quality  Indicators  --  Includes  the  assessment  of  QC 
data  gathered  over  the  period,  the  frequency  of  analyses  repeated  due  to 
unacceptable  QC  performance,  and,  if  possible,  the  reason  for  the  unac¬ 
ceptable  performance  and  corrective  action  taken. 

Reports  on  QA  Assessments  --  Includes  the  results  of  the  assessments  and 
the  plan  for  correcting  identified  deficiencies;  submitted  immediately 
following  any  internal  or  external  on-site  evaluation  or  upon  receipt  of 
the  results  of  any  performance  evaluation  studies. 
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3.0  FIELD  OPERATIONS 

The  field  operations  should  be  conducted  in  such  a  way  as  to  provide 
reliable  information  that  meets  the  DQOs.  To  achieve  this,  certain  minimal 
policies  and  procedures  should  be  implemented.  The  OSW  is  considering  revisions 
of  Chapter  Nine  and  Eleven  of  this  manual.  Supplemental  information  and  guidance 
is  available  in  the  RCRA  Ground>Water  Honitoring  Technical  Enforcement  Guidance 
Document  (TEGD)  (Reference  3).  The  project  documentation  should  contain  the 
information  specified  below. 


3.1  FIELD  LOGISTICS 

The  QAPjP  should  describe  the  type(s)  of  field  operations  to  be  performed 
and  the  appropriate  area(s)  in  which  to  perform  the  work.  The  QAPjP  should 
address  ventilation,  protection  from  extreme  weather  and  temperatures,  access  to 
stable  power,  and  provision  for  water  and  gases  of  required  purity. 

Whenever  practical,  the  sampling  site  facilities  should  be  examined  prior 
to  the  start  of  work  to  ensure  that  all  required  items  are  available.  The  actual 
area  of  sampling  should  be  examined  to  ensure  that  trucks,  drilling  equipment, 
and  personnel  have  adequate  access  to  the  site. 

The  determination  as  to  whether  sample  shipping  is  necessary  should  be  made 
during  planning  for  the  project.  This  need  is  established  by  evaluating  the 
analyses  to  be  performed,  sample  holding  times,  and  location  of  the  site  and  the 
laboratory.  Shipping  or  transporting  of  samples  to  a  laboratory  should  be  done 
within  a  timeframe  such  that  recommended  holding  times  are  met. 

Samples  should  be  packaged,  labelled,  preserved  (e.g.,  preservative  added, 
iced,  etc.),  and  documented  in  an  area  which  is  free  of  contamination  and 
provides  for  secure  storage.  The  level  of  custody  and  whether  sample  storage  is 
needed  should  be  addressed  in  the  QAPjP. 

Storage  areas  for  solvents,  reagents,  standards,  and  reference  materials 
should  be  adequate  to  preserve  their  identity,  concentration,  purity,  and 
stability  prior  to  use. 

Decontamination  of  sampling  equipment  may  be  performed  at  the  location 
where  sampling  occurs,  prior  to  going  to  the  sampling  site,  or  in  designated 
areas  near  the  sampling  site.  Project  documentation  should  specify  where  and  how 
this  work  is  accomplished.  If  decontamination  is  to  be  done  at  the  site,  water 
and  solvents  of  appropriate  purity  should  be  available.  The  method  of 
accomplishing  decontamination,  including  the  required  materials,  solvents,  and 
water  purity  should  be  specified. 


During  the  sampling  process  and  during  on-site  or  iji  situ  analyses,  waste 
materials  are  sometimes  generated.  The  method  for  storage  and  disposal  of  these 
waste  materials  that  complies  with  applicable  local,  state  and  Federal 
regulations  should  be  specified.  Adequate  facilities  should  be  provided  for  the 
collection  and  storage  of  all  wastes,  and  these  facilities  should  be  operated  so 
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as  to  minimize  environmental  contamination.  Waste  storage  and  disposal 
facilities  should  comply  with  applicable  federal,  state,  and  local  regulations. 

The  location  of  long-term  and  short-term  storage  for  field  records,  and  the 
measures  to  ensure  the  integrity  of  the  data  should  be  specified. 


3.2  EQUIPMENT/INSTRUMENTATION 

The  equipment,  instrumentation,  and  supplies  at  the  sampling  site  should 
be  specified  and  should  be  appropriate  to  accomplish  the  activities  planned.  The 
equipment  and  instrumentation  should  meet  the  requirements  of  specifications, 
methods,  and  procedures  as  specified  in  the  QAPjP. 


3.3  OPERATING  PROCEDURES 

The  QAPjP  should  describe  or  make  reference  to  all  field  activities  that 
may  affect  data  quality.  For  routinely  performed  activities,  standard  operating 
procedures  (SOPs)  are  often  prepared  to  ensure  consistency  and  to  save  time  and 
effort  in  preparing  QAPjPs.  Any  deviation  from  an  established  procedure  during 
a  data  collection  activity  should  be  documented.  The  procedures  should  be 
available  for  the  indicated  activities,  and  should  include,  at  a  minimum,  the 
information  described  below. 

3.3.1  Sample  Management 

The  numbering  and  labeling  system,  chain-of -custody  procedures,  and  how  the 
samples  are  to  be  tracked  from  collection  to  shipment  or  receipt  by  the 
laboratory  should  be  specified.  Sample  management  procedures  should  also  specify 
the  holding  times,  volumes  of  sample  required  by  the  laboratory,  required 
preservatives,  and  shipping  requirements. 

3.3.2  Reaoent/Standard  Preparation 

The  procedures  describing  how  to  prepare  standards  and  reagents  should  be 
specified.  Information  concerning  specific  grades  of  materials  used  in  reagent 
and  standard  preparation,  appropriate  glassware  and  containers  for  preparation 
and  storage,  and  labeling  and  record  keeping  for  stocks  and  dilutions  should  be 
included. 


3.3.3  Decontamination 

The  procedures  describing  decontamination  of  field  equipment  before  and 
during  the  sample  collection  process  should  be  specified.  These  procedures 
should  include  cleaning  materials  used,  the  order  of  washing  and  rinsing  with  the 
cleaning  materials,  requirements  for  protecting  or  covering  cleaned  equipment, 
and  procedures  for  disposing  of  cleaning  materials. 
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3.3.4  Sample  Collection 


The  procedures  describing  how  the  sampling  operations  are  actually 
performed  in  the  field  should  be  specified.  A  simple  reference  to  standard 
methods  is  not  sufficient,  unless  a  procedure  is  performed  exact! v  as  described 
in  the  published  method.  Methods  from  source  documents  published  by  the  EPA, 
American  Society  for  Testing  and  Materials,  U.S.  Department  of  the  Interior, 
National  Water  Well  Association,  American  Petroleum  Institute,  or  other 
recognized  organizations  with  appropriate  expertise  should  be  used,  if  possible. 
The  procedures  for  sample  collection  should  include  at  least  the  following: 

•  Applicability  of  the  procedure, 

•  Equipment  required, 

’  •  Detailed  description  of  procedures  to  be  followed  in  collecting  the 

samples, 

•  Common  problems  encountered  and  corrective  actions  to  be  followed,  and 

•  Precautions  to  be  taken. 

3.3.5  Field  Measurements 

The  procedures  describing  all  methods  used  in  the  field  to  determine  a 
chemical  or  physical  parameter  should  be  described  in  detail.  The  procedures 
should  address  criteria  from  Section  4,  as  appropriate. 

3.3.6  Eouioment  Calibration  And  Maintenance 

The  procedures  describing  how  to  ensure  that  field  equipment  and 
instrumentation  are  in  working  order  should  be  specified.  These  describe 
calibration  procedures  and  schedules,  maintenance  procedures  and  schedules, 
maintenance  logs,  and  service  arrangements  for  equipment.  Calibration  and 
maintenance  of  field  equipment  and  instrumentation  should  be  in  accordance  with 
manufacturers'  specifications  or  applicable  test  specifications  and  should  be 
documented. 


3.3.7  Corrective  Action 

The  procedures  describing  how  to  identify  and  correct  deficiencies  in  the 
sample  collection  process  should  be  specified.  These  should  include  specific 
steps  to  take  in  correcting  deficiencies  such  as  performing  additional 
decontamination  of  equipment,  resampling,  or  additional  training  of  field 
personnel.  The  procedures  should  specify  that  each  corrective  action  should  be 
documented  with  a  description  of  the  deficiency  and  the  corrective  action  taken, 
and  should  include  the  person(s)  responsible  for  implementing  the  corrective 
action. 
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3.3.8  Data  Reduction  and  Validation 


The  procedures  describing  how  to  compute  results  from  field  measurements 
and  to  review  and  validate  these  data  should  be  specified.  They  should  include 
all  formulas  used  to  calculate  results  and  procedures  used  to  independently 
verify  that  field  measurement  results  are  correct. 

3.3.9  Reporting 

The  procedures  describing  the  process  for  reporting  the  results  of  field 
activities  should  be  specified. 

3.3.10  Records  Management 

The  procedures  describing  the  means  for  generating,  controlling,  and 
archiving  project-specific  records  and  field  operations  records  should  be 
specified.  These  procedures  should  detail  record  generation  and  control  and  the 
requirements  for  record  retention,  including  type,  time,  security,  and  retrieval 
and  disposal  authorities. 

Pro.iect-specific  records  relate  to  field  work  performed  for  a  project. 

These  records  may  include  correspondence,  chain-of-custody  records,  field 

notes,  all  reports  issued  as  a  result  of  the  work,  and  procedures  used. 

Field  operations  records  document  overall  field  operations  and  may  include 

equipment  performance  and  maintenance  logs,  personnel  files,  general  field 

procedures,  and  corrective  action  reports. 

3.3.11  Waste  Disposal 

The  procedures  describing  the  methods  for  disposal  of  waste  materials 
resulting  from  field  operations  should  be  specified. 


3.4  FIELD  QA  AND  QC  REQUIREMENTS 

The  QAPjP  should  describe  how  the  following  elements  of  the  field  QC 
program  will  be  implemented. 

3.4.1  Control  Samples 

Control  samples  are  QC  samples  that  are  introduced  into  a  process  to 
monitor  the  performance  of  the  system.  Control  samples,  which  may  include  blanks 
(e.g.,  trip,  equipment,  and  laboratory),  duplicates,  spikes,  analytical 
standards,  and  reference  materials,  can  be  used  in  different  phases  of  the  data 
collection  process  beginning  with  sampling  and  continuing  through  transportation, 
storage,  and  analysis. 

Each  day  of  sampling,  at  least  one  field  duplicate  and  one  equipment 
rinsate  should  be  collected  for  each  matrix  sampled.  If  this  frequency  is  not 
appropriate  for  the  sampling  equipment  and  method,  then  the  appropriate  changes 
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should  be  clearly  identified  in  the  QAPjP.  When  samples  are  collected  for 
volatile  organic  analysis,  a  trip  blank  is  also  recommended  for  each  day  that 
samples  are  collected.  In  addition,  for  each  sampling  batch  (20  samples  of  one 
matrix  type),  enough  volume  should  be  collected  for  at  least  one  sample  so  as  to 
allow  the  laboratory  to  prepare  one  matrix  spike  and  either  one  matrix  duplicate 
or  one  matrix  spike  duplicate  for  each  analytical  method  employed.  This  means 
that  the  following  control  samples  are  recommended: 

•Field  duplicate  (one  per  day  per  matrix  type) 

•Equipment  rinsate  (one  per  day  per  matrix  type) 

•Trip  blank  (one  per  day,  volatile  organics  only) 

•Matrix  spike  (one  per  batch  [20  samples  of  each  matrix  type]) 

•Matrix  duplicate  or  matrix  spike  duplicate  (one  per  batch) 

Additional  control  samples  may  be  necessary  in  order  to  assure  data  quality  to 
meet  the  project-specific  OQOs. 

3.4.2  Acceptance  Criteria 

Procedures  should  be  in  place  for  establishing  acceptance  criteria  for 
field  activities  described  in  the  QAPjP.  Acceptance  criteria  may  be  qualitative 
or  quantitative.  Field  events  or  data  that  fall  outside  of  established 
acceptance  criteria  may  indicate  a  problem  with  the  sampling  process  that  should 
be  investigated. 

3.4.3  Deviations 

All  deviations  from  plan  should  be  documented  as  to  the  extent  of,  and 
reason  for,  the  deviation.  Any  activity  not  performed  in  accordance  with 
procedures  or  QAPjPs  is  considered  a  deviation  from  plan.  Deviations  from  plan 
may  or  may  not  affect  data  quality. 

3.4.4  Corrective  Action 

Errors,  deficiencies,  deviations,  certain  field  events,  or  data  that  fall 
outside  established  acceptance  criteria  should  be  investigated.  In  some  in¬ 
stances,  corrective  action  may  be  needed  to  resolve  the  problem  and  restore 
proper  functioning  to  the  system.  The  investigation  of  the  problem  and  any 
subsequent  corrective  action  taken  should  be  documented. 

3.4.5  Data  Handling 

All  field  measurement  data  should  be  reduced  according  to  protocols 
described  or  referenced  in  the  QAPjP.  Computer  programs  used  for  data  reduction 
should  be  validated  before  use  and  verified  on  a  regular  basis.  All  information 
used  in  the  calculations  should  be  recorded  to  enable  reconstruction  of  the  final 
result  at  a  later  date. 

Data  should  be  reported  in  accordance  with  the  requirements  of  the  end-user 
as  described  in  the  QAPjP. 
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3.5  QUALITY  ASSURANCE  REVIEW 


The  QA  Review  consists  of  internal  and  external  assessments  to  ensure  that 
QA/QC  procedures  are  in  use  and  to  ensure  that  field  staff  conform  to  these 
procedures.  QA  review  should  be  conducted  as  deemed  appropriate  and  necessary. 


3.6  FIELD  RECORDS 

Records  provide  the  direct  evidence  and  support  for  the  necessary  technical 
interpretations,  judgments,  and  discussions  concerning  project  activities.  These 
records,  particularly  those  that  are  anticipated  to  be  used  as  evidentiary  data, 
should  directly  support  current  or  ongoing  technical  studies  and  activities  and 
should  provide  the  historical  evidence  needed  for  later  reviews  and  analyses. 
Records  should  be  legible,  identifiable,  and  retrievable  and  protected  against 
damage,  deterioration,  or  loss.  The  discussion  in  this  section  (3.6)  outlines 
recommended  procedures  for  record  keeping.  Organizations  which  conduct  field 
sampling  should  develop  appropriate  record  keeping  procedures  which  satisfy 
relevant  technical  and  legal  requirements. 

Field  records  generally  consist  of  bound  field  notebooks  with  prenumbered 
pages,  sample  collection  forms,  personnel  qualification  and  training  forms, 
sample  location  maps,  equipment  maintenance  and  calibration  forms,  chain-of- 
custody  forms,  sample  analysis  request  forms,  and  field  change  request  forms. 
All  records  should  be  written  in  indelible  ink. 

Procedures  for  reviewing,  approving,  and  revising  field  records  should  be 
clearly  defined,  with  the  lines  of  authority  included.  It  is  recommended  that 
all  documentation  errors  should  be  corrected  by  drawing  a  single  line  through  the 
error  so  it  remains  legible  and  should  be  initialed  by  the  responsible 
individual,  along  with  the  date  of  change.  The  correction  should  be  written 
adjacent  to  the  error. 

Records  should  include  (but  are  not  limited  to)  the  following: 

Calibration  Records  &  Traceability  of  Standards/Reaoents  --  Calibration  is 
a  reproducible  reference  point  to  which  all  sample  measurements  can  be 
correlated.  A  sound  calibration  program  should  include  provisions  for 
documentation  of  frequency,  conditions,  standards,  and  records  reflecting 
the  calibration  history  of  a  measurement  system.  The  accuracy  of  the 
calibration  standards  is  important  because  all  data  will  be  in  reference 
to  the  standards  used.  A  program  for  verifying  and  documenting  the 
accuracy  of  all  working  standards  against  primary  grade  standards  should 
be  routinely  followed. 

Sample  Collection  --  To  ensure  maximum  utility  of  the  sampling  effort  and 
resulting  data,  documentation  of  the  sampling  protocol,  as  performed  in 
the  field,  is  essential.  It  is  recommended  that  sample  collection  records 
contain,  at  a  minimum,  the  names  of  persons  conducting  the  activity, 
sample  number,  sample  location,  equipment  used,  climatic  conditions, 
documentation  of  adherence  to  protocol,  and  unusual  observations.  The 
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actual  sample  collection  record  is  usually  one  of  the  following:  a  bound 
field  notebook  with  prenumbered  pages,  a  pre-printed  form,  or  digitized 
information  on  a  computer  tape  or  disc. 

Chain-of-Custodv  Records  --  The  chain-of-custody  involving  the  possession 
of  samples  from  the  time  they  are  obtained  until  they  are  disposed  or 
shipped  off-site  should  be  documented  as  specified  in  the  QAPjP  and  should 
include  the  following  information:  (1)  the  project  name;  (2)  signatures 
of  samplers;  (3)  the  sample  number,  date  and  time  of  collection,  and  grab 
or  composite  sample  designation;  (4)  signatures  of  individuals  involved  in 
sample  transfer;  and  (5)  if  applicable,  the  air  bill  or  other  shipping 
number. 

Mans  and  Drawings  --  Project  planning  documents  and  reports  often  contain 
maps.  The  maps  are  used  to  document  the  location  of  sample  collection 
points  and  monitoring  wells  and  as  a  means  of  presenting  environmental 
data.  Information  used  to  prepare  maps  and  drawings  is  normally  obtained 
through  field  surveys,  property  surveys,  surveys  of  monitoring  wells, 
aerial  photography  or  photogrammetric  mapping.  The  final,  approved  maps 
and/or  drawings  should  have  a  revision  number  and  date  and  should  be  sub¬ 
ject  to  the  same  controls  as  other  project  records. 

QC  Samples  --  Documentation  for  generation  of  QC  samples,  such  as  trip  and 
equipment  rinsate  blanks,  duplicate  samples,  and  any  field  spikes  should 
be  maintained. 

Deviations  --  All  deviations  from  procedural  documents  and  the  QAPjP 
should  be  recorded  in  the  site  logbook. 

Reports  --  A  copy  of  any  report  issued  and  any  supporting  documentation 
should  be  retained. 


4.0  LABORATORY  OPERATIONS 

The  laboratory  should  conduct  its  operations  in  such  a  way  as  to  provide 
reliable  information.  To  achieve  this,  certain  minimal  policies  and  procedures 
should  be  implemented. 


4.1  FACILITIES 

The  QAPjP  should  address  all  facility- related  issues  that  may  impact 
project  data  quality.  Each  laboratory  should  be  of  suitable  size  and 
construction  to  facilitate  the  proper  conduct  of  the  analyses.  Adequate  bench 
space  or  working  area  per  analyst  should  be  provided.  The  space  requirement  per 
analyst  depends  on  the  equipment  or  apparatus  that  is  being  utilized,  the  number 
of  samples  that  the  analyst  is  expected  to  handle  at  any  one  time,  and  the  number 
of  operations  that  are  to  be  performed  concurrently  by  a  single  analyst.  Other 
issues  to  be  considered  include,  but  are  not  limited  to,  ventilation,  lighting. 
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control  of  dust  and  drafts,  protection  from  extreme  temperatures,  and  access  to 
a  source  of  stable  power. 

Laboratories  should  be  designed  so  that  there  is  adequate  separation  of 
functions  to  ensure  that  no  laboratory  activity  has  an  adverse  effect  on  the 
analyses.  The  laboratory  may  require  specialized  facilities  such  as  a  perchloric 
acid  hood  or  glovebox. 

Separate  space  for  laboratory  operations  and  appropriate  ancillary  support 
should  be  provided,  as  needed,  for  the  performance  of  routine  and  specialized 
procedures. 

As  necessary  to  ensure  secure  storage  and  prevent  contamination  or 
misidentification,  there  should  be  adequate  facilities  for  receipt  and  storage 
of  samples.  The  level  of  custody  required  and  any  special  requirements  for 
storage  such  as  refrigeration  should  be  described  in  planning  documents. 

Storage  areas  for  reagents,  solvents,  standards,  and  reference  materials 
should  be  adequate  to  preserve  their  identity,  concentration,  purity,  and 
stability. 

Adequate  facilities  should  be  provided  for  the  collection  and  storage  of 
all  wastes,  and  these  facilities  should  be  operated  so  as  to  minimize  environ¬ 
mental  contamination.  Waste  storage  and  disposal  facilities  should  comply  with 
applicable  federal,  state,  and  local  regulations. 

The  location  of  long-term  and  short-term  storage  of  laboratory  records  and 
the  measures  to  ensure  the  integrity  of  the  data  should  be  specified. 


4.2  EQUIPMENT/INSTRUMENTATION 

Equipment  and  instrumentation  should  meet  the  requirements  and  specifica¬ 
tions  of  the  specific  test  methods  and  other  procedures  as  specified  in  the 
QAPjP.  The  laboratory  should  maintain  an  equipment/instrument  description  list 
that  includes  the  manufacturer,  model  number,  year  of  purchase,  accessories,  and 
any  modifications,  updates,  or  upgrades  that  have  been  made. 


4.3  OPERATING  PROCEDURES 

The  QAPjP  should  describe  or  make  reference  to  all  laboratory  activities 
that  may  affect  data  quality.  For  routinely  performed  activities,  SOPs  are  often 
prepared  to  ensure  consistency  and  to  save  time  and  effort  in  preparing  QAPjPs. 
Any  deviation  from  an  established  procedure  during  a  data  collection  activity 
should  be  documented.  It  is  recommended  that  procedures  be  available  for  the 
indicated  activities,  and  include,  at  a  minimum,  the  information  described 
below. 
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4.3.1  Sample  Management 

The  procedures  describing  the  receipt,  handling,  scheduling,  and  storage 
of  samples  should  be  specified. 

Sample  Receipt  and  Handling  --  These  procedures  describe  the  precautions 
to  be  used  in  opening  sample  shipment  containers  and  how  to  verify  that 
chain-of-custody  has  been  maintained,  examine  samples  for  damage,  check 
for  proper  preservatives  and  temperature,  and  log  samples  into  the 
laboratory  sample  streams. 

Sample  Scheduling  --  These  procedures  describe  the  sample  scheduling  in 
the  laboratory  and  includes  procedures  used  to  ensure  that  holding  time 
requirements  are  met. 

Sample  Storage  --  These  procedures  describe  the  storage  conditions  for  all 
samples,  verification  and  documentation  of  daily  storage  temperature,  and 
how  to  ensure  that  custody  of  the  samples  is  maintained  while  in  the 
1 aboratory . 

4.3.2  Reaoent/Standard  Preparation 

The  procedures  describing  how  to  prepare  standards  and  reagents  should  be 
specified.  Information  concerning  specific  grades  of  materials  used  in  reagent 
and  standard  preparation,  appropriate  glassware  and  containers  for  preparation 
and  storage,  and  labeling  and  recordkeeping  for  stocks  and  dilutions  should  be 
included. 


4.3.3  General  Laboratory  Techniques 

The  procedures  describing  all  essentials  of  laboratory  operations  that  are 
not  addressed  elsewhere  should  be  specified.  These  techniques  should  include, 
but  are  not  limited  to,  glassware  cleaning  procedures,  operation  of  analytical 
balances,  pipetting  techniques,  and  use  of  volumetric  glassware. 

4.3.4  Test  Methods 

Procedures  for  test  methods  describing  how  the  analyses  are  actually 
performed  in  the  laboratory  should  be  specified.  A  simple  reference  to  standard 
methods  is  not  sufficient,  unless  the  analysis  is  performed  exactly  as  described 
in  the  published  method.  Whenever  methods  from  SW-846  are  not  appropriate, 
recognized  methods  from  source  documents  published  by  the  EPA,  American  Public 
Health  Association  (APHA),  American  Society  for  Testing  and  Materials  (ASTM),  the 
National  Institute  for  Occupational  Safety  and  Health  (NIOSH),  or  other 
recognized  organizations  with  appropriate  expertise  should  be  used,  if  possible. 
The  documentation  of  the  actual  laboratory  procedures  for  analytical  methods 
should  include  the  following: 

Sample  Preparation  and  Analysis  Procedures  --  These  include  applicable 
holding  time,  extraction,  digestion,  or  preparation  steps  as  appropriate 
to  the  method;  procedures  for  determining  the  appropriate  dilution  to 


ONE  -  16 


Revision  1 
July  1992 


analyze;  and  any  other  information  required  to  perform  the  analysis 
accurately  and  consistently. 

Instrument  Standardization  --  This  includes  concentration(s)  and  frequency 
of  analysis  of  calibration  standards,  linear  range  of  the  method,  and 
calibration  acceptance  criteria. 

Sample  Data  --  This  includes  recording  requirements  and  documentation  in¬ 
cluding  sample  identification  number,  analyst,  data  verification,  date  of 
analysis  and  verification,  and  computational  method(s). 

Precision  and  Bias  --  This  includes  all  analytes  for  which  the  method  is 
applicable -and  the  conditions  for  use  of  this  information. 

Detection  and  Reporting  Limits  --  This  includes  all  analytes  in  the 
method. 

Test-Specific  QC  --  This  describes  QC  activities  applicable  to  the 
specific  test  and  references  any  applicable  QC  procedures. 

4.3.5  Equipment  Calibration  and  Maintenance 

The  procedures  describing  how  to  ensure  that  laboratory  equipment  and 
instrumentation  are  in  working  order  should  be  specified.  These  procedures 
include  calibration  procedures  and  schedules,  maintenance  procedures  and 
schedules,  maintenance  logs,  service  arrangements  for  all  equipment,  and  spare 
parts  available  in-house.  Calibration  and  maintenance  of  laboratory  equipment 
and  instrumentation  should  be  in  accordance  with  manufacturers'  specifications 
or  applicable  test  specifications  and  should  be  documented. 

4.3.6  flC 

The  type,  purpose,  and  frequency  of  QC  samples  to  be  analyzed  in  the 
laboratory  and  the  acceptance  criteria  should  be  specified.  Information  should 
include  the  applicability  of  the  QC  sample  to  the  analytical  process,  the 
statistical  treatment  of  the  data,  and  the  responsibility  of  laboratory  staff  and 
management  in  generating  and  using  the  data.  Further  details  on  development  of 
project-specific  QC  protocols  are  described  in  Section  4.4. 

4.3.7  Corrective  Action 

The  procedures  describing  how  to  identify  and  correct  deficiencies  in  the 
analytical  process  should  be  specified.  These  should  include  specific  steps  to 
take  in  correcting  the  deficiencies  such  as  preparation  of  new  standards  and 
reagents,  recalibration  and  restandardization  of  equipment,  reanalysis  of 
samples,  or  additional  training  of  laboratory  personnel  in  methods  and 
procedures.  The  procedures  should  specify  that  each  corrective  action  should  be 
documented  with  a  description  of  the  deficiency  and  the  corrective  action  taken, 
and  should  include  the  person(s)  responsible  for  implementing  the  corrective 
action. 
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4.3.8  Data  Reduction  and  Validation 


The  procedures  describing  how  to  review  and  validate  the  data  should  be 
specified.  They  should  include  procedures  for  computing  and  interpreting  the 
results  from  QC  samples,  and  independent  procedures  to  verify  that  the  analytical 
results  are  reported  correctly.  In  addition,  routine  procedures  used  to  monitor 
precision  and  bias,  including  evaluations  of  reagent,  equipment  rinsate,  and  trip 
blanks,  calibration  standards,  control  samples,  duplicate  and  matrix  spike 
samples,  and  surrogate  recovery,  should  be  detailed  in  the  procedures.  More 
detailed  validation  procedures  should  be  performed  when  required  in  the  contract 
or  QAPjP. 

4.3.9  Reporting 

The  procedures  describing  the  process  for  reporting  the  analytical  results 
should  be  specified. 

4.3.10  Records  Management 

The  procedures  describing  the  means  for  generating,  controlling,  and 
archiving  laboratory  records  should  be  specified.  The  procedures  should  detail 
record  generation  and  control,  and  the  requirements  for  record  retention,  includ¬ 
ing  type,  time,  security,  and  retrieval  and  disposal  authorities. 

Pro.iect-specific  records  may  include  correspondence,  chain-of-custody 
records,  request  for  analysis,  calibration  data  records,  raw  and  finished 
analytical  and  QC  data,  data  reports,  and  procedures  used. 

Laboratory  operations  records  mav  include  laboratory  notebooks,  instrument 
performance  logs  and  maintenance  logs  in  bound  notebooks  with  prenumbered 
pages;  laboratory  benchsheets;  software  documentation;  control  charts; 
reference  material  certification;  personnel  files;  laboratory  procedures; 
and  corrective  action  reports. 

4.3.11  Waste  Disposal 

The  procedures  describing  the  methods  for  disposal  of  chemicals  including 
standard  and  reagent  solutions,  process  waste,  and  samples  should  be  specified. 


4.4  LABORATORY  QA  AND  QC  PROCEDURES 

The  QAPjP  should  describe  how  the  following  required  elements  of  the 
laboratory  QC  program  are  to  be  implemented. 

4.4.1  Method  Proficiency 

Procedures  should  be  in  place  for  demonstrating  proficiency  with  each 
analytical  method  routinely  used  in  the  laboratory.  These  should  include 
procedures  for  demonstrating  the  precision  and  bias  of  the  method  as  performed 
by  the  laboratory  and  procedures  for  determining  the  method  detection  limit 
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(HDD.  All  terminology,  procedures  and  frequency  of  determinations  associated 
with  the  laboratory's  establishment  of  the  MDL  and  the  reporting  limit  should  be 
well-defined  and  well -documented.  Documented  precision,  bias,  and  MDL 
information  should  be  maintained  for  all  methods  performed  in  the  laboratory. 

4.4.2  Control  Limits 

Procedures  should  be  in  place  for  establishing  and  updating  control  limits 
for  analysis.  Control  limits  should  be  established  to  evaluate  laboratory 
precision  and  bias  based  on  the  analysis  of  control  samples.  Typically,  control 
limits  for  bias  are  based  on  the  historical  mean  recovery  plus  or  minus  three 
standard  deviation  units,  and  control  limits  for  precision  range  from  zero  (no 
difference  between  duplicate  control  samples)  to  the  historical  mean  relative 
percent  difference  plus  three  standard  deviation  units.  Procedures  should  be  in 
pi ace  for  monitoring  historical  performance  and  should  include  graphical  (control 
charts)  and/or  tabular  presentations  of  the  data. 

4.4.3  Laboratory  Control  Procedures 

Procedures  should  be  in  place  for  demonstrating  that  the  laboratory  is^in 
control  during  each  data  collection  activity.  Analytical  data  generated  with 
laboratory  control  samples  that  fall  within  prescribed  limits  are  judged  to  be 
generated  while  the  laboratory  was  in  control.  Data  generated  with  laboratory 
control  samples  that  fall  outside  the  established  control  limits  are  judged  to 
be  generated  during  an  "out-of-control"  situation.  These  data  are  considered 
suspect  and  should  be  repeated  or  reported  with  qualifiers. 

Laboratory  Control  Samples  --  Laboratory  control  samples  should  be 
analyzed  for  each  analytical  method  when  appropriate  for  the  method.  A 
laboratory  control  sample  consists  of  either  a  control  matrix  spiked  with 
analytes  representatiye  of  the  target  analytes  or  a  certified  reference 
material . 

Laboratory  control  sample(s)  should  be  analyzed  with  each  batch  of  samples 
processed  to  verify  that  the  precision  and  bias  of  the  analytical  process 
are  within  control  limits.  The  results  of  the  laboratory  control 
sample(s)  are  compared  to  control  limits  established  for  both  precision 
and  bias  to  determine  usability  of  the  data. 

Method  Blank  --  When  appropriate  for  the  method,  a  method  blank  should  be 
analyzed  with  each  batch  of  samples  processed  to  assess  contamination 
levels  in  the  laboratory.  Guidelines  should  be  in  place  for  accepting  or 
rejecting  data  based  on  the  level  of  contamination  in  the  blank. 

Procedures  should  be  in  place  for  documenting  the  effect  of  the  matrix  on 
method  performance.  When  appropriate  for  the  method,  there  should  be  at  least 
one  matrix  spike  and  either  one  matrix  duplicate  or  one  matrix  spike  duplicate 
per  analytical  batch.  Additional  control  samples  may  be  necessary  to  assure  data 
quality  to  meet  the  project-specific  DQOs. 
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Matrix-Specific  Bias  --  Procedures  should  be  in  place  for  determining  the 
bias  of  the  method  due  to  the  matrix.  These  procedures  should  include 
preparation  and  analysis  of  matrix  spikes,  selection  and  use  of  surrogates 
for  organic  methods,  and  the  method  of  standard  additions  for  metal  and 
inorganic  methods.  When  the  concentration  of  the  analyte  in  the  sample  is 
greater  than  0.1%,  no  spike  is  necessary. 

Matrix -Specific  Precision  --  Procedures  should  be  in  place  for  determining 
the  precision  of  the  method  for  a  specific  matrix.  These  procedures 
should  include  analysis  of  matrix  duplicates  and/or  matrix  spike 
duplicates.  The  frequency  of  use  of  these  techniques  should  be  based  on 
the  OQO  for  the  data  collection  activity. 

Matrix-Specific  Detection  Limit  --  Procedures  should  be  in  place  for 
determining  the  MDL  for  a  specific  matrix  type  (e.g.,  wastewater  treatment 
sludge,  contaminated  soil,  etc). 

4.4.4  Deviations 

Any  activity  not  performed  in  accordance  with  laboratory  procedures  or 
QAPjPs  is  considered  a  deviation  from  plan.  All  deviations  from  plan  should  be 
documented  as  to  the  extent  of,  and  reason  for,  the  deviation. 

4.4.5  Corrective  Action 

Errors,  deficiencies,  deviations,  or  laboratory  events  or  data  that  fall 
outside  of  established  acceptance  criteria  should  be  investigated.  In  some 
instances,  corrective  action  may  be  needed  to  resolve  the  problem  and  restore 
proper  functioning  to  the  analytical  system.  The  investigation  of  the  problem 
and  any  subsequent  corrective  action  taken  should  be  documented. 

4.4.6  Data  Handling 

Data  resulting  from  the  analyses  of  samples  should  be  reduced  according  to 
protocols  described  in  the  laboratory  procedures.  Computer  programs  used  for 
data  reduction  should  be  validated  before  use  and  verified  on  a  regular  basis. 
All  information  used  in  the  calculations  (e.g.,  raw  data,  calibration  files, 
tuning  records,  results  of  standard  additions,  interference  check  results,  and 
blank-  or  background-correction  protocols)  should  be  recorded  in  order  to  enable 
reconstruction  of  the  final  result  at  a  later  date.  Information  on  the 
preparation  of  the  sample  (e.g.,  weight  or  volume  of  sample  used,  percent  dry 
weight  for  solids,  extract  volume,  dilution  factor  used)  should  also  be 
maintained  in  order  to  enable  reconstruction  of  the  final  result  at  a  later  date. 

All  data  should  be  reviewed  by  a  second  analyst  or  supervisor  according  to 
1 aboratory  procedures  to  ensure  that  calculations  are  correct  and  to  detect 
transcription  errors.  Spot  checks  should  be  performed  on  computer  calculations 
to  verify  program  validity.  Errors  detected  in  the  review  process  should  be 
referred  to  the  analyst(s)  for  corrective  action.  Data  should  be  reported  in 
accordance  with  the  requirements  of  the  end-user.  It  is  recommended  that  the 
supporting  documentation  Include  at  a  minimum: 
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•  Laboratory  name  and  address. 

•  Sample  information  (including  unique  sample  identification,  sample 
collection  date  and  time,  date  of  sample  receipt,  and  date(s)  of  sample 
preparation  and  analysis). 

•  Analytical  results  reported  with  an  appropriate  number  of  significant 
figures. 

•  Detection  limits  that  reflect  dilutions,  interferences,  or  correction  for 
equivalent  dry  weight. 

•  Method  reference. 

•  Appropriate  QC  results  (correlation  with  sample  batch  should  be  traceable 
and  documented). 

•  Data  qualifiers  with  appropriate  references  and  narrative  on  the  quality 
of  the  results. 


4.5  QUALITY  ASSURANCE  REVIEW 

The  QA  review  consists  of  internal  and  external  assessments  to  ensure  that 
QA/QC  procedures  are  in  use  and  to  ensure  that  laboratory  staff  conform  to  these 
procedures.  QA  review  should  be  conducted  as  deemed  appropriate  and  necessary. 


4.6  LABORATORY  RECORDS 

Records  provide  the  direct  evidence  and  support  for  the  necessary  technical 
interpretations,  judgements,  and  discussions  concerning  project  activities. 
These  records,  particularly  those  that  are  anticipated  to  be  used  as  evidentiary 
data,  should  directly  support  technical  studies  and  activities,  and  provide  the 
historical  evidence  needed  for  later  reviews  and  analyses.  Records  should  be 
legible,  identifiable,  and  retrievable,  and  protected  against  damage, 
deterioration,  or  loss.  The  discussion  in  this  section  (4.6)  outlines 
recommended  procedures  for  record  keeping.  Organizations  which  conduct  field 
sampling  should  develop  appropriate  record  keeping  procedures  which  satisfy 
relevant  technical  and  legal  requirements. 

Laboratory  records  generally  consist  of  bound  notebooks  with  prenumbered 
pages,  personnel  qualification  and  training  forms,  equipment  maintenance  and 
calibration  forms,  chain-of-custody  forms,  sample  analysis  request  forms,  and 
analytical  change  request  forms.  All  records  should  be  written  in  indelible  ink. 

Procedures  for  reviewing,  approving,  and  revising  laboratory  records  should 
be  clearly  defined,  with  the  lines  of  authority  included.  Any  documentation 
errors  should  be  corrected  by  drawing  a  single  line  through  the  error  so  that  it 
remains  legible  and  should  be  initialed  by  the  responsible  individual,  along  with 
the  date  of  change.  The  correction  is  written  adjacent  to  the  error. 
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strip-chart  recorder  printouts  should  be  signed  by  the  person  who  performed 
the  instrumental  analysis.  If  corrections  need  to  be  made  in  computerized  data, 
a  system  parallel  to  the  corrections  for  handwritten  data  should  be  in  place. 

Records  of  sample  management  should  be  available  to  permit  the  re-creation 
of  an  analytical  event  for  review  in  the  case  of  an  audit  or  investigation  of  a 
dubious  result. 

Laboratory  records  should  include,  at  least,  the  following: 

Operating  Procedures  --  Procedures  should  be  available  to  those  performing 
the  task  outlined.  Any  revisions  to  laboratory  procedures  should  be 
written;  dated,  and  distributed  to  all  affected  individuals  to  ensure 
implementation  of  changes.  Areas  covered  by  operating  procedures  are 
given  in  Sections  3.3  and  4.3. 

Quality  Assurance  Plans  --  The  QAPjP  should  be  on  file. 

Equipment  Maintenance  Documentation  --  A  history  of  the  maintenance  record 
of  each  system  serves  as  an  indication  of  the  adeguacy  of  maintenance 
schedules  and  parts  inventory.  As  appropriate,  the  maintenance  guidelines 
of  the  equipment  manufacturer  should  be  followed.  When  maintenance  is 
necessary,  it  should  be  documented  in  either  standard  forms  or  in 
logbooks.  Maintenance  procedures  should  be  clearly  defined  and  written 
for  each  measurement  system  and  required  support  equipment. 

PrpficiencY  --  Proficiency  information  on  all  compounds  reported  should  be 
maintained  and  should  include  (1)  precision;  (2)  bias;  (3)  method  detec- 
tion  limits;  (4)  spike  recovery,  where  applicable;  (5)  surrogate  recovery, 
where  applicable;  (6)  checks  on  reagent  purity,  where  applicable;  and 
(7)  checks  on  glassware  cleanliness,  where  applicable. 

Calibration  Records  &  Traceability  of  Standards/Reaoents  --  Calibration  is 
a  reproducible  reference  point  to  which  all  sample  measurements  can  be 
correlated.  A  sound  calibration  program  should  include  provisions  for 
documenting  frequency,  conditions,  standards,  and  records  reflecting  the 
calibration  history  of  a  measurement  system.  The  accuracy  of  the 
calibration  standards  is  important  because  all  data  will  be  in  reference 
to  the  standards  used.  A  program  for  verifying  and  documenting  the 
accuracy  and  traceability  of  all  working  standards  against  appropriate 
primary  grade  standards  or  the  highest  quality  standards  available  should 
be  routinely  followed. 

Sample  Management  -  All  required  records  pertaining  to  sample  management 
should  be  maintained  and  updated  regularly.  These  include  chain-of- 
custody  forms,  sample  receipt  forms,  and  sample  disposition  records. 

The  raw  data  and  calculated  results  for  all  samples 
should  be  maintained  in  laboratory  notebooks,  logs,  benchsheets,  files  or 
other  sample  tracking  or  data  entry  forms.  Instrumental  output  should  be 
stored  in  a  computer  file  or  a  hardcopy  report. 
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QC  Data  --  The  raw  data  and  calculated  results  for  all  QC  and  field 
samples  and  standards  should  be  maintained  in  the  manner  described  in  the 
preceding  paragraph.  Documentation  should  allow  correlation  of  sample 
results  with  associated  QC  data.  Documentation  should  also  include  the 
source  and  lot  numbers  of  standards  for  traceability.  QC  samples  include, 
but  are  not  limited  to,  control  samples,  method  blanks,  matrix  spikes,  and 
matrix  spike  duplicates. 

Correspondence  -•  Project  correspondence  can  provide  evidence  supporting 
technical  interpretations.  Correspondence  pertinent  to  the  project  should 
be  kept  and  placed  in  the  project  files. 

Deviations  --  All  deviations  from  procedural  and  planning  documents  should 
be  recorded  in  laboratory  notebooks.  Deviations  from  QAPjPs  should  be 
reviewed  and  approved  by  the  authorized  personnel  who  performed  the 
original  technical  review  or  by  their  designees. 

Final  Report  --  A  copy  of  any  report  issued  and  any  supporting  documenta¬ 
tion  should  be  retained. 


5.0  DEFINITIONS 

The  following  terms  are  defined  for  use  in  this  document: 

ACCURACY  The  closeness  of  agreement  between  an  observed  value  and 

an  accepted  reference  value.  When  applied  to  a  set  of 
observed  values,  accuracy  will  be  a  combination  of  a 
random  component  and  of  a  common  systematic  error  (or 
bias)  component. 

BATCH:  A  group  of  samples  which  behave  similarly  with  respect  to 

the  sampling  or  the  testing  procedures  being  employed  and 
which  are  processed  as  a  unit  (see  Section  3.4.1  for  field 
samples  and  Section  4.4.3  for  laboratory  samples).  For  QC 
purposes,  if  the  number  of  samples  in  a  group  is  greater 
than  20,  then  each  group  of  20  samples  or  less  will  all  be 
handled  as  a  separate  batch. 

BIAS:  The  deviation  due  to  matrix  effects  of  the  measured  value 

(x,  -  x„)  from  a  known  spiked  amount.  Bias  can  be  assessed 
by  comparing  a  measured  value  to  an  accepted  reference 
value  in  a  sample  of  known  concentration  or  by  determining 
the  recovery  of  a  known  amount  of  contaminant  spiked  into 
a  sample  (matrix  spike).  Thus,  the  bias  (B)  due  to  matrix 
effects  based  on  a  matrix  spike  is  calculated  as: 

B  -  (X,  -  x„  )  -  K 

where: 
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BLANK: 

CONTROL  SAMPLE: 

DATA  QUALITY 
OBJECTIVES  (DQOs): 

DATA  VALIDATION: 


DUPLICATE: 

EQUIPMENT  BLANK: 
EQUIPMENT  RINSATE: 


ESTIMATED 
QUANTITATION 
LIMIT  (EQL): 


X,  »  measured  value  for  spiked  sample, 
x„  =  measured  value  for  unspiked  sample,  and 
K  -  known  value  of  the  spike  in  the  sample. 

Using  the  following  equation  yields  the  percent  recovery 
(XR). 


y.R  -  100  (X,  -  xj/  K 

see  Equipment  Rinsate,  Method  Blank,  Trip  Blank. 

A  QC  sample  introduced  into  a  process  to  monitor  the 
performance  of  the  system. 

A  statement  of  the  overall  level  of  uncertainty  that  a 
decision-maker  is  willing  to  accept  in  results  derived 
from  environmental  data  (see  reference  2,  EPA/QAMS,  July 
16,  1986).  This  is  qualitatively  distinct  from  quality 
measurements  such  as  precision,  bias,  and  detection  limit. 

The  process  of  evaluating  the  available  data  against  the 
project  DQOs  to  make  sure  that  the  objectives  are  met. 
Data  validation  may  be  very  rigorous,  or  cursory, 
depending  on  project  DQOs.  The  available  data  reviewed 
will  include  analytical  results,  field  QC  data  and  lab  QC 
data,  and  may  also  include  field  records. 

see  Matrix  Duplicate,  Field  Duplicate,  Matrix  Spike 
Duplicate. 

see  Equipment  Rinsate. 

A  sample  of  analyte-free  media  which  has  been  used  to 
rinse  the  sampling  equipment.  It  is  collected  after 
completion  of  decontamination  and  prior  to  sampling.  This 
blank  is  useful  in  documenting  adequate  decontamination  of 
sampling  equipment. 

The  lowest  concentration  that  can  be  reliably  achieved 
within  specified  limits  of  precision  and  accuracy  during 
routine  laboratory  operating  conditions.  The  EQL  is 
generally  5  to  10  times  the  MDL.  However,  it  may  be 
nominally  chosen  within  these  guidelines  to  simplify  data 
reporting.  For  many  analytes  the  EQL  analyte 
concentration  is  selected  as  the  lowest  non-zero  standard 
in  the  calibration  curve.  Sample  EQLs  are  highly  matrix- 
dependent.  The  EQLs  in  SW-846  are  provided  for  guidance 
and  may  not  always  be  achievable. 
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FIELD  DUPLICATES: 


LABORATORY  CONTROL 
SAMPLE: 

MATRIX: 

MATRIX  DUPLICATE: 
MATRIX  SPIKE: 

MATRIX  SPIKE 
DUPLICATES: 


METHOD  BLANK: 


METHOD  DETECTION 
LIMIT  (MDL): 


Independent  samples  which  are  collected  as  close  as 
possible  to  the  same  point  in  space  and  time.  They  are 
two  separate  samples  taken  from  the  same  source,  stored  in 
separate  containers,  and  analyzed  independently.  These 
duplicates  are  useful  in  documenting  the  precision  of  the^ 
sampling  process. 

A  known  matrix  spiked  with  compound (s)  representative  of 
the  target  analytes.  This  is  used  to  document  laboratory 
performance. 

The  component  or  substrate  (e.g.,  surface  water,  drinking 
water)  which  contains  the  analyte  of  interest. 

An  intralaboratory  split  sample  which  is  used  to  document 
the  precision  of  a  method  in  a  given  sample  matrix. 

An  aliquot  of  sample  spiked  with  a  known  concentration  of 
target  analyte(s).  The  spiking  occurs  prior  to  sample 
preparation  and  analysis.  A  matrix  spike  is  used  to 
document  the  bias  of  a  method  in  a  given  sample  matrix. 

Intralaboratory  split  samples  spiked  with  identical 
concentrations  of  target  analyte(s).  The  spiking  occurs 
prior  to  sample  preparation  and  analysis.  They  are  used 
to  document  the  precision  and  bias  of  a  method  in  a  given 
sample  matrix. 

An  analyte- free  matrix  to  which  all  reagents  are  added  in 
the  same  volumes  or  proportions  as  used  in  sample 
processing.  The  method  blank  should  be  carried  through 
the  complete  sample  preparation  and  analytical  procedure. 
The  method  blank  is  used  to  document  contamination 
resulting  from  the  analytical  process. 

For  a  method  blank  to  be  acceptable  for  use  with  the 
accompanying  samples,  the  concentration  in  the  blank  of 
any  analyte  of  concern  should  not  be  higher  than  the 
highest  of  either: 

(1) The  method  detection  limit,  or 

(2) Five  percent  of  the  regulatory  limit  for  that  analyte, 
or 

{3)Five  percent  of  the  measured  concentration  in  the 
sample. 

The  minimum  concentration  of  a  substance  that  can  be 
measured  and  reported  with  99%  confidence  that  the  analyte 
concentration  is  greater  than  zero  and  is  determined  from 
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analysis  of  a  sample  in  a  given  matrix  type  containing 
the  analyte. 

For  operational  purposes,  when  it  is  necessary  to 
determine  the  MDL  in  the  matrix,  the  MDL  should  be 
determined  by  multiplying  the  appropriate  one-sided  99%  t- 
statistic  by  the  standard  deviation  obtained  from  a 
minimum  of  three  analyses  of  a  matrix  spike  containing  the 
analyte  of  interest  at  a  concentration  three  to  five  times 
the  estimated  MDL,  where  the  t-statistic  is  obtained  from 
standard  references  or  the  table  below. 


No.  of  samples; 

3 

4 

5 

6 

7 

8 
9 

10 


t-statistic 

6.96 

4.54 

3.75 

3.36 

3.14 

3.00 

2.90 

2.82 


Estimate  the  MDL  as  follows: 

Obtain  the  concentration  value  that  corresponds  to: 

a)  an  instrument  signal/noise  ratio  within  the  range  of 
2.5  to  5.0,  or 

b)  the  region  of  the  standard  curve  where  there  is  a 
significant  change  in  sensitivity  (i.e.,  a  break  in  the 
slope  of  the  standard  curve). 

Determine  the  variance  (S*)  for  each  analyte  as  follows: 


where  Xj  »  the  ith  measurement  of  the  variable  x 
and  X  >  the  average  value  of  x; 
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ORGANIC- FREE 
REAGENT  WATER: 


PRECISION; 


i«l 


Determine  the  standard  deviation  (s)  for  each  analyte  as 
f ol 1 ows : 

s  - 

Determine  the  MDL  for  each  analyte  as  follows; 

MDL  -  .  .  .99)(S) 

where  t.  ,  ,  is  the  one-sided  t-statistic  appropriate 

for  the  nulhDer  Of  samples  used  to  determine  (s),  at  the  99 
percent  level. 

For  volatiles,  all  references  to  water  in  the  methods 
refer  to  water  in  which  an  interferant  is  not  observed  at 
the  method  detection  limit  of  the  compounds  of  interest. 
Organic-free  reagent  water  can  be  generated  by  passing  tap 
water  through  a  carbon  filter  bed  containing  about  1  pound 
of  activated  carbon.  A  water  purification  system  may  be 
used  to  generate  organic-free  deionized  water. 
Organic-free  reagent  water  may  also  be  prepared  by  boiling 
water  for  15  minutes  and,  subsequently,  while  maintaining 
the  temperature  at  90*C,  bubbling  a  contaminant -free  inert 
gas  through  the  water  for  1  hour. 

For  semi volatiles  and  nonvolatiles,  all  references  to 
water  in  the  methods  refer  to  water  in  which  an 
interferant  is  not  observed  at  the  method  detection  limit 
of  the  compounds  of  interest.  Organic-free  reagent  water 
can  be  generated  by  passing  tap  water  through  a  carbon 
filter  bed  containing  about  1  pound  of  activated  carbon. 
A  water  purification  system  may  be  used  to  generate 
organic-free  deionized  water. 

The  agreement  among  a  set  of  replicate  measurements 
without  assumption  of  knowledge  of  the  true  value. 
Precision  is  estimated  by  means  of  duplicate/ replicate 
analyses.  These  samples  should  contain  concentrations  of 
analyte  above  the  MDL,  and  may  involve  the  use  of  matrix 
spikes.  The  most  commonly  used  estimates  of  precision  are 
the  relative  standard  deviation  (RSD)  or  the  coefficient 
of  variation  (CV), 

RSD  -  CV  -  100  S/x, 
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PROJECT: 

QUALITY  ASSURANCE 
PROJECT  PLAN 
(QAPjP): 

RCRA: 

REAGENT  BLANK: 
REAGENT  GRADE: 

REAGENT  WATER: 

REFERENCE  MATERIAL: 

SPLIT  SAMPLES: 

STANDARD  ADDITION: 

STANDARD  CURVE: 


where : 

X  *  the  arithmetic  mean  of  the  X;  measurements,  and  S  « 
variance;  and  the  relative  percent  difference  (RPD)  when 
only  two  samples  are  available. 

RPD  -  100  [(X,  -  X2)/{(x,  +  X2)/2}]. 

Single  or  multiple  data  collection  activities  that  are 
related  through  the  same  planning  sequence. 

An  orderly  assemblage  of  detailed  procedures  designed  to 
produce  data  of  sufficient  quality  to  meet  the  data 
quality  objectives  for  a  specific  data  collection 
activity. 

The  Resource  Conservation  and  Recovery  Act. 

See  Method  Blank. 

Analytical  reagent  (AR)  grade,  ACS  reagent  grade,  and 
reagent  grade  are  synonymous  terms  for  reagents  which 
conform  to  the  current  specifications  of  the  Committee  on 
Analytical  Reagents  of  the  American  Chemical  Society. 

Water  that  has  been  generated  by  any  method  which  would 
achieve  the  performance  specifications  for  ASTM  Type  II 
water.  For  organic  analyses,  see  the  definition  of 
organic-free  reagent  water. 

A  material  containing  known  quantities  of  target  analytes 
in  solution  or  in  a  homogeneous  matrix.  It  is  used  to 
document  the  bias  of  the  analytical  process. 

Aliquots  of  sample  taken  from  the  same  container  and 
analyzed  independently.  In  cases  where  aliquots  of 
samples  are  impossible  to  obtain,  field  duplicate  samples 
should  be  taken  for  the  matrix  duplicate  analysis.  These 
are  usually  taken  after  mixing  or  compositing  and  are  used 
to  document  intra-  or  interlaboratory  precision. 

The  practice  of  adding  a  known  amount  of  an  analyte  to  a 
sample  immediately  prior  to  analysis.  It  is  typically 
used  to  evaluate  interferences. 

A  plot  of  concentrations  of  known  analyte  standards  versus 
the  instrument  response  to  the  analyte.  Calibration 
standards  are  prepared  by  successively  diluting  a  standard 
solution  to  produce  working  standards  which  cover  the 
working  range  of  the  instrument.  Standards  should  be 
prepared  at  the  frequency  specified  in  the  appropriate 
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SURROGATE: 


TRIP  BLANK: 


section.  The  calibration  standards  should  be  prepared 
using  the  same  type  of  acid  or  solvent  and  at  the  same 
concentration  as  will  result  In  the  samples  following 
sample  preparation.  This  Is  applicable  to  organic  and 
Inorganic  chemical  analyses. 

An  organic  compound  which  Is  similar  to  the  target 
analyte(s)  In  chemical  composition  and  behavior  In  the 
analytical  process,  but  which  Is  not  normally  found  In 
environmental  samples. 

A  sample  of  analyte -free  media  taken  from  the  laboratory 
to  the  sampling  site  and  returned  to  the  laboratory 
unopened.  A  trip  blank  Is  used  to  document  contamination 
attributable  to  shipping  and  field  handling  procedures. 
This  type  of  blank  Is  useful  In  documenting  contamination 
of  volatile  organics  samples. 
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ORGANIC  ANALYTES 


CHAPTER  FOUR 
ORGANIC  ANALYTES 


4.1  GENERAL  CONSIDERATIONS 

4.1.1  Introduction 

Following  the  initial  and  critical  step  of  designing  a  sampling  plan 
(Chapter  Nine)  is  the  implementation  of  that  plan  such  that  a  representative 
sample  of  the  solid  waste  is  collected.  Once  the  sample  has  been  collected  it 
must  be  stored  and  preserved  to  maintain  the  chemical  and  physical  properties 
that-  it  possessed  at  the  time  of  collection.  The  sample  typei  type  of  containers 
and  their  preparation,  possible  forms  of  contamination,  and  preservation  methods 
are  all  items  which  must  be  thoroughly  examined  in  order  to  maintain  the 
integrity  of  the  samples.  This  section  highlights  considerations  which  must  be 
addressed  in  order  to  maintain  a  sample's  integrity  and  representativeness.  This 
section  is,  however,  applicable  only  to  trace  analyses. 

Quality  Control  requirements  need  not  be  met  for  all  compounds  presented 
in  the  Table  of  Analytes  for  the  method  in  use,  rather,  they  must  be  met  for  all 
compounds  reported.  A  report  of  non-detect  is  considered  a  quantitative  report, 
and  must  meet  all  applicable  QC  requirements  for  that  compound  and  the  method 
used. 


4.1.2  Sample  Handling  and  Preservation 

This  section  deals  separately  with  volatile  and  semivolatile  organics. 
Refer  to  Chapter  Two  and  Table  4-1  of  this  Section  for  recommended  sample 
containers,  sample  preservation,  and  sample  holding  times. 

Volatile  Oroanics 

Standard  40  mL  glass  screw-cap  VOA  vials  with  Teflon  lined  silicone  septa 
may  be  used  for  both  liquid  and  solid  matrices.  The  vials  and  septa  should  be 
washed  with  soap  and  water  and  rinsed  with  distilled  deionized  water.  After 
thoroughly  cleaning  the  vials  and  septa,  they  should  be  placed  in  an  oven  and 
dried  at  100  *C  for  approximately  one  hour. 

NOTE:  Do  not  heat  the  septa  for  extended  periods  of  time  (i.e.  more  than  one 

hour,  because  the  silicone  begins  to  slowly  degrade  at  105"C). 

When  collecting  the  samples,  liquids  and  solids  should  be  introduced  into 
the  vials  gently  to  reduce  agitation  which  might  drive  off  volatile  compounds. 
Liquid  samples  should  be  poured  into  the  vial  without  introducing  any  air  bubbles 
within  the  vial  as  it  is  being  filled.  Should  bubbling  occur  as  a  result  of 
violent  pouring,  the  sample  must  be  poured  out  and  the  vial  refilled.  Each  VOA 
vial  should  be  Hlled  until  there  is  a  meniscus  over  the  lip  of  the  vial.  The 
screw-top  lid  with  the  septum  (Teflon  side  toward  the  sample)  should  then  be 
tightened  onto  the  vial.  After  tightening  the  lid,  the  vial  should  be  inverted 
and  tapped  to  check  for  air  bubbles.  If  there  are  any  air  bubbles  present  the 
sample  must  be  recollected.  Two  VOA  vials  should  be  filled  per  sample  location. 
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VOA  vials  for  samples  with  solid  or  semi-solid  matrices  (e.g.,  sludges) 
should  be  completely  filled  as  best  as  possible.  The  vials  should  be  tapped 
slightly  as  they  are  filled  to  try  and  eliminate  as  much  free  air  space  as 
possible.  Two  vials  should  also  be  filled  per  sample  location. 

VOA  vials  should  be  filled  and  labeled  immediately  at  the  point  at  which 
the  sample  is  collected.  They  should  NOJ  be  filled  near  a  running  motor  or  any 
type  of  exhaust  system  because  discharged  fumes  and  vapors  may  contaminate  the 
samples.  The  two  vials  from  each  sampling  location  should  then  be  sealed  in 
separate  plastic  bags  to  prevent  cross -contamination  between  samples, 
particularly  if  the  sampled  waste  is  suspected  of  containing  high  levels  of 
volatile  organics.  (Activated  carbon  may  also  be  included  in  the  bags  to  prevent 
cross -contamination  from  highly  contaminated  samples).  VOA  samples  may  also  be 
contaminated  by  diffusion  of  volatile  organics  through  the  septum  during  shipment 
and  storage.  To  monitor -possible  contamination,  a  trip  blank  prepared  from 
organic-free  reagent  water  (as  defined  in  Chapter  One)  should  be  carried 
throughout  the  sampling,  storage,  and  shipping  process. 

Semivolatile  Organics  (including  Pesticides,  PCBs  and  Herbicides.) 

Containers  used  to  collect  samples  for  the  determination  of  semivolatile 
organic  compounds  should  be  soap  and  water  washed  followed  by  methanol  (or 
isopropanol)  rinsing  (see  Section  4.1.4  for  specifi-c  instructions  on  glassware 
cleaning).  The  sample  containers  should  be  of  glass  or  Teflon,  and  have  screw- 
caps  with  Teflon  lined  septa.  In  situations  where  Teflon  is  not  available, 
solvent-rinsed  aluminum  foil  may  be  used  as  a  liner.  Highly  acidic  or  basic 
samples  may  react  with  the  aluminum  foil,  causing  eventual  contamination  of  the 
sample.  Plastic  containers  or  lids  may  NOJ  be  used  for  the  storage  of  samples 
due  to  the  possibility  of  sample  contamination  from  the  phthalate  esters  and 
other  hydrocarbons  within  the  plastic.  Sample  containers  should  be  filled  with 
care  so  as  to  prevent  any  portion  of  the  collected  sample  coming  in  contact  with 
the  sampler's  gloves,  thus  causing  contamination.  Samples  should  not  be 
collected  or  stored  in  the  presence  of  exhaust  fumes.  If  the  sample  comes  in 
contact  with  the  sampler  (e.g.  if  an  automatic  sampler  is  used),  run  organic-free 
reagent  water  through  the  sampler  and  use  as  a  field  blank. 

4.1.3  Safety 

Safety  should  always  be  the  primary  consideration  in  the  collection  of 
samples.  A  thorough  understanding  of  the  waste  production  process,  as  well  as 
all  of  the  potential  hazards  making  up  the  waste,  should  be  investigated  whenever 
possible.  The  site  should  be  visually  evaluated  just  prior  to  sampling  to 
determine  additional  safety  measures.  Minimum  protection  of  gloves  and  safety 
glasses  should  be  worn  to  prevent  sample  contact  with  the  skin  and  eyes.  A 
respirator  should  be  worn  even  when  working  outdoors  if  organic  vapors  are 
present.  More  hazardous  sampling  missions  may  require  the  use  of  supplied  air 
and  special  clothing. 

4.1.4  Cleaning  of  Glassware 

In  the  analysis  of  samples  containing  components  in  the  parts  per  billion 
range,  the  preparation  of  scrupulously  clean  glassware  is  mandatory.  Failure  to 
do  so  can  lead  to  a  myriad  of  problems  in  the  interpretation  of  the  final 
chromatograms  due  to  the  presence  of  extraneous  peaks  resulting  from 
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contamination.  Particular  care  must  be  taken  with  glassware  such  as  Soxhlet 
extractors,  Kuderna-Danish  evaporative  concentrators,  sampling-train  components, 
or  any  other  glassware  coming  in  contact  with  an  extract  that  will  be  evaporated 
to  a  smaller  volume.  The  process  of  concentrating  the  compounds  of  interest  in 
this  operation  may  similarly  concentrate  the  contaminating  substance(s},  which 
may  seriously  distort  the  results. 

The  basic  cleaning  steps  are: 

1.  Removal  of  surface  residuals  immediately  after  use; 

2.  Hot  soak  to  loosen  and  float  most  particulate  material; 

3.  Hot  water  rinse  to  flush  away  floated  particulates; 

4.  Soak  with  an  oxidizing  agent  to  destroy  traces  of  organic  compounds; 

5.  Hot  water  rinse  to  flush  away  materials  loosened  by  the  deep  penetrant 
soak; 

6.  Distilled  water  rinse  to  remove  metallic  deposits  from  the  tap  water; 

7.  Alcohol,  e.g.,  isopropanol  or  methanol,  rinse  to  flush  off  any  final 
traces  of  organic  materials  and  remove  the  water;  and 

8.  Flushing  the  item  immediately  before  use  with  some  of  the  same  solvent 
that  will  be  used  in  the  analysis. 

Each  of  these  eight  fundamental  steps  will  be  discussed  in  the  order  in 
which  they  appear  above. 

1.  As  soon  possible  after  glassware  (i.e.  beakers,  pipets,  flasks,  or 
bottles)  has  come  in  contact  with  sample  or  standards,  the  glassware 
should  be  flushed  with  alcohol  before  it  is  placed  in  the  hot 
detergent  soak.  If  this  is  not  done,  the  soak  bath  may  serve  to 
contaminate  all  other  glassware  placed  therein. 

2.  The  hot  soak  consists  of  a  bath  of  a  suitable  detergent  in  water  of 
50**C  or  higher.  The  detergent,  powder  or  liquid,  should  be  entirely 
synthetic  and  not  a  fatty  acid  base.  There  are  very  few  areas  of  the 
country  where  the  water  hardness  is  sufficiently  low  to  avoid  the 
formation  of  some  hard-water  scum  resulting  from  the  reaction  between 
calcium  and  magnesium  salts  with  a  fatty  acid  soap.  This  hard-water 
scum  or  curd  would  have  an  affinity  particularly  for  many  chlorinated 
compounds  and,  being  almost  wholly  water- insoluble,  would  deposit  on 
all  glassware  in  the  bath  in  a  thin  film. 

There  are  many  suitable  detergents  on  the  wholesale  and  retail  market. 
Most  of  the  common  liquid  dishwashing  detergents  sold  at  retail  are 
satisfactory  but  are  more  expensive  than  other  comparable  products 
sold  industrially.  Alconox,  in  powder  or  tablet  form,  is  manufactured 
by  Alconox,  Inc.,  New  York,  and  is  marketed  by  a  number  of  laboratory 
supply  firms.  Sparkleen,  another  powdered  product,  is  distributed  by 
Fisher  Scientific  Company. 
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3.  No  consents  required. 

4.  The  most  common  and  highly  effective  oxidizing  agent  for  removal  of 
traces  of  organic  compounds  is  the  traditional  chromic  acid  solution 
made  up  of  concentrated  sulfuric  acid  and  potassium  or  sodium 
dichromate.  For  maximum  efficiency,  the  soak  solution  should  be  hot 
(40-50®C).  Safety  precautions  must  be  rigidly  observed  in  the 
handling  of  this  solution.  Prescribed  safety  gear  should  include 
safety  goggles,  rubber  gloves,  and  apron.  The  bench  area  where  this 
operation  is  conducted  should  be  covered  with  fluorocarbon  sheeting 
because  spattering  will  disintegrate  any  unprotected  surfaces. 

The  potential  hazards  of  using  chromic  sulfuric  acid  mixture  are  great 
and  have  been  well  publicized.  There  are  now  commercially  available 
substitutes  that  possess  the  advantage  of  safety  in  handling.  These 
are  biodegradable  concentrates  with  a  claimed  cleaning  strength  equal 
to  the  chromic  acid  solution.  They  are  alkaline,  equivalent  to  ca. 
0.1  N  NaOH  upon  dilution,  and  are  claimed  to  remove  dried  blood, 
silicone  greases,  distillation  residues,  insoluble  organic  residues, 
etc.  They  are  further  claimed  to  remove  radioactive  traces  and  will 
not  attack  glass  or  exert  a  corrosive  effect  on  skin  or  clothing.  One 
such  product  is  "Chem  Solv  2157,"  manufactured  by  Mallinckrodt  and 
available  through  laboratory  supply  firms.  Another  comparable  product 
is  "Detex,"  a  product  of  Borer*Chemie,  Solothurn,  Switzerland. 

5.  6,  and  7.  No  comments  required. 

8.  There  is  always  a  possibility  that  between  the  time  of  washing  and  the 
next  use,  the  glassware  could  pick  up  some  contamination  from  either 
the  air  or  direct  contact.  To  ensure  against  this,  it  is  good 
practice  to  flush  the  item  immediately  before  use  with  some  of  the 
same  solvent  that  will  be  used  in  the  analysis. 

The  drying  and  storage  of  the  cleaned  glassware  is  of  critical  importance 
to  prevent  the  beneficial  effects  of  the  scrupulous  cleaning  from  being 
nullified.  Pegboard  drying  is  not  recommended  .  It  is  recommended  that 
laboratory  glassware  and  equipment  be  dried  at  100  *C.  Under  no  circumstances 
should  such  small  items  be  left  in  the  open  without  protective  covering.  The 
dust  cloud  raised  by  the  daily  sweeping  of  the  laboratory  floor  can  most 
effectively  recontaminate  the  clean  glassware. 


As  an  alternate  to  solvent  rinsing,  the  glassware  can  be  heated  to  a 
minimum  of  300  "C  to  vaporize  any  organics.  Do  not  use  this  high  temperature 
treatment  on  volumetric  glassware,  glassware  with  ground  glass  joints,  or 
sintered  glassware. 
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1.5  High  Concentration  Samples 


Cross  contamination  of  trace  concentration  samples  may  occur  when 
prepared  in  the  same  laboratory  with  high  concentration  samples.  Ideally, 
if  both  type  samples  are  being  handled,  a  laboratory  and  glassware 
dedicated  solely  to  the  preparation  of  high  concentration  samples  would  be 
available  for  this  purpose.  If  this  is  not  feasible,  as  a  minimum  when 
preparing  high  concentration  samples,  disposable  glassware  should  be  used 
or,  at  least,  glassware  dedicated  entirely  to  the  high  concentration 
samples.  Avoid  cleaning  glassware  used  for  both  trace  and  high 
concentration  samples  in  the  same  area. 
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TABLE  4-1. 

RECOMMENDED  SAMPLE  CONTAINERS,  PRESERVATION 
TECHNIQUES,  AND  HOLDING  TIMES 


septum. 

Adjust  pH  <2  with  H2S0^,  HC1  or  solid  NaHSO, 


Analyte  Class  Container  Preservative  Holding  Time 
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METHOD  8000A 
GAS  CHROMATOGRAPHY 


1.0  SCOPE  AND  APPLICATION 

1.1  Gas  chromatography  is  a  quantitative  technique  useful  for  the 
analysis  of  organic  compounds  capable  of  being  volatilized  without  being 
decomposed  or  chemically  rearranged.  Gas  chromatography  (GC),  also  known  as 
vapor  phase  chromatography  (VPC),  has  two  subcategories  distinguished  by:  gas- 
solid  chromatography  (6SC),  and  gas-liquid  chromatography  (GLC)  or  gas-liquid 
partition  chromatography  (GLPC).  This  last  group  is  the  most  commonly  used, 
distinguished  by  type  of  column  adsorbent  or  packing. 

1.2  The  chromatographic  methods  are  recommended  for  use  only  by,  or  under 
the  close  supervision  of,  experienced  residue  analysts. 


2.0  SUMMARY  OF  METHOD 

2.1  Each  organic  analytical  method  that  follows  provides  a  recommended 
technique  for  extraction,  cleanup,  and  occasionally,  derivatization  of  the 
samples  to  be  analyzed.  Before  the  prepared  sample  is  introduced  into  the  GC, 
a  procedure  for  standardization  roust  be  followed  to  determine  the  recovery  and 
the  limits  of  detection  for  the  analytes  of  interest.  Following  sample 
introduction  into  the  GC,  analysis  proceeds  with  a  comparison  of  sample  values 

•with  standard  values.  Quantitative  analysis  is  achieved  through  integration  of 
peak  area  or  measurement  of  peak  height. 


3.0  INTERFERENCES 

3.1  Contamination  by  carryover  can  occur  whenever  high-concentration  and 
low-concentration  samples  are  sequentially  analyzed.  To  reduce  carryover,  the 
sample  syringe  or  purging  device  must  be  rinsed  out  between  samples  with  water 
or  solvent.  Whenever  an  unusually  concentrated  sample  is  encountered,  it  should 
be  followed  by  an  analysis  of  a  solvent  blank  or  of  water  to  check  for  cross 
contamination.  For  volatile  samples  containing  large  amounts  of  water-soluble 
materials,  suspended  solids,  high  boiling  compounds  or  high  organohalide 
concentrations,  it  may  be  necessary  to  wash  out  the  syringe  or  purging  device 
with  a  detergent  solution,  rinse  it  with  distilled  water,  and  then  dry  it  in  a 
105®C  oven  between  analyses. 


4.0  APPARATUS  AND  MATERIALS 


4.1  Gas  chromatograph  -  Analytical  system  complete  with  gas  chromatograph 
suitable  for  on-column  injections  and  all  required  accessories,  including 
detectors,  column  supplies,  recorder,  gases,  and  syringes.  A  data  system  for 
measuring  peak  height  and/or  peak  areas  is  recommended. 


4.2  Gas  chromatographic  columns  -  See  the  specific  determinative  method. 
Other  packed  or  capillary  (open-tubular)  columns  may  be  used  if  the  requirements 
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of  Section  8.6  are  met. 


5.0  REAGENTS 

5.1  See  the  specific  determinative  method  for  the  reagents  needed. 

6.0  SAMPLE  COLLECTION,  PRESERVATION,  AND  HANDLING 

6.1  See  the  introductory  material  to  this  chapter.  Organic  Analytes, 
Section  4.1. 


7.0  PROCEDURE 

7.1  Extraction  -  Adhere  to  those  procedures  specified  in  the  referring 
determinative  method. 

7.2  Cleanup  and  separation  -  Adhere  to  those  procedures  specified  in  the 
referring  determinative  method. 

7.3  The  recommended  gas  chromatographic  columns  and  operating  conditions 
for  the  instrument  are  specified  in  the  referring  determinative  method. 

7.4  Calibration 

7.4.1  Establish  gas  chromatographic  operating  parameters  equivalent 
to  those  indicated  in  Section  7.0  of  the  determinative  method  of  Interest. 
Prepare  calibration  standards  using  the  procedures  indicated  in 
Section  5.0  of  the  determinative  method  of  interest.  Calibrate  the 
chromatographic  system  using  either  the  external  standard  technique 
(Section  7.4.2)  or  the  internal  standard  technique  (Section  7.4.3). 

7.4.2  External  standard  calibration  procedure 

7.4.2. 1  For  each  analyte  of  interest,  prepare  calibration 
standards  at  a  minimum  of  five  concentrations  by  adding  volumes  of 
one  or  more  stock  standards  to  a  volumetric  flask  and  diluting  to 
volume  with  an  appropriate  solvent.  One  of  the  external  standards 
should  be  at  a  concentration  near,  but  above,  the  method  detection 
limit.  The  other  concentrations  should  correspond  to  the  expected 
range  of  concentrations  found  in  real  samples  or  should  define  the 
working  range  of  the  detector. 

7. 4. 2. 2  Inject  each  calibration  standard  using  the 
technique  that  will  be  used  to  introduce  the  actual  samples  into  the 
gas  chromatograph  (e.g.  2-5  nl  injections,  purge-and-trap,  etc.). 
Tabulate  peak  height  or  area  responses  against  the  mass  injected. 
The  results  can  be  used  to  prepare  a  calibration  curve  for  each 
analyte.  Alternatively,  for  samples  that  are  introduced  into  the 
gas  chromatograph  using  a  syringe,  the  ratio  of  the  response  to  the 
amount  injected,  defined  as  the  calibration  factor  (CF),  can  be 
calculated  for  each  analyte  at  each  standard  concentration.  If  the 
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percent  relative  standard  deviation  (%RSD)  of  the  calibration  factor 
is  less  than  20%  over  the  working  range,  linearity  through  the 
origin  can  be  assumed,  and  the  average  calibration  factor  can  be 
used  in  place  of  a  calibration  curve. 


Calibration  factor 


Total  Area  of  Peak _ 

Mass  injected  (in  nanograms) 


For  multiresponse  pesticides/PCBs,  use  the  total  area  of 
all  peaks  used  for  quantitation. 


7. 4. 2. 3  The  working  calibration  curve  or  calibration 
factor  must  be  verified  on  each  working  day  by  the  injection  of  one 
or  more  calibration  standards.  The  frequency  of  verification  is 
dependent  on  the  detector.  Detectors,  such  as  the  electron  capture 
detector,  that  operate  in  the  sub-nanogram  range  are  more 
susceptible  to  changes  in  detector  response  caused  by  GC  column  and 
sample  effects.  Therefore,  more  frequent  verification  of 
calibration  is  necessary.  The  flame  ionization  detector  is  much 
less  sensitive  and  requires  less  frequent  verification.  If  the 
response  for  any  analyte  varies  from  the  predicted  response  by  more 
than  ±  15%,  a  new  calibration  curve  must  be  prepared  for  that 
analyte.  For  methods  8010,  8020,  and  8030,  see  Table  3  in  each 
method  for  calibration  and  quality  control  acceptance  criteria. 

R,  -  Rj 

Percent  Difference  - -  x  100 


where: 

R,  -  Calibration  Factor  from  first  analysis. 

R2  -  Calibration  Factor  from  succeeding  analyses. 

7.4.3  Internal  standard  calibration  procedure 

7.4.3. 1  To  use  this  approach,  the  analyst  must  select  one 
or  more  internal  standards  that  are  similar  in  analytical  behavior 
to  the  compounds  of  interest.  The  analyst  must  further  demonstrate 
that  the  measurement  of  the  internal  standard  is  not  affected  by 
method  or  matrix  interferences.  Due  to  these  limitations,  no 
internal  standard  applicable  to  all  samples  can  be  suggested. 

7. 4. 3. 2  Prepare  calibration  standards  at  a  minimum  of  five 
concentrations  for  each  analyte  of  interest  by  adding  volumes  of  one 
or  more  stock  standards  to  a  volumetric  flask.  To  each  calibration 
standard,  add  a  known  constant  amount  of  one  or  more  internal 
standards  and  dilute  to  volume  with  an  appropriate  solvent.  One  of 
the  standards  should  be  at  a  concentration  near,  but  above,  the 
method  detection  limit.  The  other  concentrations  should  correspond 
to  the  expected  range  of  concentrations  found  in  real  samples  or 
should  define  the  working  range  of  the  detector. 
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7. 4. 3. 3  Inject  each  calibration  standard  using  the  same 
introduction  technique  that  will  be  applied  to  the  actual  samples 
(e.g.  2  to  5  mL  injection,  purge- and -trap,  etc.).  Tabulate  the  peak 
height  or  area  responses  against  the  concentration  of  each  compound 
and  internal  standard.  Calculate  response  factors  (RF)  for  each 
compound  as  follows: 

RF  -  (A.C„)/(A„C,) 

where: 

A,  -  Response  for  the  analyte  to  be  measured. 

A,,  -  Response  for  the  internal  standard. 

Cf,  -  Concentration  of  the  internal  standard, 

C.  -  Concentration  of  the  analyte  to  be  measured, 

/ig/L. 

If  the  RF  value  over  the  working  range  is  constant  (<  20% 
RSO),  the  RF  can  be  assumed  to  be  invariant,  and  the  average  RF  can 
be  used  for  calculations.  Alternatively,  the  results  can  be  used  to 
plot  a  calibration  curve  of  response  ratios,  Ag/Aj^  versus  RF. 

7. 4. 3. 4  The  working  calibration  curve  or  RF  must  be 
verified  on  each  working  day  by  the  measurement  of  one  or  more 
calibration  standards.  The  frequency  of  verification  is  dependent 
on  the  detector.  Detectors,  such  as  the  electron  capture  detector, 
that  operate  in  the  sub-nanogram  range  are  more  susceptible  to 
changes  in  detector  response  caused  by  GC  column  and  sample  effects. 
Therefore,  more  frequent  verification  of  calibration  is  necessary. 
The  flame  ionization  detector  is  much  less  sensitive  and  requires 
less  frequent  verification.  If  the  response  for  any  analyte  varies 
from  the  predicted  response  by  more  than  ±  15%,  a  new  calibration 
curve  must  be  prepared  for  that  compound.  For  methods  8010,  8020, 
and  8030,  see  Table  3  in  each  method  for  calibration  and  quality 
control  acceptance  criteria. 

7.5  Retention  time  windows 

7.5.1  Before  establishing  windows,  make  sure  the  GC  system  is  within 
optimum  operating  conditions.  Make  three  injections  of  all  single 
component  standard  mixtures  and  multiresponse  products  (i.e.  PCBs) 
throughout  the  course  of  a  72  hour  period.  Serial  injections  over  less 
than  a  72  hour  period  result  in  retention  time  windows  that  are  too  tight. 

7.5.2  Calculate  the  standard  deviation  of  the  three  retention  times 
(use  any  function  of  retention  time;  including  absolute  retention  time,  or 
relative  retention  time)  for  each  single  component  standard.  For 
multi  response  products,  choose  one  major  peak  from  the  envelope  and 
calculate  the  standard  deviation  of  the  three  retention  times  for  that 
peak.  The  peak  chosen  should  be  fairly  immune  to  losses  due  to 
degradation  and  weathering  in  samples. 
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7.5.2. 1  Plus  or  minus  three  times  the  standard  deviation 
of  the  retention  times  for  each  standard  will  be  used  to  define  the 
retention  time  window;  however,  the  experience  of  the  analyst  should 
weigh  heavily  in  the  interpretation  of  chromatograms.  For 
multiresponse  analytes  (i.e.  PCBs),  the  analyst  should  use  the 
retention  time  window,  but  should  primarily  rely  on  pattern 
recognition. 


7. 5. 2. 2  In  those  cases  where  the  standard  deviation  for  a 

particular  standard  is  zero,  the  laboratory  must  substitute  the 

standard  deviation  of  a  close  eluting,  similar  compound  to  develop 

a  valid  retention  time  window. 

7.5.3  The  laboratory  must  calculate  retention  time  windows  for  each 
standard  on  each  GC  column  and  whenever  a  new  GC  column  is  installed.  The 
data  must.be  retained  by  the  laboratory. 

7.6  Gas  chromatographic  analysis 

7.6.1  Introduction  of  organic  compounds  into  the  gas  chromatograph 
varies  depending  on  the  volatility  of  the  compound.  Volatile  organics  are 
primarily  introduced  by  purge-and-trap  (Method  5030).  However,  there  are 
limited  applications  (in  Method  5030)  where  direct  injection  is 
acceptable.  Use  of  Method  3810  or  3820  as  a  screening  technique  for 
volatile  organic  analysis  may  be  valuable  with  some  sample  matrices  to 
prevent  overloading  and  contamination  of  the  GC  systems.  Semivolatile 
organics  are  introduced  by  direct  injection. 

7.6.2  The  appropriate  detector(s)  is  given  in  the  specific  method. 

7.6.3  Samples  are  analyzed  in  a  set  referred  to  as  an  analysis 
sequence.  The  sequence  begins  with  instrument  calibration  followed  by 
sample  extracts  interspersed  with  multi -concentration  calibration 
standards.  The  sequence  ends  when  the  set  of  samples  has  been  injected  or 
when  qualitative  and/or  quantitative  QC  criteria  are  exceeded. 

7.6.4  Direct  Injection  -  Inject  2-5  of  the  sample  extract  using 
the  solvent  flush  technique,  if  the  extract  is  manually  injected.  Smaller 
volumes  (1.0  ^L)  can  be  injected,  and  the  solvent  flush  technique  is  not 
required,  if  automatic  devices  are  employed.  Record  the  volume  Injected 
to  the  nearest  0.05  fil  and  the  resulting  peak  size  in  area  units  or  peak 
height. 

7.6.5  If  the  responses  exceed  the  linear  range  of  the  system,  dilute 
the  extract  and  reanalyze.  It  is  recommended  that  extracts  be  diluted  so 
that  all  peaks  are  on  scale.  Overlapping  peaks  are  not  always  evident 
when  peaks  are  off  scale.  Computer  reproduction  of  chromatograms, 
manipulated  to  ensure  all  peaks  are  on  scale  over  a  100-fold  range,  are 
acceptable  if  linearity  is  demonstrated.  Peak  height  measurements  are 
recommended  over  peak  area  integration  when  overlapping  peaks  cause  errors 
in  area  integration. 

7.6.6  If  peak  detection  is  prevented  by  the  presence  of 
interferences,  further  cleanup  is  required. 
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7.6.7  Examples  of  chromatograms  for  the  compounds  of  interest  are 
frequently  available  in  the  referring  analytical  method. 

7.6.8  Calibrate  the  system  immediately  prior  to  conducting  any 
analyses  (see  Section  7.4).  A  mid-concentration  standard  must  also  be 
injected  at  intervals  specified  in  the  method  and  at  the  end  of  the 
analysis  sequence.  The  calibration  factor  for  each  analyte  to  be 
quantitated,  must  not  exceed  a  15%  difference  when  compared  to  the  initial 
standard  of  the  analysis  sequence.  When  this  criterion  is  exceeded, 
inspect  the  GC  system  to  determine  the  cause  and  perform  whatever 
maintenance  is  necessary  (see  Section  7.7}  before  recalibrating  and 
proceeding  with  sample  analysis.  All  samples  that  were  injected  after  the 
standard  exceeding  the  criterion  must  be  reinjected  to  avoid  errors  in 
quantitation,  if  the  initial  analysis  indicated  the  presence  of  the 
specific  target  analytes  that  exceeded  the  criterion. 

7.6.9  Establish  daily  retention  time  windows  for  each  analyte.  Use 
the  retention  time  for  each  analyte  from  Section  7.6.8  as  the  midpoint  of 
the  window  for  that  day.  The  daily  retention  time  window  equals  the 
midpoint  ±  three  times  the  standard  deviation  determined  in  Section  7.5. 

7.6.9. 1  Tentative  Identification  of  an  analyte  occurs  when 
a  peak  from  a  sample  extract  falls  within  the  daily  retention  time 
window.  Normally,  confirmation  is  required:  on  a  second  GC  column, 
by  GC/MS  if  concentration  permits,  or  by  other  recognized 
confirmation  techniques.  Confirmation  may  not  be  necessary  if  the 
composition  of  the  sample  matrix  is  well  established  by  prior 
analyses. 

7. 6. 9. 2  Validation  of  GC  system  qualitative  performance: 
Use  the  mid-concentration  standards  interspersed  throughout  the 
analysis  sequence  (Section  7.6.8)  to  evaluate  this  criterion.  If 
any  of  the  standards  fall  outside  their  daily  retention  time  window, 
the  system  is  out  of  control.  Determine  the  cause  of  the  problem 
and  correct  it  (see  Section  7.7).  All  samples  that  were  injected 
after  the  standard  exceeding  the  criteria  must  be  reinjected  to 
avoid  false  negatives  and  possibly  false  positives. 

7.7  Suggested  chromatography  system  maintenance  -  Corrective  measures  may 
require  any  one  or  more  of  the  following  remedial  actions. 

7.7.1  Packed  columns  -  For  instruments  with  injection  port  traps, 
replace  the  demister  trap,  clean,  and  deactivate  the  glass  injection  port 
insert  or  replace  with  a  cleaned  and  deactivated  insert.  Inspect  the 
injection  end  of  the  column  and  remove  any  foreign  material  (broken  glass 
from  the  rim  of  the  column  or  pieces  of  septa).  Replace  the  glass  wool 
with  fresh  deactivated  glass  wool.  Also,  it  may  be  necessary  to  remove 
the  first  few  millimeters  of  the  packing  material  if  any  discoloration  is 
noted,  also  swab  out  the  inside  walls  of  the  column  if  any  residue  is 
noted.  If  these  procedures  fail  to  eliminate  the  degradation  problem,  it 
may  be  necessary  to  deactivate  the  metal  injector  body  (described  in 
Section  7.7.3)  and/or  repack/ replace  the  column. 
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7.7.2  Capillary  columns  -  Clean  and  deactivate  the  glass  injection 
port  insert  or  replace  with  a  cleaned  and  deactivated  insert.  Break  off 
the  first  few  inches,  up  to  one  foot,  of  the  injection  port  side  of  the 
column.  Remove  the  column  and  solvent  backflush  according  to  the 
manufacturer's  instructions.  If  these  procedures  fail  to  eliminate  the 
degradation  problem,  it  may  be  necessary  to  deactivate  the  metal  injector 
body  and/or  replace  the  column. 

7.7.3  Metal  injector  body  -  Turn  off  the  oven  and  remove  the 
analytical  column  when  the  oven  has  cooled.  Remove  the  glass  injection 
port  insert  (instruments  with  off-column  injection  or  Grob).  Lower  the 
injection  port  temperature  to  room  temperature.  Inspect  the  injection 
port  and  remove  any  noticeable  foreign  material. 

7.7.3. 1  Place  a  beaker  beneath  the  injector  port  inside 
the  GC  oven.  Using  a  wash  bottle,  serially  rinse  the  entire  inside 
of  the  injector  port  with  acetone  and  then  toluene;  catching  the 
rinsate  in  the  beaker. 

7. 7.3. 2  Prepare  a  solution  of  deactivating  agent  (Sylon-CT 
or  equivalent)  following  manufacturer's  directions.  After  all  metal 
surfaces  inside  the  injector  body  have  been  thoroughly  coated  with 
the  deactivation  solution,  serially  rinse  the  injector  body  with 
toluene,  methanol,  acetone,  and  hexane.  Reassemble  the  injector  and 
replace  the  GC  column. 

7.8  Calculations 

7.8.1  External  standard  calibration  -  The  concentration  of  each 
analyte  in  the  sample  may  be  determined  by  calculating  the  amount  of 
standard  purged  or  injected,  from  the  peak  response,  using  the  calibration 
curve  or  the  calibration  factor  determined  in  Section  7.4.2.  The 
concentration  of  a  specific  analyte  is  calculated  as  follows: 

Aqueous  samples 

Concentration  (mg/L)  -  [{A,)(A)(V^)(D)]/[(A5)(V,)(Vj)] 


where: 

K 

- 

Response  for  the  analyte  in  the  sample,  units  may  be  in 
area  counts  or  peak  height. 

A 

m 

Amount  of  standard  injected  or  purged,  ng. 

As 

- 

Response  for  the  external  standard,  units  same  as  for 
A,. 

V, 

- 

Volume  of  extract  injected,  fiL.  For  purge-and-trap 
analysis,  V.  is  not  applicable  and  therefore  ■  1. 

D 

m 

Dilution  factor,  if  dilution  was  made  on  the  sample 
prior  to  analysis.  If  no  dilution  was  made,  D  ■  1, 
dimensionless. 
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Vt 

V. 


Volume  of  total  extract,  mL.  For  purge-and-trap 
analysis,  is  not  applicable  and  therefore  «  1. 

Volume  of  sample  extracted  or  purged,  ml. 


Nonaoueous  samples 

Concentration  Ug/kg)  -  [(AJ(A)(V,)(0)]/[(AJ(V,)(W)] 


where: 


W  >  Weight  of  sample  extracted  or  purged,  g.  The  wet  weight 
or  dry  weight  may  be  used,  depending  upon  the  specific 
applications  of  the  data. 

A,,  A,,  A,  V^,  0,  and  V,  have  the  sane  definition  as  for  aqueous 
samples  when  a  solid  sample  is  purged  (e.g.,  low  concentration  soil)  for 
volatile  organic  analysis  or  for  semivolatile  organic  and  pesticide 
extracts.  When  the  nonaqueous  sample  is  extracted  for  purge  and  trap 
analysis,  V,  -  volume  of  methanol  extract  added  to  reagent  water  for  purge 
and  trap  analysis. 

7.8.2  Internal  standard  calibration  -  For  each  analyte  of  interest, 
the  concentration  of  that  analyte  in  the  sample  is  calculated  as  follows: 

Aoueous  samples 

Concentration  (ng/l)  -  [(AJ(C,.)(D)]/[(A„)(RF){V,)] 


where: 

Ax 

- 

Response  of  the  analyte  being  measured,  units  may  be  in 
area  counts  or  peak  height. 

Cu 

m 

Amount  of  internal  standard  added  to  extract  or  volume 
purged,  ng. 

0 

m 

Dilution  factor,  if  a  dilution  was  made  on  the  sample 
prior  to  analysis.  If  no  dilution  was  made,  D  «  1, 
dimensionless. 

Aft 

- 

Response  of  the  internal  standard,  units  same  as  A^. 

RF 

m 

Response  factor  for  analyte,  as  determined  in  Section 
7. 4. 3.3. 

V. 

m 

Volume  of  water  extracted  or  purged,  ml. 

Nonaoueous  samples 


Concentration  (/ig/kg)  -  [{A,)(C„)(D)]/[{A„)(RF)(W,)] 
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where: 


W  »  Weight  of  sample  extracted,  g.  Either  a  dry  weight  or 
‘  wet  weight  may  be  used,  depending  upon  the  specific 

application  of  the  data. 

A,,  Cj,,  D,  Ajj,  and  RF  have  the  same  definition  as  for  aqueous 
samples. 


8.0  QUALITY  CONTROL 

8.1  Each  laboratory  that  uses  these  methods  is  required  to  operate  a 
formal  quality  control  program.  The  minimum  requirements  of  this  program  consist 
of  an  initial  demonstration  of  laboratory  capability  and  an  ongoing  analysis  of 
spiked  samples  to  evaluate  and  document  quality  data.  The  laboratory  should 
maintain  records  to  document  the  quality  of  the  data  generated.  Ongoing  data 
quality  checks  are  compared  with  established  performance  criteria  to  determine 
if  the  results  of  analyses  meet  the  performance  characteristics  of  the  method. 
When  results  of  sample  spikes  indicate  atypical  method  performance,  a  quality 
control  check  standard  should  be  analyzed  to  confirm  that  the  measurements  were 
performed  in  an  in-control  mode  of  operation. 

8.2  Before  processing  any  samples,  the  analyst  should  demonstrate, 
through  the  analysis  of  a  reagent  blank,  that  interferences  from  the  analytical 
system,  glassware,  and  reagents  are  under  control.  Each  time  a  set  of  samples 
is  extracted  or  there  is  a  change  in  reagents,  an  organic-free  reagent  water 
blank  should  be  processed  as  a  safeguard  against  chronic  laboratory 
contamination.  The  blank  samples  should  be  carried  through  all  stages  of  the 
sample  preparation  and  measurement  steps. 

8.3  For  each  analytical  batch  (up  to  20  samples),  a  reagent  blank,  matrix 
spike,  and  duplicate  or  matrix  spike  duplicate  should  be  analyzed  (the  frequency 
of  the  spikes  may  be  different  for  different  monitoring  programs).  The  blank  and 
spiked  samples  should  be  carried  through  all  stages  of  the  sample  preparation  and 
measurement  steps. 

8.4  The  experience  of  the  analyst  performing  gas  chromatography  is 
invaluable  to  the  success  of  the  methods.  Each  day  that  analysis  is  performed, 
the  daily  calibration  sample  should  be  evaluated  to  determine  if  the 
chromatographic  system  is  operating  properly.  Questions  that  should  be  asked 
are:  Do  the  peaks  look  normal?;  Is  the  response  obtained  comparable  to  the 
response  from  previous  calibrations?  Careful  examination  of  the  standard 
chromatogram  can  indicate  whether  the  column  is  still  good,  the  injector  is 
leaking,  the  injector  septum  needs  replacing,  etc.  If  any  changes  are  made  to 
the  system  (e.g.  column  changed),  recalibration  of  the  system  should  take  place. 

8.5  Required  instrument  QC 

8; 5.1  Step  7.4  requires  that  the  %RSD  vary  by  <  20%  when  comparing 

calibration  factors  to  determine  if  a  five  point  calibration  curve  is 

linear. 
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8.5.2  Section  7.4  sets  a  limit  of  +  15%  difference  when  comparing 
daily  response  of  a  given  analyte  versus  :he  initial  response.  For 
Methods  8010,  8020,  and  8030,  follow  the  guidance  on  limits  specified  in 
Section  7. 4. 3. 4.  If  the  limit  is  exceeded,  a  new  standard  curve  should  be 
prepared  unless  instrument  maintenance  corrects  the  problem  for  that 
particular  analyte. 

8.5.3  Step  7.5  requires  the  establishment  of  retention  time  windows. 

8.5.4  Section  7.6.8  sets  a  limit  of  +  15%  difference  when  comparing 
the  response  from  the  continuing  calibration  standard  of  a  given  analyte 
versus  any  succeeding  standards  analyzed  during  an  analysis  sequence. 

8.5.5  Step  7. 6. 9. 2  requires  that  all  succeeding  standards  in  an 
analysis  sequence  should  fall  within  the  daily  retention  time  window 
established  by  the  first  standard  of  the  sequence. 

8.6  To  establish  the  ability  to  generate  acceptable  accuracy  and 
precision,  the  analyst  should  perform  the  following  operations. 

8.6.1  A  quality  control  (QC)  check  sample  concentrate  is  required 
containing  each  analyte  of  interest.  The  Q£  check  sample  concentrate  may 
be  prepared  from  pure  standard  materials,  or  purchased  as  certified 
solutions.  If  prepared  by  the  laboratory,  the  QC  check  sample  concentrate 
should  be  made  using  stock  standards  prepared  independently  from  those 
used  for  calibration. 


8. 6. 1.1  The  concentration  of  the  QC  check  sample 
concentrate  is  highly  dependent  upon  the  analytes  being 
investigated.  Therefore,  refer  to  Method  3500,  Section  8.0  for  the 
required  concentration  of  the  QC  check  sample  concentrate. 

8.6.2  Preparation  of  QC  check  samples 

8.6.2. 1  Volatile  organic  analytes  (Methods  8010,  8020,  and 
8030)  -  The  QC  check  sample  is  prepared  by  adding  200  mL  of  the  QC 
check  sample  concentrate  (Step  8.6.1)  to  100  ml  of  water. 

8.6.2. 2  Semivolatile  organic  analytes  (Methods  8040,  8060, 
8070,  8080,  8090,  8100,  8110,  and  8120)  •  The  QC  check  sample  is 
prepared  by  adding  1.0  ml  of  the  QC  check  sample  concentrate  (Step 
8.6.1)  to  each  of  four  1-L  aliquots  of  water. 

8.6.3  Four  aliquots  of  the  well -mixed  QC  check  sample  are  analyzed 
by  the  same  procedures  used  to  analyze  actual  samples  (Section  7.0  of  each 
of  the  methods).  For  volatile  organics,  the  preparation/analysis  process 
is  purge-and-trap/gas  chromatography.  For  semivolatile  organics,  the  QC 
check  samples  should  undergo  solvent  extraction  (see  Method  3500)  prior  to 
chromatographic  analysis. 

8.6.4  Calculate  the  average  recovery  (x)  in  fig/l,  and  the  standard 
deviation  of  the  recovery  (s)  in  /xg/L,  for  each  analyte  of  interest  using 
the  four  results. 
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8.6.5  For  each  analyte  compare  s  and  x  with  the  corresponding 
acceptance  criteria  for  precision  and  accuracy,  respectively,  given  the  QC 
Acceptance  Criteria  Table  at  the  end  of  each  of  the  determinative  methods. 
If  s  and  X  for  all  analytes  of  interest  meet  the  acceptance  criteria,  the 
system  performance  is  acceptable  and  analysis  of  actual  samples  can_begin. 
If  any  individual  s  exceeds  the  precision  limit  or  any  individual  x  falls 
outside  the  range  for  accuracy,  then  the  system  performance  is 
unacceptable  for  that  analyte. 

NOTE:  The  large  number  of  analytes  in  each  of  the  QC  Acceptance 
Criteria  Tables  present  a  substantial  probability  that  one  or 
more  will  fail  at  least  one  of  the  acceptance  criteria  when 
all  analytes  of  a  given  method  are  determined. 

8.6.6  When  one  or  more  of  the  analytes  tested  fail  at  least  one  of 
the  acceptance  criteria,  the  analyst  should  proceed  according  to  Step 

8. 6. 6.1  or  8. 6. 6. 2. 

8.6.6. 1  Locate  and  correct  the  source  of  the  problem  and 
repeat  the  test  for  all  analytes  of  interest  beginning  with 
Step  8.6.2. 

8. 6. 6. 2  Beginning  with  Step  8.6.2,  repeat  the  test  only 
for  those  analytes  that  failed  to  meet  criteria.  Repeated  failure, 
however,  will  confirm  a  general  problem  with  the  measurement  system. 
If  this  occurs,  locate  and  correct  the  source  of  the  problem  and 
repeat  the  test  for  all  compounds  of  interest  beginning  with 
Step  8.6.2. 

8.7  The  laboratory  should,  on  an  ongoing  basis,  analyze  a  reagent  blank 
and  a  matrix  spiked  duplicate  for  each  analytical  batch  (up  to  a  maximum  of  20 
samples/batch)  to  assess  accuracy.  For  soil  and  waste  samples  where  detectable 
amounts  of  organics  are  present,  replicate  samples  may  be  appropriate  in  place 
of  spiked  duplicates.  For  laboratories  analyzing  one  to  ten  samples  per  month, 
at  least  one  spiked  sample  per  month  is  required. 

8.7.1  The.  concentration  of  the  spike  in  the  sample  should  be 
determined  as  follows: 


8. 7. 1.1  If,  as  in  compliance  monitoring,  the  concentration 
of  a  specific  analyte  in  the  sample  is  being  checked  against  a 
regulatory  concentration  limit,  the  spike  should  be  at  that  limit, 
or  1  to  5  times  higher  than  the  background  concentration  determined 
in  Step  8.7.2,  whichever  concentration  would  be  larger. 

8.7. 1.2  If  the  concentration  of  a  specific  analyte  in  a 
water  sample  is  not  being  checked  against  a  limit  specific  to  that 
analyte,  the  spike  should  be  at  the  same  concentration  as  the  QC 
reference  sample  (Step  8.6.2)  or  1  to  5  times  higher  than  the 
background  concentration  determined  in  Step  8.7.2,  whichever 
concentration  would  be  larger.  For  other  matrices,  the  recommended 
spiking  concentration  is  20  times  the  EQL. 
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8. 7. 1.3  For  semivolatile  organics,  it  may  not  be  possible 
to  determine  the  background  concentration  levels  prior  to  spiking 
(e.g.  maximum  holding  times  will  be  exceeded).  If  this  is  the  case, 
the  spike  concentration  should  be  (1)  the  regulatory  concentration 
limit,  if  any;  or,  if  none  (2)  the  larger  of  either  5  times  higher 
than  the  expected  background  concentration  or  the  QC  reference 
sample  concentration  (Step  8.6.2).  For  other  matrices,  the 
recommended  spiking  concentration  is  20  times  the  EQL. 

8.7.2  Analyze  one  unspiked  and  one  spiked  sample  aliquot  to 
determine  percent  recovery  of  each  of  the  spiked  compounds. 

8. 7. 2.1  Volatile  organics  -  Analyze  one  5-mL  sample 
aliquot  to  determine  the  background  concentration  (B)  of  each 
analyte.  If  necessary,  prepare  a  new  QC  reference  sample 
concentrate  (Step  8.6.1)  appropriate  for  the  background 
concentration  in  the  sample.  Spike  a  second  5-mL  sample  aliquot 
with  10  aiL  of  the  QC  reference  sample  concentrate  and  analyze  it  to 
determine  the  concentration  after  spiking  (A)  of  each  analyte. 
Calculate  each  percent  recovery  (p)  as  100(A  -  where  T  is  the 
known  true  value  of  the  spike. 

8. 7. 2. 2  Semivolatile  organics  -  Analyze  one  sample  aliquot 
(extract  of  1-L  sample)  to  determine  the  background  concentration 
(B)  of  each  analyte.  If  necessary,  prepare  a  new  QC  reference 
sample  concentrate  (Step  8.6.1)  appropriate  for  the  background 
concentration  in  the  sample.  Spike  a  second  1-L  sample  aliquot  with 
1.0  mL  of  the  QC  reference  sample  concentrate  and  analyze  it  to 
determine  the  concentration  after  spiking  (A)  of  each  analyte. 
Calculate  each  percent  recovery  (p)  as  100(A  -  B)VT,  where  T  is  the 
known  true  value  of  the  spike. 

8.7.3  Compare  the  percent  recovery  (p)  for  each  analyte  in  a  water 
sample  with  the  corresponding  criteria  presented  in  the  QC  Acceptance 
Criteria  Table  found  at  the  end  of  each  of  the  determinative  methods. 
These  acceptance  criteria  were  calculated  to  include  an  allowance  for 
error  in  measurement  of  both  the  background  and  spike  concentrations, 
assuming  a  spike  to  background  ratio  of  5:1.  This  error  will  be  accounted 
for  to  the  extent  that  the  analyst's  spike  to  background  ratio  approaches 
5:1.  If  spiking  was  performed  at  a  concentration  lower  than  the  QC 
reference  sample  concentration  (Step  8.6.2),  the  analyst  should  use  either 
the  QC  acceptance  criteria  presented  in  the  Tables,  or  optional  QC 
acceptance  criteria  calculated  for  the  specific  spike  concentration.  To 
calculate  optional  acceptance  criteria  for  the  recovery  of  an  analyte: 
(1)  Calculate  accuracy  (x')  using  the  equation  found  in  the  Method 
Accuracy  and  Precision  as  a  Function  of  Concentration  Table  (appears  at 
the  end  of  each  determinative  method),  substituting  the  spike 
concentration  (T)  for  C;  (2)  calculate  overall_precision  (S')  using  the 
equation  in  the  same  Table,  substituting  x'  for  x;  (3)  calculate  the  range 
for  recovery  at  the  spike  concentration  as  (lOOx'/T)  +  2.44(100S'/T)%. 

8.7.4  If  any  individual  p  falls  outside  the  designated  range  for 
recovery,  that  analyte  has  failed  the  acceptance  criteria.  A  check 
standard  containing  each  analyte  that  failed  the  criteria  should  be 
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analyzed  as  described  in  Step  8.8. 

8.8  If  any  analyte  in  a  water  sample  fails  the  acceptance  criteria  for 
recovery  in  Step  8.7,  a  QC  reference  standard  containing  each  analyte  that  failed 
should  be  prepared  and  analyzed. 

NOTE:  The  frequency  for  the  required  analysis  of  a  QC  reference  standard 
will  depend  upon  the  number  of  analytes  being  simultaneously  tested, 
the  complexity  of  the  sample  matrix,  and  the  performance  of  the 
laboratory.  If  the  entire  list  of  analytes  given  in  a  method  should 
be  measured  in  the  sample  in  Step  8.7,  the^  probability  that  the 
analysis  of  a  QC  check  standard  will  be  required  is  high.  In  this 
case,  the  QC  check  standard  should  be  routinely  analyzed  with  the 
spiked  sample. 

8.8.1  Preparation  of  the  QC  check  sample  -  For  volatile  organics, 
add  10  mL  of  the  QC  check  sample  concentrate  (Step  8.6.1  or  8.7.2)  to  5 
mL  of  water.  For  semivolatile  organics,  add  1.0  mL  of  the  QC  check  sample 
concentrate  (Step  8.6.1  or  8.7.2)  to  1  L  of  water.  The  QC  check  sample 
needs  only  to  contain  the  analytes  that  failed  criteria  in  the  test  in 
Step  8.7.  Prepare  the  QC  check  sample  for  analysis  following  the 
guidelines  given  in  Method  3500  (e.g.  purge-and-trap,  extraction,  etc.). 

8.8.2  Analyze  the  QC  check  sample  to  determine  the  concentration 
measured  (A)  of  each  analyte.  Calculate  each  percent  recovery  (p„  as 
100(A/T)%,  where  T  is  the  true  value  of  the  standard  concentration. 

8.8.3  Compare  the  percent  recovery  (p,)  for  each  analyte  with  the 
corresponding  QC  acceptance  criteria  found  in  the  appropriate  Table  in 
each  of  the  methods.  Only  analytes  that  failed  the  test  in  Step  8.7  need 
to  be  compared  with  these  criteria.  If  the  recovery  of  any  such  analyte 
falls  outside  the  designated  range,  the  laboratory  performance  for  that 
analyte  is  judged  to  be  out  of  control,  and  the  problem  should  be 
immediately  identified  and  corrected.  The  result  for  that  analyte  in  the 
unspiked  sample  is  suspect  and  may  not  be  reported  for  regulatory 
compliance  purposes. 

8.9  As  part  of  the  QC  program  for  the  laboratory,  method  accuracy  for 
each  matrix  studied  should  be  assessed  and  records  should  be  maintained.  After 
the  analysis  of  five  spiked  samples  (of  ^e  same  matrix  type)  as  in  Step  8.7, 
calculate  the  average  percent  recovery  (p)  and  the  standard  deviation  of  the 
percent  recovery  (s  ).  Express  the  accuracy  assessment  as  a  percent  recovery 
interval  from  p  -  2s  to  p  +  2s  .  If  p  »  90%  and  s  ■  10%,  for  example,  the 
accuracy  interval  is  expressed  as  70-110%.  Update  the  accuracy  assessment  for 
each  analyte  on  a  regular  basis  (e.g.  after  each  five  to  ten  new  accuracy 
measurements ) . 

8.10  Calculate  surrogate  control  limits  as  follows: 

8.10.1  For  each  sample  analyzed,  calculate  the  percent  recovery 
of  each  surrogate  in  the  sample. 

8.10.2  Calculate  the  average  percent  recovery  (p)  and  standard 
deviation  of  the  percent  recovery  (s)  for  each  of  the  surrogates  when 
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surrogate  data  from  25  to  30  samples  for  each  matrix  is  available. 

8.10.3  For  a  given  matrix,  calculate  the  upper  and  lower 
control  limit  for  method  performance  for  each  surrogate  standard.  This 
should  be  done  as  follows: 

Upper  Control  Limit  (UCL)  «  p  +  3s 

Lower  Control  Limit  (KL)  «  p  -  3s 

8.10.4  For  aqueous  and  soil  matrices,  these  laboratory 
established  surrogate  control  limits  should,  if  applicable,  be  compared 
with  the  control  limits  in  Tables  A  and  B  of  Methods  8240  and  8270, 
respectively.  The  limits  given  in  these  methods  are  multi -laboratory 
performance  based  limits  for  soil  and  aqueous  samples,  and  therefore,  the 
single- laboratory  limits  established  in  Step  8.10.3  should  fall  within 
those  given  in  Tables  A  and  B  for  these  matrices. 

8.10.5  If  recovery  is  not  within  limits,  the  following  is 
required. 

•  Check  to  be  sure  there  are  no  errors  in  calculations, 
surrogate  solutions  and  internal  standards.  Also,  check 
instrument  performance. 

•  Recalculate  the  data  and/or  reanalyze  the  extract  if  any  of 
the  above  checks  reveal  a  problem. 

•  Reextract  and  reanalyze  the  sample  if  none  of  the  above  are  a 
problem  or  flag  the  data  as  "estimated  concentration." 

8.10.6  At  a  minimum,  each  laboratory  should  update  surrogate 
recovery  limits  on  a  matrix-by-matrix  basis,  annually. 

8.11  It  is  recommended  that  the  laboratory  adopt  additional  quality 
assurance  practices  for  use  with  this  method.  The  specific  practices  that  are 
most  productive  depend  upon  the  needs  of  the  laboratory  and  the  nature  of  the 
samples.  Field  duplicates  may  be  analyzed  to  assess  the  precision  of  the 
environmental  measurements.  When  doubt  exists  over  the  identification  of  a  peak 
on  the  chromatogram,  confirmatory  techniques  such  as  gas  chromatography  with  a 
dissimilar  column,  specific  element  detector,  or  mass  spectrometer  should  be 
used.  Whenever  possible,  the  laboratory  should  analyze  standard  reference 
materials  and  participate  in  relevant  performance  evaluation  studies. 


9.0  METHOD  PERFORMANCE 

9.1  The  method  detection  limit  (MDL)  is  defined  as  the  minimum 
concentration  of  a  substance  that  can  be  measured  and  reported  with  99% 
confidence  that  the  value  is  above  zero.  The  MDL  concentrations  listed  in  the 
referring  analytical  methods  were  obtained  using  water.  Similar  results  were 
achieved  using  representative  wastewaters.  The  MDL  actually  achieved  in  a  given 
analysis  will  vary  depending  on  instrument  sensitivity  and  matrix  effects. 
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9.2  Refer  to  the  determinative  method  for  specific  method  performance 
information. 


10.0  REFERENCES 

1  U.S.  ERA  40  CFR  Part  136,  "Guidelines  Establishing  Test  Procedures  for  the 
Analysis  of  Pollutants  Under  the  Clean  Water  Act;  Final  Rule  and  Interim 
Final  Rule  and  Proposed  Rule,"  October  26,  1984. 

2.  U.S.  EPA  Contract  Laboratory  Program,  Statement  of  Work  for  Organic 
Analysis,  July  1985,  Revision. 
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Addendum  to  Method  8330 


This  Addendum  serves  to  describe  our  interpretation  of  certain  portions  of  Method  8330 
and  to  describe  curve  fitting  as  actually  performed. 


1.  Interpretation:  Midpoint  calibration  standards  are  run  in  triplicate  at  the  start  of  the 
run  and  every  ten  samples  thereafter  (and  as  the  last  sample  of  the  run).  These  are 
counted  as  they  are  loaded  on  the  machine.  A  pair  of  reagent  blanks  are  usually  run 
before  the  three  initial  midpoint  calibration  standards.  For  every  twenty  customer 
samples,  one  is  selected  to  have  an  aliquot  run  with  a  matrix  spike  added  and  another 
aliquotrun  with  a  matrix  spike  duplicate.  In  addition,  for  every  twenty  customer  samples, 
a  method  blank  is  run.  Thus,  an  analytical  run  can  be  summarized  as  follows: 


Reagent  Blank 
Reagent  Blank 
Midpoint  Cal.  Std. 
Midpoint  Cal.  Std. 
Midpoint  Cal.  Std. 

Method  Blank 
Laboratory  Control  Sample 
Customer  Sample  1 
Customer  Sample  2 
Customer  Sample  3 
Customer  Sample  4 
Customer  Sample  5 
Matrix  Spike  of  Sample  5 
Matrix  Spike  Duplicate  of  5 
Customer  Sample  6 
\Cdpoint  Cal.  Std. 
Customer  Sample  7 
Customer  Sample  8 
Customer  Sample  9 
Customer  Sample  10 
Customer  Sample  1 1 
Customer  Sample  12 
Customer  Sample  13 
Customer  Sample  14 
Customer  Sample  IS 
Customer  Sample  16 
Midpoint  Cal.  Std. 

Customer  Sample  1 7 
Customer  Sample  18 
Customer  Sample  19 
Customer  Sample  20 
Method  Blank 
Laboratory  Control  Sample 
Customer  Sample  21 
Matrix  Spike  of  21 
Matrix  Spike  Duplicate  of  21 
Customer  Sample  22 
Midpoint  Cal.  Std. 

Customer  Sample  23 
Customer  Sample  24 


Here,  "Reagent  Blank"  refers  to  only  the  solvents  such  as  are  used  to  make  calibration 
solutions.  "Method  Blank"  would  include  solvent  or  clean  dry  cloth  smear  carried 
through  any  preparation  steps  associated  with  the  batch.  The  "Laboratory  Control 
Sample"  is  called  by  other  names  in  various  documents.  It  is  made  using  standard  material 
other  than  that  used  in  calibrating  the  machine.  Note  also  that  the  customer  sample  to  be 
spiked  as  the  matrix  spike  and  matrix  spike  duplicate  may  be  chosen  at  random  through 
any  group  of  20. 

2.  Modification:  If  any  midpoint  calibration  standard  does  not  fall  within  15%  of  the  daily 
average  of  the  first  three  midpoint  calibration  standards,  then  the  previous  ten  samples 
will  be  reanalysed. 

3.  iiiterpretation:  Calibration  curves  will  be  run  and  utilized  as  described  in  Method 
8330.  Curves  will  be  run  based  on  peak  height  rather  than  peak  area.  Curve  fits  will  be 
forced  through  the  origin  utilizing  standard  peak  fitting  software  provided  by  the 
manufacturer  of  the  chromatography  system  or  a  commercially  available  spreadsheet. 

4.  Interpretation:  Calibration  curves  will  be  run  initially.  These  curves  will  be  placed  into 
use  and  will  be  used  until  there  is  indication  of  a  change  in  system  response.  They  will  not 
be  re-run  unless  the  midpoint  calibration  checks  indicate  that  the  response  slope  of  the 
system  has  changed  significantly.  That  is,  there  is  no  need  to  re-run  the  curves  monthly  or 
on  any  other  frequency  unless  there  is  indication  of  a  change.  Furthermore,  the  solutions 
are  being  used  longer  than  30  days.  Since  they  can  be  compared  to  their  initial 
concentration,  we  intend  to  keep  them  in  use  until  a  change  is  indicated. 

5.  Modification:  The  calcium  chloride  in  Step  5.5  "Working  Standards"  will  be  replaced 
with  HPLC  grade  water.  (The  calcium  chloride  solution  is  present  to  coagulate  clay 
particles  in  soil  analysis.) 

6.  Modification:  We  will  not  be  utilizing  the  dual-column  confirmation  analysis  mentioned 
in  steps  2.3,  4. 1 .2.2,  7.2,  and  7.4. 1 .  We  know  from  the  test  plan  what  compounds  should 
be  present.  We  are  not  attempting  to  determine  and  confirm  environmental  pollutants. 

7.  Modification;  We  are  not  using  surrogates  as  mentioned  in  step  5.6  at  the  request  of 
the  customer. 

8.  Modification:  Our  spiking  solutions  are  in  acetonitrile,  not  methanol  as  mentioned  in 

5.7. 

9.  Modification;  We  are  not  premixing  the  mobile  phase  as  specified  in  step  5.8.1  but  are 
mixing  the  reagents  in  the  pump. 
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Appendix  B  -  Sample  Preparation 


1 .0  Sample  Types 

1 . 1  Samples  received  were  one  of  three  types: 

1.1.1  Liquids  (projectile  extracts,  impinger  solutions  or  Tenax  holder/impinger  washings.) 

1.1.2  Gauze  smears  (smear  samples  were  taken  from  mine  bodies  which  did  not  lend  themselves  to  free 
liquid  extraction  or  from  Ae  inside  of  the  HGD  chamber.) 

1.1.3  Solids  (Tenax  resin,  insulation,  any  other  solids.) 

2.0  Before  sample  preparation  starts,  place  all  samples  in  a  dark  area  and  allow  them  to  reach  room 
temperature. 

3.0  Liquid  Sample  Preparation 

Liquid  samples  are  one  of  three  matrices:  acetonitrile  (AcCN),  water,  or  AcCN/hexane  (used  for 
extraction  of  Compound  A).  Each  matrix  is  prepared  for  filtration  differently: 

3. 1  Combine  acetonitrile  matrices  1:1  with  water  (usually  2  mL  of  sample  plus  2  mL  of  water)  in  an  8 
mL  vial.  Cap  the  vial  and  cover  it  with  an  aluminum  foil  sleeve.  Shake  it  briefly  and  then  place 
it  in  a  dark  area  for  a  minimum  of  20  minutes. 

3.2  Combine  water  matrices,  excluding  those  containing  ammonium  picrate,  1:1  with  acetonitrile 
(usually  2  mL  of  sample  plus  2  mL  of  acetonitrile)  in  an  8  mL  vial  .  Cap  the  vial  and  cover  it  with 
an  aluminum  foil  sleeve.  Shake  it  briefly  and  then  place  it  in  a  dark  area  for  a  minimum  of  20 
minutes. 

3.3  For  acetonitrile/hexane  matrices,  first  remove  as  much  of  the  hexane  layer  (top)  as  possible  with  a 
Pasteur  pipette.  Then  combine  the  acetonitrile  layer  1 : 1  with  HPLC  grade  water  (usually  2  mL  of 
sample  plus  2  mL  of  water)  in  an  8  mL  vial .  Cap  the  vial  and  cover  it  with  an  aluminum  foil 
sleeve.  Shake  it  briefly  and  then  place  it  in  a  dark  area  for  a  minimum  of  20  minutes.  Before 
filtration,  remove  any  hexane  that  had  been  forced  out  of  the  acetonitrile  fraction  by  the  water 
with  a  Pasteur  pipette. 

4.0  Smear  Sample  Preparation 

4. 1  Samples  are  received  either  in  100  or  250  mL  size  clear,  pre-cleaned,  wide-mouth  bottles  with 
Teflon-lined  closures. 

4.2  If  the  smear  is  contained  in  a  250  mL  bottle,  wrap  the  bottle  with  aluminum  foil.  Add  100  mL  of 
acetonitrile  (measured  with  a  graduated  cylinder)  to  the  bottle  along  with  a  stir  bar.  Reseal  the 
top. 

4.3  If  the  smear  is  in  a  100  mL  bottle,  transfer  the  smear  to  a  new  250  mL  bottle  wrapped  with 
aluminum  foil.  Use  100  mL  of  acetonitrile  to  rinse  the  100  mL  bottle  into  the  new  bottle.  Add  a 
stir  bar  to  the  new  bottle  and  reseal  the  top. 

4.4  Place  the  extraction  bottles  on  a  magnetic  stirrer  on  medium  speed  for  at  least  1  hour. 

4.5  Turn  off  the  stirrers  and  allow  the  extractant  solutions  to  settle  for  a  short  period  of  time. 


4.6  Combine  the  acetonitrile  extract  1:1  with  HPLC  grade  water  (usually  2  mL  of  sample  plus  2  mL 
of  water)  in  an  8  mL  vial.  Cap  the  vial  and  cover  it  with  an  aluminum  foil  sleeve.  Shake  it 
briefly  and  then  place  it  in  a  d^k  area  for  a  minimum  of  20  minutes. 

5.0  Solid  Sample  Preparation 

5.  Tenax 

S.  1 . 1  Samples  of  Tenax  resin  are  usually  received  in  glass  Tenax  resin  sampling  tubes  which  were 
sealed  at  both  ends  with  Parafilm©  and  wrapped  with  aluminum  foil. 

5.1.2  Place  the  contents  of  the  sampling  tube  in  a  250  mL  pre-cleaned  bottle  along  with  a  stir  bar. 

5.1.3  Wrap  the  bottle  with  aluminum  foil.  Add  100  mL  of  acetonitrile  by  passing  it  through  the  inside 
bore  of  the  resin  sampling  mbe.  Reseal  the  bottle. 

5.2  Other  solids 

5.2. 1  Other  solids,  such  as  insulation,  are  received  in  either  100  or  250  mL  size  bottles. 

5.2.2  Remove  the  solids  from  their  containers.  Place  them  on  a  weighing  boat.  Weigh  them  on  an 
analytical  balance.  Record  the  weight. 

5.2.3  Transfer  the  solids  to  a  new  250  mL  pre-cleaned  bottle  which  has  been  wrapped  in  aluminum 
foil.  Add  a  stir  bar  to  the  bottle. 

5.2.4  Add  100  mL  of  acetonitrile  (portions  of  which  were  used  to  rinse  the  original  sample  container 
and  the  weighing  boat)  and  reseal  the  bottle. 

5.2.5  Place  the  extraction  bottle  on  a  magnetic  stirrer  on  medium  speed  for  at  least  1  hour. 

5.2.6  Turn  the  stirrers  off  and  allow  the  extractant  solutions  to  settle  for  a  short  period  of  time. 

5.2.7  Combine  the  acetonitrile  extract  1:1  with  HPLC  grade  water  (usually  2  mL  of  sample  plus  2  mL 
of  water)  in  an  8  mL  vial.  Cap  the  vial  and  cover  it  with  an  aluminum  foil  sleeve.  Shake  it 
briefly,  and  then  place  it  in  a  dark  area  for  a  minimum  of  20  minutes. 

6.0  Filtration 

6.1  At  this  point,  the  extracts  from  all  three  sample  types  (liquids,  smears,  and  solids)  are  treated  the 
same. 

6.2  Pour  the  contents  of  each  8  mL  vial  into  a  10  mL  syringe  whose  plunger  has  been  removed  and  to 
which  is  attached  a  25  mm  syringe  filter. 

6.3  Remount  the  syringe  plunger  and  filter  approximately  2  mL  of  solution  into  a  waste  breaker. 

6.4  Filter  a  portion  of  the  remaining  solution  into  an  amber  autosampler  vial. 

Keep  the  autosampler  vials  in  a  dark  area  until  they  are  loaded  on  the  Varian  model  9100 
autosampler. 


6.5 
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Appendix  C  -  Quality  Control 


1.0  Field  QC 

Sample  sets  received  from  the  Hawthorne  test  site  contain  a  set  of  field  quality  control  samples  for 
every  20  samples  consisting  of  a  blank  solution,  spiked  projectile  sacrifice,  high  field  QC  solution, 
and  low  field  QC  solution.  A  sample  of  the  stock  solution  used  to  make  the  high  and  low  field 
QC  spikes  should  also  be  present.  Count  these  the  same  as  other  field  samples  in  determining 
batch  size. 

2.0  Laboratory  QC 

Once  in  the  laboratory,  add  the  following  list  of  quality  control  sample  types  for  every  20 
analytical  samples;  method  blank,  laboratory  control  sample,  matrix  spike,  and  matrix  spike 
duplicate. 

3.0  Method  Blank 

3.1  For  liquid  samples,  use  a  10  mL  portion  of  acetonitrile  treated  as  a  normal  analytical  liquid 
sample. 

3.2  For  smears,  place  a  clean  gauze  wipe  in  a  pre-cleaned  250  mL  jar  along  with  a  stir  bar  and  100 
mL  o  acetonitrile. 

3.3  Treat  the  sample  as  a  normal  analytical  sample. 

4.0  Laboratory  Control  Sample 

4. 1  The  spike  solution  must  be  prepared  from  a  source  separate  from  that  used  for  calibration 
standards.  Match  the  spike  solution  to  the  analytes  being  studied  (TNT,  RDX,  or  both  TNT  and 
RDX).  The  spiking  solution  concentration  should  be  made  up  to  approximately  10  ug/mL  for 
each  analyte. 

4.2  For  liquid  samples,  add  0.5  mL  of  spike  solution  to  a  10  mL  volumetric  flask.  Bring  it  to  volume 
with  acetonitrile. 

4.3  For  smears,  place  a  clean  gauze  wipe  in  a  precleaned  250  mL  jar  along  with  a  stir  bar.  Pipette  5 
mL  of  spike  solution  onto  the  gauze  wipe.  Add  95mL  of  acetonitrile  measured  in  a  graduated 
cylinder. 

4.4  Treat  the  sample  as  a  normal  analytical  sample. 

5.0  Matrix  Spike  and  Matrix  Spike  Duplicate 

5. 1  Select  a  routine  field  sample  (not  a  field  QC  sample,  sacrifice  or  stock  solution)  at  random  to  be 
spiked. 

5.2  Match  the  spiking  solution  to  the  analytes  being  smdied  (TNT,  RDX  or  both  TNT  and  RDX). 

The  spiking  solution  should  be  made  up  to  approximately  10  ug/mL  for  each  analyte. 

5.3  Add  0.5  mL  of  spiking  solution  to  a  10  mL  volumetric  flask.  Bring  it  to  volume  with  the  liquid 
portion  of  a  sample  or  the  extract  of  a  smear  or  solid  sample. 


5.4  Treat  the  sample  as  a  normal  analytical  sample. 

6.0  Control  Charts 

6. 1  After  samples  are  calculated,  plot  the  following  items  on  control  charts: 

6.1.1  Percent  recovery  of  TNT  or  RDX  for  laboratory  control  samples. 

6.1.2  Percent  recovery  for  matrix  spikes  and  matrix  spike  duplicates. 

6.1.3  Initial  calibration  verification  and  continuing  calibration  verifications.  Note:  These  are  plotted  on 
the  same  chart. 
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NITRQAROHATTCS  AND  NITRAHINES  BY  HIGH 
PERFORMANCE  LIQUID  CHROMATOGRAPHY  (HPLC) 


1.0  SCOPE  AND  APPLICATION 

I.l  Method  8330  Is  Intended  for  the  trace  analysis  of  explosives  residues 
by  high  performance  liquid  chromatography  using  a  UV  detector.  This  method  is 
used  to  determine  the  concentration  of  the  following  compounds  in  a  water,  soil, 
or  sediment  matrix: 


Compound 

Abbreviation 

CAS  No* 

Octahydro- 1 , 3 , 5 , 7- tetran i tro- 1 , 3 , 5 , 7 - tetrazoci ne 

HMX 

2691-41-0 

Hexahydr6-l,3,5-trinitro-l,3,5-triazine 

ROX 

121-82-4 

1 , 3 , 5-T ri ni trobenzene 

1.3,5-TNB 

99-35-4 

1,3-Dinitrobenzene 

1,3-DNB 

99-65-0 

Methyl -2,4,6-trini tropheny 1 n i trami ne 

Tetryl 

479-45-8 

Nitrobenzene 

NB 

98-95-3 

2,4,6-Trinitrotoluene 

2,4,6-TNT 

118-96-7 

4-Ami no- 2 , 6-di ni trotol uene 

4-Am-ONT 

1946-51-0 

2-Amino-4,  6-dinitrotoluene 

2-Am-DNT 

355-72-78-2 

2,4-Dinitrotoluene 

2,4-DNT 

121-14-2 

2,6-Dinitrotoluene 

2,6-DNT 

606-20-2 

2-Ni trotol uene 

2-NT 

88-72-2 

1-Ni trotol uene 

3 -NT 

99-08-1 

4-Ni trotol uene 

4-NT 

99-99-0 

a  Chemical  Abstracts  Service  Registry  number 

1.2  Method  8330  provides  a  salting-out  extraction  procedure  for  low 
concentration  (parts  per  trillion  or  nanograms  per  liter)  of  explosives  residues 
in  surface  or  ground  water.  Direct  injection  of  diluted  and  filtered  water 
samples  can  be  used  for  water  samples  of  higher  concentration  (See  Table  1). 

1.3  All  of  these  compounds  are  either  used  in  the  manufacture  of 
explosives  or  are  the  degradation  products  of  compounds  used  for  that  purpose. 
When  making  stock  solutions  for  calibration,  treat  each  explosive  compound  with 
caution.  See  NOTE  in  Section  5.3.1  and  Section  11  on  Safety. 

1.4  The  estimated  quantitation  limits  (EQLs)  of  target  analytes 
determined  by  Method  8330  in  water  and  soil  are  presented  in  Table  1. 

1.5  This  method  is  restricted  to  use  by  or  under  the  supervision  of 
analysts  experienced  in  the  use  of  HPLC,  skilled  in  the  interpretation  of 
chromatograms,  and  experienced  in  handling  explosive  materials.  (See  Section 
11.0  on  SAFETY.)  Each  analyst  must  demonstrate  the  ability  to  generate 
acceptable  results  with  this  method. 
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2.0  SUMMARY  OF  METHOD 


2  r  Method  8330  provides  high  performance  liquid  chromatographic  (HPLC) 
conditions  for  the  detection  of  ppb  levels  of  certain  explosives  residues  in 
water,  soil  and  sediment  matrix.  Prior  to  use  of  this  method,  appropriate  sample 
preparation  techniques  must  be  used. 


2  2  Low-Level  Salting-out  Method  With  No  Evaporation:  Aqueous  samples 
of  low  concentration  are  extracted  by  a  salting-out  extraction  procedure  with 
acetonitrile  and  sodium  chloride.  The  small  volume  of  acetonitrile  that  remains 
undissolved  above  the  salt  water  is  drawn  off  and  transferred  to  a  smaller 
volumetric  flask.  It  is  back-extracted  by  vigorous  stirring  with  a  specific 
volume  of  salt  water.  After  equilibration,  the  phases  are  allowed  to  separate 
and  the  small  volume  of  acetonitrile  residing  in  the  narrow  neck  of  the 
volumetric  flask  is  removed  using  a  Pasteur  pipet.  The  concentrated  extract  is 
diluted  1:1  with  reagent  grade  water.  An  aliquot  is  separated  on  a  C-18  reverse 
phase  column,’  determined  at  254  nm,  and  confirmed  on  a  CN  reverse  phase  column. 


2  3  High-level  Direct  Injection  Method:  Aqueous  samples  of  higher 
concentration  can  be  diluted  1/1  (v/v)  with  methanol  or  acetonitrile,  filtered, 
separated  on  a  C-18  reverse  phase  column,  determine  at  254  nm,  and  confirmed  on 
a  CN  reverse  phase  column.  If  HMX  is  an  important  target  analyte,  methanol  is 
preferred. 


2.4  Soil  and  sediment  samples  are  extracted  using  acetonitrile  in  an 
ultrasonic  bath,  filtered  and  chromatographed  as  in  Section  2.3. 


3.0  INTERFERENCES 


3.1  Solvents,  reagents,  glassware  and  other  sample  processing  hardware 
may  yield  discrete  artifacts  and/or  elevated  baselines,  causing  misinterpretation 
of  the  chromatograms.  All  of  these  materials  must  be  demonstrated  to  be  free 
from  i nterf erences . 


3.2  2,4-DNT  and  2,6-DNT  elute  at  similar  retention  times  (retention  time 
difference  of  0.2  minutes).  A  large  concentration  of  one  isomer  may  mask  the 
response  of  the  other  isomer.  If  it  is  not  apparent  that  both  isomers  are 
present  (or  are  not  detected),  an  isomeric  mixture  should  be  reported. 

3.3  Tetryl  decomposes  rapidly  in  methanol /water  solutions,  as  well  as 
with  heat.  All  aqueous  samples  expected  to  contain  tetryl  should  be  diluted  with 
acetonitrile  prior  to  filtration.  All  samples  expected  to  contain  tetryl  should 
not  be  exposed  to  temperatures  above  room  temperature. 

3.4  Degradation  products  of  tetryl  appear  as  a  shoulder  on  the  2,4,6-TNT 
peak.  Peak  heights  rather  than  peak  areas  should  be  used  when  tetryl  is  present 
in  concentrations  that  are  significant  relative  to  the  concentration  of 
2,4,6-TNT. 
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4.0  APPARATUS  AND  MATERIALS 

4 . 1  HPLC  system 

4.1.1  HPLC  -  equipped  with  a  pump  capable  of  achieving  4000  psi,  a 
100  |i1  loop  Injector  and  a  254  nm  UV  detector  (Perkin  Elmer  Series  3,  or 
equivalent).  For  the  low  concentration  option,  the  detector  must  be 
capable  of  a  stable  baseline  at  0.001  absorbance  units  full  scale. 

4.1.2  Recommended  Columns: 

4. 1.2.1  Primary  column:  C-18  Reverse  phase  HPLC  column, 
25  cm  X  4.6  mm  (5  pm),  (Supelco  LC-18,  or  equivalent). 

4. 1.2.2  Secondary  column:  CN  Reverse  phase  HPLC  column, 
25  cm  X  4.6  mm  (5  pm),  (Supelco  LC-CN,  or  equivalent). 

4.1.3  Strip  chart  recorder. 

4.1.4  Digital  Integrator  (optional). 

4.1.5  Autosampler  (optional). 

4.2  Other  Equipment 

4.2.1  Temperature  controlled  ultrasonic  bath. 

4.2.2  Vortex  mixer. 

4.2.3  Balance  ±  0.0001  g. 

4.2.4  Magnetic  stirrer  with  stirring  pellets. 

4.2.5  Hater  bath  •  Heated,  with  concentric  ring  cover,  capable  of 
temperature  control  (±  5*C).  The  bath  should  be  used  In  a  hood. 

4.2.6  Oven  -  Forced  air,  without  heating. 

4.3  Materials 

4.3.1  High  pressure  injection  syringe  -  500  pL,  (Hamilton  liquid 
syringe  or  equivalent). 

4.3.2  Disposable  cartridge  filters  -  0.45  pm  Teflon  filter. 

4.3.3  Pipets  •  Class  A,  glass.  Appropriate  sizes. 

4.3.4  Pasteur  pipets. 

4.3.5  Scintillation  Vials  -  20  mL,  glass. 

4.3.6  Vials  -  15  mL,  glass.  Teflon-lined  cap. 
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4.3.7  Vials-  40  mL,  glass,  Teflon-lined  cap. 

4.3.8  Disposable  syringes  -  Plastipak,  3  mL  and  10  mL  or  equivalent. 


4.3.9  Volumetric  flasks  -  Appropriate  sizes  with  ground  glass 
stoppers.  Class  A. 

NOTE:  The  100  mL  and  1  L  volumetric  flasks  used  for  magnetic  stirrer 
extraction  must  be  round. 


4.3.10 


Vacuum  desiccator  -  Glass. 


4.3.11 


Nortar  and  pestle  -  Steel. 


4.3.12 


Sieve  -  30  mesh. 


4:3.13 


Graduated  cylinders  -  Appropriate  sizes. 


4.4  Preparation  of  Materials 

4.4.1  Prepare  all  materials  to  be  used  as  described  in  Chapter  4  for 
semivolatile  organics. 


5.0  REAGENTS 

5.1  Reagent  grade  chemicals  shall  be  used  in  all  tests.  Unless  otherwise 
indicated,  it  is  intended  that  all  reagents  shall  conform  to  the  specifications 
of  the  Comnittee  on  Analytical  Reagents  of  the  American  Chemical  Society,  where 
such  specifications  are  available.  Other  grades  may  be  used,  provided  it  is 
first  ascertained  that  the  reagent  is  of  sufficiently  high  purity  to  permit  its 
use  without  lowering  the  accuracy  of  the  determination. 

5.1.1  Acetonitrile,  CH3CN  -  HPLC  grade. 

5.1.2  Methanol,  CH3OH  -  HPLC  grade. 

5.1.3  Calcium  chloride,  CaCl2  -  Reagent  grade.  Prepare  an  aqueous 
solution  of  5  g/L. 

5.1.4  Sodium  chloride,  NaCl,  shipped  in  glass  bottles  -  reagent 

grade . 

5.2  Organic-free  reagent  water  -  All  references  to  water  in  this  method 
refer  to  organic-free  reagent  water,  as  defined  in  Chapter  One. 

5.3  Stock  Standard  Solutions 

5.3.1  Dry  each  solid  analyte  standard  to  constant  weight  in  a  vacuum 
desiccator  in  the  dark.  Place  about  0.100  g  (weighed  to  0.0001  g)  of  a 
single  analyte  into  a  100  mL  volumetric  flask  and  dilute  to  volume  with 
acetonitrile.  Invert  flask  several  times  until  dissolved.  Store  in 
refrigerator  at  4*C  in  the  dark.  Calculate  the  concentration  of  the  stoci 
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solution  from  the  actual  weight  used  (nominal  concentration  >  1,000  mg/L). 
Swock  solutions  may  be  used  for  up  to  one  year. 

NOTE:  The  HHX,  RDX,  Tetryl,  and  2,4,6-TMT  are  explosives  and  the 
neat  material  should  be  handled  carefully.  See  SAFETY  In 
Section  11  for  guidance.  HMX,  RDX,  and  Tetryl  reference 
materials  are  shipped  under  water.  Drying  at  ambient 
temperature  requires  several  days.  DO  NOT  DRY  AT  HEATED 
TEMPERATURES! 

5.4  Intermediate  Standards  Solutions 

5.4.1  If  both  2,4>DNT  and  2,6-DNT  are  to  be  determined,  prepare  two 
separate  Intermediate  stock  solutions  containing  (I)  HMX,  RDX,  1,3,5-TNB, 
1,3-DNB,  NB,  2,4,6-TNT,  and  2,4-DNT  and  (2)  Tetryl,  2,6-DNT,  2-NT,  3-NT, 
and  4-NT.  Intermediate  stock  standard  solutions  should  be  prepared  at 
1,000  pg/L,  In  acetonitrile  when  analyzing  soil  samples,  and  In  methanol 
when  analyzing  aqueous  samples. 

5.4.2  Dilute  the  two  concentrated  Intermediate  stock  solutions,  with 
the  appropriate  solvent,  to  prepare  Intermediate  standard  solutions  that 
cover  the  range  of  2.5  -  1,000  pg/L.  These  solutions  should  be 
refrigerated  on  preparation,  and  may  be  used  for  30  days. 

5.4.3  For  the  low-level  method,  the  analyst  must  conduct  a  detection 
limit  study  and  devise  dilution  series  appropriate  to  the  desired  range. 
Standards  for  the  low  level  method  must  be  prepared  Immediately  prior  to 
use. 


5.5  Working  standards 

5.5.1  Calibration  standards  at  a  minimum  of  five  concentration 
levels  should  be  prepared  through  dilution  of  the  Intermediate  standards 
solutions  by  50%  (v/v)  with  5  g/L  calcium  chloride  solution  (Section 
5.1.3).  These  solutions  must  be  refrigerated  and  stored  In  the  dark,  and 
prepared  fresh  on  the  day  of  calibration. 

5.6  Surrogate  Spiking  Solution 

5.6.1  The  analyst  should  monitor  the  performance  of  the  extraction 
and  analytical  system  as  well  as  the  effectiveness  of  the  method  In 
dealing  with  each  sample  matrix  by  spiking  each  sample,  standard  and 
reagent  water  blank  with  one  or  two  surrogates  (e.g.,  analytes  not 
expected  to  be  present  In  the  sample). 

5.7  Matrix  Spiking  Solutions 

5.7.1  Prepare  matrix  spiking  solutions  In  methanol  such  that  the 
concentration  In  the  sample  Is  five  times  the  Estimated  Quantitation  Limit 
(Table  1).  All  target  analytes  should  be  Included. 
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5.8  HPLC  Mobile  Phase 

5.8.1  To  prepare  1  liter  of  mobile  phase,  add  500  ml  of  methanol  to’ 
500  ml  of  organic- free  reagent  water. 

6.0  SAMPLE  COLLECTION,  PRESERVATION,  AND  HANDLING 

6.1  Follow  conventional  sampling  and  sample  handling  procedures  as 
specified  for  semi volatile  organics  in  Chapt.  4. 

6.2  Samples  and  sample  extracts  must  be  stored  in  the  dark  at  4*C. 
Holding  times  are  the  same  as  for  semivolatile  organics. 


7.0  PROCEDURE 

A 

7.1  Sample  Preparation 

7.1.1  Aqueous  Samples:  It  is  highly  recommended  that  process  waste 
samples  be  screened  with  the  high-level  method  to  determine  if  the  low 
level  method  (1-50  pg/L)  is  required.  Most  groundwater  samples  will  fall 
into  the  low  level  method. 

.7. 1.1.1  Low-Level  Method  (salting-out  extraction) 

7. 1.1. 1.1  Add  251.3  g  of  sodium  sulfate  to  a  1  L 
volumetric  flask  (round).  Measure  out  770  mL  of  a  water 
sample  (using  a  1  L  graduated  cylinder)  and  transfer  it  to  the 
volumetric  flask  containing  the  salt.  Add  a  stir  bar  and  mix 
the  contents  at  maximum  speed  on  a  magnetic  stirrer  until  the 
salt  is  completely  dissolved. 

7. 1.1. 1.2  Add  164  mL  of  acetonitrile  (measured  with  a 
250  mL  graduated  cylinder)  while  the  solution  is  being  stirred 
and  stir  for  an  additional  15  minutes.  Turn  off  the  stirrer 
and  allow  the  phases  to  separate  for  10  minutes. 

7. 1.1. 1.3  Remove  the  acetonitrile  (upper)  layer  (about 
8  mL)  with  a  Pasteur  pipet  and  transfer  it  to  a  100  mL 
volumetric  flask  (round).  Add  10  mL  of  fresh  acetonitrile  to 
the  water  sample  in  the  1  L  flask.  Again  stir  the  contents  of 
the  flask  for  15  minutes  followed  by  10  minutes  for  phase 
separation.  Combine  the  second  acetonitrile  portion  with  the 
initial  extract.  The  inclusion  of  a  few  drops  of  salt  water 
at  this  point  is  unimportant. 

7. 1.1. 1.4  Add  84  mL  of  salt  water  (325  g  NaCl  per  1000 
mL  of  reagent  water)  to  the  acetonitrile  extract  in  the  100  mL 
volumetric  flask.  Add  a  stir  bar  and  stir  the  contents  on  a 
magnetic  stirrer  for  15  minutes  followed  by  10  minutes  for 
phase  separation.  Carefully  transfer  the  acetonitrile  phase 
to  a  10  mL  graduated  cylinder  using  a  Pasteur  pipet.  At  this 
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stage  the  amount  of  water  transferred  with  the  acetonitrile 
must  be  minimized.  The  water  contains  a  high  concentration  of 
NaCI  that  produces  a  large  peak  at  the  beginning  of  the 
chromatogram  where  it  could  interfere  with  the  HMX 
determination. 


7. 1.1. 1.5  Add  an  additional  1.0  mL  of  acetonitrile  to 
the  100  ml  volumetric  flask.  Again  stir  the  contents  of  the 
flask  for  15  minutes  followed  by  10  minutes  for  phase 
separation.  Combine  the  second  acetonitrile  portion  with  the 
initial  extract  in  the  10  ml  graduated  cylinder  (transfer  to 
a  25  ml  graduated  cylinder  if  the  volume  exceeds  5  ml). 
Record  the  total  volume  of  acetonitrile  extract  to  the  nearest 
0.1  ml.  (Use  this  as  the  volume  of  total  extract  [V,]  in  the 
calculation  of  concentration  after  converting  to  pL).  The 
resulting  extract,  about  5*6  ml,  is  then  diluted  1:1  with 
reagent  water  prior  to  analysis. 

7. 1.1. 1.6  If  the  diluted  extract  is  turbid,  filter  it 
through  a  0.45  •  pm  Teflon  filter  using  a  disposable  syringe. 
Discard  the  first  0.5  ml  of  filtrate,  and  retain  the  remainder 
in  a  Teflon-capped  vial  for  RP-HPLC  analysis  as  in  Section 
7.4. 


7.1; 1.2  High-Level  Method 

7. 1.1. 2.1  Sample  filtration:  Place  a  5  mL  aliquot  of 
each  water  sample  in  a  scintillation  vial,  add  5  mL  of 
acetonitrile,  shake  thoroughly,  and  filter  through  a  0.45-|im 
Teflon  filter  using  a  disposable  syringe.  Discard  the  first 
3  mL  of  filtrate,  and  retain  the  remainder  in  a  Teflon-capped 
vial  for  RP-HPLC  analysis  as  in  Section  7.4.  HMX  quantitation 
can  be  improved  with  the  use  of  methanol  rather  than 
acetonitrile  for  dilution  before  filtration. 

7.1.2  Soil  and  Sediment  Samples 

7. 1.2.1  Sample  homogenization:  Dry  soil  samples  in  air  at 

room  temperature  or  colder  to  a  constant  weight,  being  careful  not 
to  expose  the  samples  to  direct  sunlight.  Grind  and  homogenize  the 
dried  sample  thoroughly  in  an  acetonitrile  rinsed  mortar  to  pass  a 
30  mesh  sieve. 

NOTE:  Soil  samples  should  be  screened  by  Method  8510  prior  to 
grinding  in  a  mortar  and  pestle  (See  Safety  Section 
11.2). 


7. 1.2. 2  Sample  extraction 

7. 1.2. 2.1  Place  a  2.0  g  subsample  of  each  soil  sample 
in  a  15  mL  glass  vial.  Add  10.0  mL  of  acetonitrile,  cap  with 
Teflon-lined  cap,  vortex  swirl  for  one  minute,  and  place  in  a 
cooled  ultrasonic  bath  for  18  hours. 
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7. 1.2. 2. 2  After  sonication,  allow  sample  to  settle  for 
30  minutes.  Remove  5.0  ml  of  supernatant,  and  combine  with 
5.0  ml  of  calcium  chloride  solution  (Section  5.1.3)  in  a  20  ml 
vial.  Shake,  and  let  stand  for  15  minutes. 

7. 1.2. 2. 3  Place  supernatant  In  a  disposable  syringe 
and  filter  through  a  0.45-|im  Teflon  filter.  Discard  first  3 
ml  and  retain  remainder  In  a  Teflon-capped  vial  for  RP-HPLC 
analysis  as  in  Section  7.4. 

7.2  Chromatographic  Conditions  (Recommended) 

Primary  Column:  C-18  reverse  phase  HPLC  column,  25-cm 

X  4. e-uni,  5  pm,  (Supelco  LC-18  or  equivalent). 

Secondary  Column:  CN  reverse  phase  HPLC  column,  25-cm  x 

4.6-mm,  5  pm,  (Supelco  LC-CN  or 
equivalent). 

Nobile  Phase:  50/50  (v/v)  methanol/organic-free 

reagent  water. 

Flow  Rate:  1.5  mL/min 

Injection  volume:  100-pL 

UV  Detector:  254  nm 

7.3  Calibration  of  HPLC 

7.3.1  All  electronic  equipment  Is  allowed  to  warm  up  for  30  minutes. 
During  this  period,  at  least  15  void  volumes  of  mobile  phase  are  passed 
through  the  column  (approximately  20  min  at  1.5  mL/m1n)  and  continued 
until  the  baseline  Is  level  at  the  UV  detector^s  greatest  sensitivity. 

7.3.2  Initial  Calibration.  Triplicate  Injections  of  each 
calibration  standard  over  the  concentration  range  of  interest  are 
sequentially  injected  into  the  HPLC  in  random  order.  Peak  heights  or  peak 
areas  are  obtained  for  each  analyte.  Experience  Indicates  that  a  linear 
calibration  curve  with  zero  intercept  is  appropriate  for  each  analyte. 
Therefore,  a  response  factor  for  each  analyte  can  be  taken  as  the  slope  of 
the  best-fit  regression  line. 

7.3.3  Daily  Calibration.  Analyze  midpoint  calibration  standards,  at 
a  minimum,  in  triplicate  at  the  beginning  of  the  day,  singly  at  the 
midpoint  of  the  run  and  singly  after  the  last  sample  of  the  day  (assuming 
a  sample  group  of  10  samples  or  less).  Obtain  the  response  factor  for 
each  analyte  from  the  mean  peak  heights  or  peak  areas  and  compare  it  with 
the  response  factor  obtained  for  the  initial  calibration.  The  mean 
response  factor  for  the  daily  calibration  must  agree  within  ±15%  of  the 
response  factor  of  the  initial  calibration.  The  same  criteria  Is  required 
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for  subsequent  standard  responses  compared  to  the  mean  response  of  the 
triplicate  standards  beginning  the  day.  If  this  criterion  is  not  met,  a 
new  initial  calibration  must  be  obtained. 

7.4  HPLC  Analysis 

7.4.1  Analyze  the  samples  using  the  chromatographic  conditions  given 
in  Section  7.2.  All  positive  measurements  observed  on  the  C-18  column 
must  be  confirmed  by  injection  onto  the  CN  column. 

7.4.2  Follow  Section  7.0  in  Method  8000  for  instructions  on  the 
analysis  sequence,  appropriate  dilutions,  establishing  daily  retention 
time  windows,  and  identification  criteria.  Include  a  mid-level  standard 
after  each  group  of  10  samples  in  the  analysis  sequence.  If  column 
temperature  control  is  not  employed,  special  care  must  be  taken  to  ensure 
that  temperature  shifts  do  not  cause  peak  misidentification. 

7.4.3  Table  2  summarizes  the  estimated  retention  times  on  both  C-18 
and  CN  columns  for  a  number  of  analytes  analyzable  using  this  method.  An 
example  of  the  separation  achieved  by  Column  1  is  shown  in  Figure  1. 

7.4.4  Record  the  resulting  peak  sizes  in  peak  heights  or  area  units. 
The  use  of  peak  heights  is  recommended  to  improve  reproducibility  of  low 
level  samples. 

7.4.5  Calculation  of  concentration  is  covered  in  Section  7.0  of 
Method  8000. 


8.0  QUALITY  CONTROL 

8.1  Refer  to  Chapter  One  for  specific  quality  control  procedures. 
Quality  control  to  validate  sample  extraction  is  covered  in  Method  3500. 

8.2  Quality  control  required  to  validate  the  HPLC  system  operation  is 
found  in  Method  8000,  Section  8.0. 

8.3  Prior  to  preparation  of  stock  solutions,  acetonitrile,  methanol,  and 
water  blanks  should  be  run  to  determine  possible  interferences  with  analyte 
peaks.  If  the  acetonitrile,  methanol,  or  water  blanks  show  contamination,  a 
different  batch  should  be  used. 


9.0  METHOD  PERFORMANCE 

9.1  Table  3  presents  the  single  laboratory  precision  based  on  data  from 
the  analysis  of  blind  duplicates  of  four  spiked  soil  samples  and  four  field 
contaminated  samples  analyzed  by  seven  laboratories. 

9.2  Table  4  presents  the  multi laboratory  error  based  on  data  from  the 
analysis  of  blind  duplicates  of  four  spiked  soil  samples  and  four  field 
contaminated  samples  analyzed  by  seven  laboratories. 
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9.3  Table  5  presents  the  multi  laboratory  variance  of  the  high 
concentration  method  for  water  based  on  data  from  nine  laboratories. 

9.4  Table  6  presents  multi laboratory  recovery  data  from  the  analysis  of 
spiked  soil  samples  by  seven  laboratories. 

9.5  Table  7  presents  a  coiiq)arison  of  method  accuracy  for  soil  and  aqueous 
samples  (high  concentration  method). 

9.6  Table  8  contains  precision  and  accuracy  data  for  the  salting-out 
extraction  method. 
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SAFETY 


11.1  Standard  precautionary  measures  used  for  handling  other  organic 
compounds  should  be  sufficient  for  the  safe  handling  of  the  analytes  targeted  by 
Method  8330.  The  only  extra  caution  that  should  be  taken  is  when  handling  the 
analytical  standard  neat  material  for  the  explosives  themselves  and  in  rare  cases 
where  soil  or  waste  samples  are  highly  contaminated  with  the  explosives.  Follow 
the. note  for  drying  the  neat  materials  at  ambient  temperatures. 

11.2  It  is  advisable  to  screen  soil  or  waste  samples  using  Method  8510  to 
determine  whether  high  concentrations  of  explosives  are  present.  Soil  samples 
as  high  ay  2%  2,4',6-TNT  have  been  safely  ground.  Samples  containing  higher 
concentrations  should  not  be  ground  in  the  mortar  and  pestle.  Method  8510  is  for 
2,4,6-TNT,  however,  the  other  nitroaromatics  will  also  cause  a  color  to  be 
developed  and  provide  a  rough  estimation  of  their  concentrations.  2,4,6-TNT  is 
the  analyte  most  often  detected  in  high  concentrations  in  soil  samples.  Visual 
observation  of  a  soil  sample  is  also  important  when  taken  from  a  site  expected 
to  contain  explosives.  Lumps  of  material  that  have  a  chemical  appearance  should 
be  suspect  and  not  ground.  Explosives  are  generally  a  very  finely  ground 
grayish-white  material. 
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TABLE  1 

ESTIMATED  QUANTITATION  LIMITS 


Compounds 

Water  (pg/L) 
Low-Level 

High-Level 

Soil  (mg/kg) 

HMX 

- 

13.0 

2.2 

ROX 

0.84 

14.0 

1.0 

1,3,5-TNB 

0.26 

7.3 

0.25 

1,3-DNB 

O.Il 

4.0 

0.25 

Tetryl 

- 

4.0 

0.65 

NB 

- 

6.4 

0.26 

2,4,6-TNT 

0.11 

6.9 

0.25 

4-Am-DNT 

0.060 

- 

- 

2-Am-DNT 

0.035 

- 

- 

2,6-DNT 

0.31 

9.4 

0.26 

2,4-DNT 

0.020 

5.7 

0.25 

2-NT 

- 

12.0 

0.25 

4-NT 

- 

8.5 

0.25 

3 -NT 

. 

7.9 

0.25 
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TABLE  2 

RETENTION  TIMES  AND  CAPACITY  FACTORS  ON  LC-18  AND  LC-CN  COLUMNS 


Retention  time 
(min) 

Capacity  factor 
(k)* 

Compound 

LC-18 

LC-CN 

LC-18 

LC-CN 

HMX 

2.44 

8.35 

0.49 

2.52 

RDX 

3.73 

6.15 

-1.27 

1.59 

1,3,5-TNB 

5.11 

4.05 

2.12 

0.71 

U3-DNB 

6.16 

4.18 

2.76 

0.76 

TetT‘yl 

6.93 

7.36 

3.23 

2.11 

NB 

7.23 

3.81 

3.41 

0.61 

2,4,6-TNT 

8.42 

5.00 

4.13 

1.11 

4-Am-DNT 

8.88 

5.10 

4.41 

1.15 

2-Am-DNT 

9.12 

5.65 

4.56 

1.38 

2,6-DNT 

9.82 

4.61 

4.99 

0.95 

2,4-DNT 

10.05 

4.87 

5.13 

1.05 

2-NT 

12.26 

4.37 

6.48 

0.84 

4-NT 

13.26 

4.41 

7.09 

0.86 

3 -NT 

14.23 

4.45 

7.68 

0.88 

*  Capacity  factors  are  based  on  an  unretained  peak  for  nitrate  at  1.71  min  on  LC- 
18  and  2.00  min  on  LC-CN 
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TABLE  3 

SINGLE  UBORATORY  PRECISION  OF  HETHOD  FOR  SOIL  SAMPLES 


Spiked  Soils  Field-Contaminated  Soils  \ 

Mean  Cone.  Mean  Cone. 


(mg/kg) 

SO 

%rsd 

(mg/kg) 

SO 

%rsd 

HMX 

46 

1.7 

3.7 

14 

1.8 

12.8 

153 

21.6 

14.1 

RDX 

60 

1.4 

2.3 

104 

12 

11.5 

877 

29.6 

3.4 

1,3.5-TNB 

8.6 

0.4 

4.6 

2.8 

0.2 

7.1 

46 

1.9 

4.1 

72 

6.0 

8.3 

1,3-DNB 

3.5 

0.14 

4.0 

1.1 

0.11 

9.8 

Tetryl 

17 

3.1 

17.9 

2.3 

0.41 

18.0 

2,4,6-TNT 

40 

1.4 

3.5 

7.0 

0.61 

9.0 

669 

55 

8.2 

2,4-DNT 

5.0 

0.17 

3.4 

1.0 

0.44 

42.3 
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TABLE  4 

MULTILABORATORY  ERROR  OF  METHOD  FOR  SOIL  SAMPLES 


Soiked  Soils 
Mean  Cone. 

(mg/kg)  SD 

%rsd 

Field-Contaminated  Soils 

Mean  Cone. 

(rog/kg)  SO  %rsd 

HMX 

46 

2.6 

5.7 

14 

3.7 

26.0 

153 

37.3 

24.0 

RDX 

60 

2.6 

4.4 

104 

17.4 

17.0 

877 

67.3 

7.7 

1,3,5-TNB 

8.6 

0.61 

7.1 

2.8 

0.23 

8.2 

46 

2.97 

6.5 

72 

8.8 

12.2 

1,3-pNB 

3.5 

0.24 

6.9 

1.1 

0.16 

14.5 

Tetryl 

17 

5.22 

30.7 

2.3 

0.49 

21.3 

2,4,6-TNT 

40 

1.88 

4.7 

7.0 

1.27 

18.0 

669 

63.4 

9.5 

2,4-DNT 

5.0 

0.22 

4.4 

1.0 

0.74 

74.0 

TABLE  5 

MULTI LABORATORY  VARIANCE  OF  METHOD  FOR  WATER  SAMPLES* 


Compounds 

Mean  Cone. 

(pg/L) 

SD 

%rsd 

HMX 

203 

14.8 

7.3 

RDX 

274 

20.8 

7.6 

2,4-ONT 

107 

7.7 

7.2 

2,4,6-TNT 

107 

11.1 

10.4 

•  Nine  Laboratories 
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TABLE  6 

NULTILABORATORY  RECOVERY  DATA  FOR  SPIKED  SOIL  SAMPLES 


Concentration  ()ig/g) 


Laboratory 

HNX 

RDX 

1,3,5- 

TN8 

1,3- 

ONB 

Tetryl 

2,4,6- 

TMT 

2,4- 

DNT 

1 

44.97 

48.78 

48.99 

49.94 

32.48 

49.73 

51.05 

3 

50.25 

48.50 

45.85 

45.96 

47.91 

46.25 

48.37 

4 

42.40 

44.00 

43.40 

49.50 

31.60 

53.50 

50.90 

5 

.46.50 

48.40 

46.90 

48.80 

32.10 

55.80 

49.60 

6 

56.20 

55.00 

41.60 

46.30 

13.20 

56.80 

45.70 

7 

41.50 

41.50 

38.00 

44.50 

2.60 

36.00 

43.50 

8 

52.70 

52.20 

48.00 

48.30 

44.80 

51.30 

49.10 

true  cone 

50.35 

50.20 

50.15 

50.05 

50.35 

50.65 

50.05 

mean 

47.79 

48.34 

44.68 

47.67 

29.24 

49.91 

48.32 

std  dev 

5.46 

4.57 

3.91 

2.09 

16.24 

7.11 

2.78 

%  rsd 

11.42 

9.45 

8.75 

4.39 

55.53 

14.26 

5.76 

%  diff* 

5.08 

3.71 

10.91 

4.76 

41.93 

1.46 

3.46 

mean  % 

95 

96 

89 

95 

58 

98 

96 

recovery 


*  Between  true  value  and  mean  determined  value. 
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TABLE  7 

COMPARISON  OF  METHOD  ACCURACY  FOR  SOIL  AND  AQUEOUS  SAMPLES 
(HIGH  CONCENTRATION  METHOD) 


Analyte 

Recovery  (%) 

Soil  Method*  Aqueous  Method** 

2,4-DNT 

96.0 

98.6 

2,4,6-TNT 

96.8 

94.4 

RDX 

96.8 

99.6 

HMX 

95.4 

95.5 

*  Taken  from  Bauer  et  al.  (1989),  Reference  1. 

**  Taken  from  Jenkins  et  al.  (1984),  Reference  3. 
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TABLE  8 

PRECISION  AND  ACCURACY  DATA  FOR  THE  SALTING-OUT  EXTRACTION  METHOD 


Precision  Ave.  Recovery  Cone.  Range 
Analyte  No.  of  Samples^  {%  RSD)  (X)  (pD/L) 


HNX 

20 

10. S 

106 

0-1.14 

RDX 

20 

8.7 

106 

0-1.04 

1.3,5-TNB 

20 

7.6 

119 

0-0.82 

1,3-DNB 

20 

6.6 

102 

0-1.04 

Tetryl 

20 

16.4 

93 

0-0.93 

2,4,6-TNT 

20 

7.6 

105 

0-0.98 

2-Am-ONT 

20 

9.1 

102 

0-1.04 

2.4-DNT 

20 

5.8 

101 

0-1.01 

1,2-NT 

20 

9.1 

102 

0-1.07 

1,4-NT 

20 

18.1 

96 

0-1.06 

1,3-NT 

20 

12.4 

97 

0-1.23 

^Reagent  water 
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METHOD  8330 
(continued) 
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APPENDIX  B5 


AMMONIUM  PICRATE  ANALYSIS 


TENNESSEE  VALLEY  AUTHORITY 


TVA  17207  (OPM443) 


HGD-0008-  “HPLC  Analysis  of  Ammonium  Picrate  Samples” 


Ammonium  Picrate  in  Water  and  Wipe  Samples 
by  High  Performance  Liquid  Chromatography 


1.0  PURPOSE 

This  method  is  for  the  determination  of  anunonium  picrate  in  water  and  wipe  samples. 
2.0  SCOPE 

This  procedure  applies  to  work  done  in  support  of  the  Hot  Gas  Decontamination 
Project. 

3.0  SUMMARY 

Aqueous  extraas  from  ammunition  are  subjected  to  high  performance  liquid 
chromatography  (HPLC)  analysis  using  a  reverse  phase  column  and  a  UV  deteaor. 

4.0  REFERENCES 

“Dangerous  Properties  of  Industrial  Materials,”  Seventh  Edition,  N.  Irving  Sax  and 
Richard  J.  Lewis,  Sr.,  Van  Nostrand  Heinhold,  New  York 

EP  A  RCRA  Method  8000A,  “Gas  Chromatography” 

EPA  RCRA  Method  8330,  “Nitroaromatics  and  Nitramines  by  High  Performance 
Liquid  Chromatography  (HPLC),”  Revision  0,  November  1992 

5.0  RESPONSIBILITIES 


5.1 

It  is  the  responsibility  of  the  supervisor  to  ensure  this  procedure  is ‘followed  and 
that  employees  utilize  proper  safety  precautions. 


5.2 

It  is  the  responsibility  of  the  technician  to  follow  the  procedure,  including  the  safety 
precautions.  It  is  the  responsibility  of  the  technician  to  record  all  data  and  to  report 
unusual  results  to  the  supervisor. 


6.0  REQUIREMENTS 
6.1  Prerequisites 

Employees  handling  the  quantities  of  explosive  utilized  in  this  procedure  shall  have 
had  prior  safety  training  in  the  handling  of  explosive  materials. 


6.2  Apparatus 

Liquid  chromatograph:  [a  Beckman  System  Gold  Model  126  solvent 
delivery  system,  a  Beckman  Model  168  photo-diode  array  UV  deteaor,  a 
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Beckman  Model  501  autosampier  equipped  with  a  Rheodyne  injector  with  a 
100  uL  sample  loop]  or  [a  Varian  9050  UVA^is  detector,  a  Vahan  9012 
solvent  delivery  system,  a  Varian  9100  autosampier  equipped  with  a  Valeo 
injector  and  a  100  uL  sample  loop]  or  equivalent. 

Liquid  chromatographic  column:  3.9  mm  i.d.  by  300  mm  long  stainless 
steel  column  packed  with  10  um  particle  size  reverse  phase  C*18  material. 
Alltech  Versapak,  or  Waters  u-Bondapak  or  equivalent.  Alltech  Direct 
Connea  ®  guard  canridge  holder  and  cartridge  with  Versapak  packing 
material,  4.6  mm  i.d  by  10  mm  long,  or  Waters  Sentry  ®  guard  cartridge 
holder  and  cartridges  with  u-Bondapak  packing  material,  or  equivalent. 

Filters  for  Mobile  Phases:  Millipore  HA,  0.45  uM,  47  mm  diameter  (for 

Water)  and  Millipore  FH  0.5  uM,  47  mm  diameter  (for  Acetonitrile). 

Syringe  filters:  Alltech  0.45  uM,  25  mm  diameter  PTFE,  non-sterile 

Sample  syringes:  Becton*Dickenson  3  mL  or  10  mL  sterile  luer-lok  plastic 

syringes 

Autosampier  vials:  amber  glass  12  x  32  mm  vials  with  open  topped  caps 

with  Teflon  lined  seals. 

6,3  Reagents 

Acetonitrile:  EM  Science  OmniSolv,  HPLC  quality 

Water:  EM  Science  OmniSolv,  HPLC  quality 

Mobile  Phase  Modifiers:  Waters  PIC  A  Reagent  (PIC  A  = 

tetrabutylammonium  phosphate,  10-15%;  water, 
55-60%;  Methanol,  25-30%;  potassium  phosphate, 
monobasic,  1-5%;  and  potassium  hydroxide,  1-5%) 
or  equivalent. 

Tetrabutylammonium  dihydrogen  phosphate 
(TBADP),  97%  (Fluka  or  Aldrich). 

Mobile  phase  solutions:  Solution  A:  Add  one  bottle  of  PIC  A  reagent  ( 1 5 

mL)  to  1000  mL  of  OmniSolv  water.  Stir  for  5 
minutes  and  then  filter  through  a  0.45-micron  filter 
type  HA  for  aqueous  solvents. 


Solution  B:  Allow  1.698  g  (0.005  M) 
Tetrabutylammonium  dihydrogen  phosphate 
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to  dissolve  in  about  400  mL  acetonitrile  then 
dilute  to  a  final  volume  of  1,000  mL  with 
acetonitrile.  Stir  for  S  minutes  and  then  filter 
through  0.5-micron  filter  type  FH  for 
organic  solvents. 

Picric  acid  calibration  standards;  analytical  reference  grade  or  highest  purity 
available.  These  shall  be  obtained  from  military  sources. 

Picric  Acid  for  QA/QC:  analytical  reference  grade  or  highest  purity  available. 
These  may  be  obtained  from  chemical  specialty  suppliers. 

6.4  Analysis  by  HPLC 

CAUTION;  Wear  suitable  gloves  (that  is,  gloves  impenetrable  to  the  solvents 
being  used,  such  as  35  mil  butyl  gloves  for  acetonitrile)  while  performing  the 
following  steps.  Avoid  inhaling  frimes.  Woilc  in  an  area  with  adequate 
ventilation. 

CAUTION;  Wear  eye  protection  to  prevent  splashes  from  getting  in  the  eye. 

CAUTION;  Some  of  the  solvents  are  flammable  and  very  volatile.  Do  not 
use  near  heat,  sparks,  or  ignition.  Keep  containers  tightly  closed  when  not  in 
use. 

CAUTION;  In  case  of  skin  exposure,  wash  immediately  with  soap  and  water. 

6.4. 1  The  following  chromatographic  conditions  have  been  found  to  be 
suitable  for  this  analysis; 

Mobile  phase;  The  separation  is  made  under  isocratic  conditions.  Using  the 
solvent  programmer,  combine  36  %  solution  A  with  64%  solution  B. 

Isocratic;  36%  [Water  +  PIC  A]  +  64%  [Acetonitrile  +  TBADP] 

Flow  rate;  1.10  mL/min 

Detection;  254  nm  (365  nm  is  also  possible) 

Sample  Loop;  100  uL 

6.4.2  Sample  Preparation;  Samples  (including  calibration  standards  and 
calibration  checks)  shall  be  diluted  1 ;  1  with  mobile  phase  solution  B 
(acetonitrile  and  tetrabutylammonium  dihydrogen  phosphate).  That  is,  1.0 
mL  of  sample  shall  be  mixed  with  1 .0  mL  solution  B.  Samples  shall  be 
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allowed  to  warm  to  room  temperature  for  10  minutes.  Samples  shall  be 
filtered  through  syringe  filters  prior  to  analysis  and  placed  in  1 .5  mL  HPLC 
autosampier  vials. 

6.4.3  Calibration:  shall  be  done  in  accordance  with  EPA  RCRA  Method 
8000A,  modified  as  follows: 

6.4.4  External  standard  calibration  procedure:  Picric  acid  calibration 
standards  shall  be  prepared  at  a  minimum  of  five  concentrations  by  weighing 
a  stock  standard  and  diluting  with  an  appropriate  weight  of  water.  One 
standard  shall  be  at  a  concentration  approximately  equal  to  the  method 
detection  limit.  The  other  concentrations  shall  correspond  to  the  expected 
range  of  concentrations  found  in  real  samples  (anticipated  to  be  0.01-1 .0 
ppm)  or  should  define  the  working  range  of  the  detector. 

Each  calibration  standard  shall  be  injected  using  the  standard  techniques  used 
to  introduce  actual  samples  to  the  HPLC  (e.g.  autosampler  injeaions  using 
the  100  uL  sample  loop).  The  calibration  shall  be  performed  in  triplicate  in 
random  order.  The  calibration  shall  not  be  forced  through  the  origin.  The 
ratio  of  the  response  (peak  height)  to  the  amount  of  analyte  injected,  defined 
as  the  response  &ctor,  shall  be  calculated  for  picrate.  The  results  shall  be 
used  to  prepare  a  calibration  curve  for  picrate. 

At  the  beginning  of  each  day,  the  midpoint  calibration  standard  will  be 
analyzed  in  triplicate.  The  response  factor  for  the  average  of  these  three 
points  must  be  within  ±  15  %  of  the  response  factor  for  the  initial 
calibration.  If  not,  the  machine  will  be  recalibrated.  Then'  at  least  every  ten 
samples  and  at  the  end  of  the  run,  a  single  midpoint  calibration  standard  will 
be  run.  The  response  factors  for  these  must  be  within  ±  15  %  of  the  mean 
daily  initial  response  faaor.  If  a  midpoint  calibration  check  falls  outside  the 
1 5  %  limits,  all  samples  after  the  last  valid  calibration  check  will  be 
reanalyzed. 

6.4.5  Alternate  Calibration  for  Unstable  Operating  Conditions  Calibration 
will  be  performed  with  standards  of  five  concentrations  at  the  beginning  of 
each  day,  run  singly.  A  midpoint  calibration  standard  will  be  run  at  least 
every  10  samples  and  at  the  end  of  the  run  throughout  the  day.  Any  group  of 
ten  samples  following  a  midpoint  calibration  check  which  falls  outside  the 

15  percent  limits  will  be  reanalyzed,  as  well  as  the  group  often  samples  prior 
to  the  failed  calibration  check  sample. 

6.4.6  Retention  Time  Windows:  Before  est^lishing  windows,  the  HPLC 
system  shall  be  fully  equilibrated  to  working  conditions.  Three  injections  of  a 
picrate  standard  shall  be  made. 
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The  retention  time  window  will  be  set  at  ±  5  %  of  the  average,  absolute 
retention  time  may  also  be  used  to  define  the  retention  time  window.  (For 
example,  a  retention  time  of  4.00  minutes  would  have  a  window  of  3.80-4.20 
minutes.)  The  method  generating  the  larger  window  shall  be  used.  When  a 
new  column  is  installed,  retention  time  windows  must  be  redetermined. 

If  the  retention  time  of  picrate  during  daily  calibration  verification  falls 
outside  the  established  window,  a  new  retention  time  shall  be  determined, 
which  will  necessitate  a  recalibration. 


6.4.7  Method  Detection  Limits:  will  be  determined  in  accordance  with  40 
CFR  136  Appendix  B,  Revision  1.11  with  the  equation  for  variance 
correaed. 

6.4.8  Column  Washing  and  Storage:  alter  sample  runs  are  complete  and  no 
further  samples  are  anticipated  for  72  hours,  the  column  shall  be 
washed  with  solvents  with  no  modifiers  for  2  hours  with  90%  water  / 10% 
organic  solvent  (depending  on  column  packing,  either  acetonitrile  or 
methanol)  at  1.0  mL/min.  The  column  shall  then  be  washed  for  1  hour  with 
90%  oiganic  solvent/10%  water  at  1 .0  mL/min.  The  column  shall  then  be 
washed  for  2  hours  with  the  manufacturer  recommended  storage  solution  at 
1.0  mL/min.  (Versapak  requires  42%  water/58%  acetonitrile,  u-Bondapak 
requires  100%  methanol).  At  the  analyst’s  discretion,  more  thorough 
manufacturer  recommended  column  washing  protocols  may  be  used. 


7.0  QUALITY  ASSURANCE  PROVISIONS 

7.1  Responsibility  of  Inspection 

It  shall  be  the  responsibility  of  the  technician  to  inspect  HPLC  mobile  phases  for 
precipitation  prior  to  use.  All  visible  precipitation  shall  be  removed  prior  to  use  by 
filtration. 

7.2  Acceptance  Criteria 

Calibration  curves  shall  have  coefficients  of  determination  of  0.999  or  greater. 

After  every  ten  (10)  samples,  a  mid-point  calibration  check  sample  shall  be  run.  If  the 
calibration  check  sample  is  not  reported  as  within  ±  15%  of  the  expeaed  value,  and 
basic  trouble-shooting  does  not  improve  the  results,  a  recalibration  shall  be  performed 
and  the  previous  ten  runs  shall  be  reanalyzed. 
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7.3  Material  Monitoring 
None 

7.4  Equipment  Monitoring 

The  technician  shall  inspea  the  HPLC  chromatograph  for  any  problems  such  as  leaks, 
pressure  irregularities,  or  other  malfunctions  on  an  ongoing  basis. 

7.5  Certiflcation 

A  quality  control  check  sampie,at  approximately  the  mid-point  of  the  calibration  curve, 
which  will  have  been  produced  independently  from  the  calibration  standards  and  which 
contains  picrate  (in  the  form  of  picric  acid),  will  be  analyzed  four  times.  The  average 
•  recovery  and  the  standard  deviation  will  be  calculated.  The  mean  must  fall  within  4% 
of  the  known  value  and  the  relative  standard  deviation  of  the  data  set  should  be  <  4% 


7.6  Quality  Control  Sample  Requirements 

7.6.1  Method  Accuracy  and  Precision  A  quality  control  check  sample, 
which  will  have  been  produced  independently  from  the  calibration  standards 
and  which  contains  picrate  (in  the  form  of  picric  acid),  will  be  analyzed  eight 
(8)  times  initially.  The  average  recovery  and  the  standard  deviation  will  be 
calculated.  Single  quality  control  check  samples  will  be  run  with  each  sample 
run  thereafter  and  a  control  chart  with  anal3rsis  values  shall  be  established  for 
picrate  analysis  using  this  method. 

7.6.2  Batch  PC 

7.6.3  Definitions 

Batch  -  A  group  of  no  more  than  20  samples  of  the  same  matrix  prepared  or 
extracted  at  the  same  time  with  the  same  reagents. 

Note:  If  ALSS  determines  that  extracts  of  smears  (wipe  samples)  are  similar 
in  behavior  to  extraa  samples,  they  may  be  counted  as  the  same  matrix  for 
determining  batch  break  points. 

Method  Blank  -  A  sample  of  clean  reagent  carried  through  preparation  and 
extraction  in  the  same  manner  as  samples. 

Matrix  Spike  -  An  aliquot  of  a  sample  spiked  with  a  known  concentration  of 
all  target  analytes.  Spike  concentration  is  set  to  read  at  five  times  the  method 
quantitation  limit  in  the  sample.  One  matrix  spike  is  run  for  each  batch. 
Spiking  occurs  prior  to  sample  preparation  and  analysis  except  for  spike 
samples  made  for  smear  samples.  Smear  spikes  will  be  made  by  extracting 
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the  actual  sample,  withdrawing  an  aliquot  of  the  extraa  solution,  adding  the 
spike  to  that  aliquot,  then  diluting  to  volume. 

Matrix  Spike  Duplicate  •  A  second  aliquot  of  the  same  sample  treated  as  the 
matrix  spike. 

Quality  Control  Check  Sample  -  A  sample  containing  mid*range 
concentrations  of  analytes  of  interest  with  concentrations  known  to  the 
analyst.  This  sample  is  made  from  a  separate  stock  of  standard  material  than 
calibration  and  spiking  solutions  when  possible. 

Duplicate  -  A  second  aliquot  of  a  sample. 

7.6.4  Batch  PC  Samples 

One  matrix  spike  will  be  run  with  each  batch. 

One  duplicate  or  matrix  spike  duplicate  will  be  run  with  each  batch. 

One  method  blank  will  be  run  with  each  batch. 

One  quality  control  check  sample  will  be  nm  with  each  batch. 

Whenever  the  sampling  organization  in  the  field  submits  additional  samples  as 
quality  control  checks  (as  is  defined  in  the  sampling  plan  of  the  test  program, 
contained  in  the  body  of  this  report),  ALSS  will  count  these  as  samples  in 
determining  batch  size. 


8.0  SAFETY 

8.1  Solvents  utilized  in  this  procedure  have  some  hazards  associated  with  them  as 

summarized  below.  Also  refer  to  any  Material  Safety  Data  Sheets  present  in  the  work 
area. 


8.1.2  Acetonitrile  is  a  fiammable  liquid  which  is  poisonous  by  ingestion  and 
intraperitoneal  routes.  It  is  a  skin  and  severe  eye  irritant.  It  is  a  dangerous 
fire  hazard  when  exposed  to  heat,  flame,  or  oxidizers.  OSHA  Permissible 
Exposure  Limit  is  40  ppm  (70  mg/m3).  The  Short  Term  Exposure  Limit  is 
60  ppm. 

8.1.3  This  solvent  should  be  used  in  the  hood  whenever  possible.  If  an  odor 
is  deteaed,  wear  a  respirator. 

8.1.4  In  case  of  skin  contact,  wash  immediately  with  soap  and  water. 
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8.  i  i  In  case  of  eye  contact,  flush  immediately  with  water,  holding  the  eyes 
open  to  ensure  they  are  rinsed. 

8.1.6  Gloves  impenetrable  to  the  particular  solvem  must  be  worn  when 
handling  it. 


9.0  NOTES 
None 


10.0  ATTACHMENTS  AND  APPENDICES 


APPENDIX  B6 


DUCT  GAS  SAMPLING 


HOT  GAS  DECONTAMINATION  CHAMBER  DISCHARGE 
DUCT  GAS  SAMPLING 
REPORT  OUTLINE 


1.0  Introduction 

A  sampling  train  based  on  the  EPA's  Modified  Method  5  sampling  train  was  used  to 
collect  samples  of  the  off-gas  leaving  the  Hot  Gas  Decontamination  Chamber. 

2.0  Sampling  Train 

2. 1  Sampling  train  schematic:  Schematics  of  the  sampling  trains  used  are  shown  in 
figures  1  and  2. 

2.2  Probe:  Stainless  Steel  3/8"  ID,  with  a  90°  elbow  on  one  end  and  a  stainless  steel 
28/15  socket  joint  on  the  other  end. 

2.3  Resin  Tube:  Glass,  5/8"  ID  x  9  1/2"  long, 

2.4  Impingers:  Four  500-mL  impingers,  connected  in  series  with  leak-free  ground-glass 
Joints.  The  first,  third,  and  forth  impingers  were  of  the  Greenburg-Smith  design  modified 
by  replacing  the  tip  with  a  1/2-in.  ID  glass  tube  extending  about  1/2-in.  from  the  bottom  of 
the  outer  cylinder.  The  second  impinger  was  of  the  Greenburg-Smith  design  with  the 
standard  tip. 

2.5  Vacuum  pump:  Leak-free,  capable  of  maintaining  a  sampling  rate  of  approximately 
one  cubit  foot  per  minute. 

2.6  Dry  gas  meter:  Textron  Model  175 

2.7  Flow  meter:  Dwyer,  RMB  Series,  catalog  number  RMB-53-SS,  10-100  SCFH  AIR. 

2.8  Stack  gas  velocity  determination  equipment: 

2.8.1  Manometer:  Model  400-10,  0-10  inches  of  water. 

2.8.2  Pitot  Tube:  D^yer,  Model  160S-36,  "S"  Type,  Stainless  Steel,  36"  long. 

2.8.3  Temperature  Sensor:  Model  HH21,  Digital  Thermometer,  with  a  "K" 

type,  grounded  junction,  model  CAIN-14G-18  thermocouple  assembly  . 


3.0 


Sampling  Reagents 


3.1  Impineer  reagents:  The  first  three  impingers  were  empty,  while  the  fourth  impinger 
contained  indicating  type,  6-16  mesh  silica  gel. 

3.2  Resin  tube:  TENAX  TA,  20/35  mesh. 

(See  attachment  1,  test  2,  3,  and  4) 

4.0  Sampling  Procedure 

4. 1  Sample  train  preparation:  All  glassware  in  fi’ont  of  the  resin  tube  was  washed  and 
rinsed  with  acetonitrile  before  each  use.  Silica  gel  was  placed  in  one  of  the  modified 
Greenburg-Smith  design  impingers.  The  other  three  were  used  empty.  All  four  impingers 
were  weighed  to  obtain  a  tare  weight.  After  the  test,  the  impingers  were  reweighed  to 
determine  the  stack-gas  moisture  content.  The  impingers  were  connected  in  series  with 
leak-fi'ee  ground-glass  joints  with  the  first,  third,  and  fourth  being  of  the  Greenburg-Smith 
design  with  the  modified  tip  and  the  second  being  of  the  Greenburg-Smith  design  with  the 
standard  tip.  A  light  coat  of  stopcock  grease  was  used  on  all  ground-glass  joints.  The 
impinger  with  the  silica  gel  was  placed  in  the  fourth  position.  Three  to  four  grams  of  resin 
was  weighed  and  placed  into  the  glass  tube  for  each  test.  During  the  first  few  tests,  the 
resin  tube  was  placed  between  the  probe  and  the  first  impinger  (see  figure  1 ).  The  resin 
tube  was  then  moved  between  the  third  and  fourth  impingers  to  allow  the  gas  to  cool 
before  entering  into  the  resin  tube  (see  figure  2).  Ice  was  maintained  around  the  inpingers 
during  the  tests. 

4.2  Leak  check:  Before  each  test  was  begun,  a  leak  check  was  performed  on  the 
assembled  collection  train. 

4.3  Sample  train  operation:  The  sample  probe  was  attached  to  the  duct  so  that  the  tip 
was  located  in  the  center  of  the  duct  with  the  tip  opening  facing  into  the  gas  stream.  The 
sample  train  was  assembled  as  shown  in  either  figure  1  or  figure  2.  After  all  connections 
were  made,  the  vacuum  pump  was  started  and  the  flow  rate  was  adjusted  to  obtain  the 
desired  sampling  rate  using  the  flowmeter  as  a  guide.  A  constant  sampling  rate  was 
maintained  during  the  entire  sample  run.  The  required  data  was  recorded  on  the  field  data 
sheet. 

4.4  Velocity  traverse:  Velocity  traverses  were  taken  during  each  test.  A  total  of  twelve 
points  were  used  to  traverse  the  stack  cross  section. 

4.5  Sample  recovery:  After  disassembling  the  sample  train,  the  resin  tube  was  capped 
for  shipment  to  the  analytical  laboratory.  The  impingers  were  weighed  for  moisture 
determination.  All  of  the  glassware  before  the  silica  gel  impinger  was  rinsed  with 
acetonitrile.  The  acetonitrile  wash  was  placed  in  a  bottle  and  shipped  to  the  analytical 
laboratory. 


5.0 


Calibration 


Metering  system:  American  Meter,  wet  test  meter,  stainless,  size  AL-19,  one  cubit  foot 
per  revolution,  serial  number  17299,  was  used  to  calibrate  the  dry  gas  meter. 

6.0  Calculations 


Q.,  =  3600(1-B Jv.A(T.yr,.J<P/P..,) 


Where:  =  Average  stack  gas  velocity. 

=  Pitot  tube  constant  =  85.49  ft/sec[(lb/lb-mole)(in.  Hg)/(°R)(in.  H^O)] 
Cp  =  Pitot  tube  coefficient,  dimensionless  =  0.84. 
dp  =  Velocity  head  of  stack  gas,  in.  H^O. 

Tj  =  Absolute  stack  temperature,  "R. 

P3  =  Absolute  stack  gas  pressure,  in.  Hg. 

Mj  =  Molecular  weight  of  stack  gas,  wet  basis,  Ib/lb-mole 
Qjj  =  Average  stack  gas  dry  volumetric  flow  rate. 

=  Water  vapor  in  gas  stream,  proportion  by  volume. 

A  =  Cross  sectional  area  of  stack, 

=  Standard  absolute  temperature,  528"K. 

Pj,j  =  Standard  absolute  pressure,  29.92  in.  Hg. 


1/2 


Figure  1 


Figure  2 


Fif^ure 


METHOD  0010.  APPENDIX  A 
spgpflRATION  OF  XAD-?  SORBENT  RESIN 


:.0  SCOPE  AND  APPLICATION 

1.1  XAO-2  resin  as  suDplIefl  sy  t.*:e  ■nanufacturer  ^s  Imoregnated  with  a 
iicarconate  solution  to  innibit  nlcroblal  growth  curing  storage.  Both  the 
salt  solution  ana  any  resicual  extractaol*  monomer  ano  oolymer  soecles  must  be 
-emovea  sefore  use.  "he  resin  Is  oreoared  :y  a  series  of  water  and  organic 
extractions,  followed  by  careful  crying. 


Z.O  EXTRACTION 

2.1  Method  1:  The  procedure  may  be  carried  out  In  a  giant  Soxhlet 
extractor.  An  ail-glass  thimble  containing  an  extra-coarse  frit  1$  used  for 
extraction  of  XAD-2.  The  frit  1s  recessea  10-15  mm  above  a  crenellated  ring 
at  the  sottom  of  the  thimble  to  facilitate  drainage.  The  resin  must  be 
carefully  retained  In  the  extractor  cub  with  a  glass-wool  plug  and  stainless 
steel  screen  because  it  floats  on  methylene  chloride.  This  process  involves 
sequential  extraction  in  the  following  oroer. 

Solvent  Procedure 


Water 


Water 

Methyl  alcohol 
•Methyl ene  chloride 
Methylene  chloride  (fresh) 
2.2  Method  2; 


Initial  rinse:  Place  resin  In  a  beaker, 
rinse  once  with  Type  II  water,  and 
ciscard.  Fill  with  water  a  second  time, 
let  stand  overnight,  and  discard. 

Extract  with  H2O  for  8  hr. 

Extract  for  22  hr. 

Extract  for  22  hr. 

Extract  for  22  hr. 


2.2.1  As  an  alternative  to  Soxnlet  extraction,  a  continuous 
extractor  has  been  fabricated  for  the  extraction  sequence.  This  extractor  has 
been  found  to  be  acceptable.  The  particular  canister  used  for  the  apparatus 
■nown  ••!  -Igure  A-1  contains  about  £00  g  of  finished  XAD-2.  Any  size  may  be 
constructed;  the  choice  is  oepenoent  on  the  neeos  of  the  saimllng  programs. 
The  XAO-2  1s  held  unoer  Hgnt  spring  tension  between  a  pair  of  coarse  and  fine 
screens.  Eoacers  under  the  bottom  screen  allow  for  even  distribution  of  clean 
solvent.  The  three-necked  flask  snould  be  of  sufficient  size  (3-1  Iter  In  this 
case)  ::  rold  solvent 
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Figure  A-1.  XAO-2  cleanup  extraction  apparatus. 
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eouai  to  twice  the  aeaa  voiune  of  tne  XAD-2  canister.  Solvent  is  refluxeo 
tnrougn  me  Snyaer  coiunn,  and  me  distillate  Is  continuously  cycled  uo 
tfirouqn  the  XAO-2  for  extraction  and  returned  to  the  flask.  The  flow  is 
aalntained  uoward  througn  me  XAO-2  to  allow  naxlauai  solvent  contact  ano 
prevent  channeling.  A  valve  at  the  tottca  of  the  canister  allows  removal  of 
solvent  from  the  canister  Petween  cnanges. 

Z.Z.:  Experience  nas  snown  that  it  is  very  difficult  to  cycle 
sufficient  water  in  this  mode.  Therefore  the  aoueous  rinse  Is  acconolshed  by 
'Imoiy  flusning  tne  canister  wim  aoout  20  liters  of  distilled  water.  A  small 
puav  nay  be  useful  for  pumoing  the  water  througn  the  canister.  The  water 
extraction  snouid  be  earned  out  at  the  rate  of  aoout  20-40  BL/m1n. 

2.2.3  After  draining  the  water,  suOseguent  methyl  alcohol  ano 
methylene  cnlorlde  extractions  are  carried  out  using  the  refluxing  apparatus. 
An  overnight  or  10-  to  20-hr  period  Is  normally  sufficient  for  eacn 
extraction. 


2.2.4  All  materials  of  construction  are  glass,  Teflon,  or  stainless 
steel,  Pumos,  If  used,  should  not  contain  extractable  materials.  Pumps  are 
not  used  with  methanol  and  methylene  chlor*de. 


:.0  ZRYING 

3.1  After  evaluation  of  several  methods  of  removing  residual  solvent,  a 
fluldUed-bed  technique  has  proved  to  be  the  fastest  and  most  reliable  drying 
method. 

3.2  A  Slagle  column  with  suitable  retainers,  as  shown  In  Figure  A-2, 
will  serve  as  a  satisfactory  column.  A  10.2-cm  (4-1n.)  Pyrex  pipe  0.6  m  (2 
ft)  long  win  hold  all  of  the  XAO-2  from  the  extractor  shown  In  Figure  A-l  or 
the  Soxhiet  extractor,  with  sufficient  soace  for  fluidizing  the  bed  while 
generating  a  minimum  resin  loan  at  the  exit  of  the  column. 

3.3  Method  1;  The  gas  used  to  remove  the  solvent  Is  the  key  :o 
preserving  the  cleanliness  of  the  XAD-2.  Llould  nitrogen  from  a  stanoard 
connerclal  llould  nitrogen  cylinder  has  routinely  proved  to  be  a  reliable 
source  of  large  volumes  of  gas  free  from  organic  contaminants.  The  liquid 
nitrogen  cylinder  Is  connected  to  the  column  by  a  length  of  precleaned  0.95-cm 
(3/8-1 n.)  copper  tubing,  colled  to  pass  through  a  heat  source.  As  nitrogen  Is 
bled  from  the  cylinder.  It  Is  vaporized  In  the  heat  source  and  passes  through, 
the  column.  A  convenient  heat  source  is  a  water  bath  heated  from  a  steam 
line.  The  final  nitrogen  tenoerature  snouid  only  be  warm  to  the  touch  and  not 
over  i0*C.  Experience  nas  snown  that  aoout  500  g  of  XAD-2  may  be  dried 
overnight  by  consuming  a  full  160-liter  cylinder  of  liquid  nitrogen. 

3.4  Method  2:  As  a  second  cnolce,  hign-ourlty  tank  nitrogen  may  be  used 
to  dry  the  XAO-2.  The  high-purity  nitrogen  must  first  be  passed  through  a  Ded 


:cio  -  A  - 


Revision  _ 2 


Dale  Seotemoer  1986 


of  acilvitefl  cn*rco«]  aoproxiMtely  150  iL  in  voluae.  With  ^ther  type  of 
drying  aetnod,  tne  rate  of  flow  should  gently  agltite  the  bed«  Excessive 
flulflizatlon  aay  cause  the  particles  to  breax  up. 


4.0  CUALITY  CONTROL  PROCEDURES 

4.1  For  both  Methods  1  and  2.  the  quality  control  results  wst  be 
reporteo  for  the  batch.  “he  satcn  uust  be  ^extracted  if  the  residual 
extrictaole  organics  are  >20  ug/mL  by  TCO  analysis  or  the  gravlaetrlc  residue 
is  >0.5  ag/20  g  XAO-2  extracted.  (See  also  section  5.1,  Method  0010.) 

4.2  Four  control  procedures  are  used  with  the  final  XAD-2 

(1)  i^slduil  aethylene  chloride,  (2)  extractable  organics  (TCO),  (3)  specific 
cofloounds  of  Interest  as  determined  by  GC/MS,  as  described  In  Section  4.. 
below,  and  (4)  residue  (GRAV). 

a,3  Procedure  for  residual  methylene  enlorides 

4.3.1  Description:  A  1+0. 1-g  samole  of  dried  resin  Is  weighed  Into 
a  small  vial,  3  bL  of  toluene  are  added,  and  the  vial  Is  capped  and  well 
shaxen.  Five  uL  of  toluene  (now  containing  extracted  methylene  chloride)  are 
Injected  Into  a  gas  cnromatograon,  and  the  resulting  integrated  area  is 
conoared  with  a  reference  standard.  The  reference  solution  consists  of  2.5  uL 
of  aethylene  chloride  In  100  mt  of  toluene,  simulating  100  ug  of  residual 
methylene  chloride  on  the  resin.  The  acceptable  maximum  content  Is  1,000  ug/g 
resin. 

4.3.2  Experimental:  The  gas  chromatograph  conditions  are  as 

follows: 

6-ft  X  l/8-1n.  stainless  steel  column  containing  lOX  OV-101  on 

100/120  SupelcoDort; 

Helium  carrier  at  30  aL/mln; 

"ID  ooerated  on  4  x  lO”^^  A/wV: 

Injection  port  temperature:  250*C; 

Detector  temperature:  305* C; 

Program:  30*C(4  min)  40*c/m1n  250*C  (hold);  and 

Program  terminated  at  1,000  sec. 

i,4  Proceoure  for  ^-esidual  extractable  organics: 

4.4.1  Description:  A  20^0.1-0  saiple  of  cleaned,  dried  resin  is 
veigned  into  a  prec leaned  a 1  undue  or  cellulose  thlible  which  Is  plugged  with 
cleaned  glass  wool.  (Note  that  20  g  of  resin  will  fill  a  thimble,  and  the 
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resin  will  float  out  unless  well  plugged.)  The  thlible  containing  the  resin 
Is  extracted  for  24  hr  with  200-«L  of  pesticide-  grade  Mthylene  chloride 
(Burdick  and  Jackson  pesticide-grade  or  equivalent  purity).  The  200-bL 
extract  Is  reduced  In  volume  to  10-«L  using  a  ICudema-OanI sh  concentrator 
and/or  a  nitrogen  evaporation  stream.  Five  uL  of  that  solution  are  analyzed 
by  gas  chromatography  using  the  TCO  analysis  procedure.  The  concentrated 
solution  should  not  contain  >20  ug/mL  of  TCO  extracted  from  the  XAD-2.  This 
Is  equivalent  to  10  ug/g  of  TCO  In  the  XAD-2  and  would  correspond  to  1.3  mg  of 
TCO  In  the  extract  of  the  130-g  XAO-2  module.  Care  should  be  taken  to  correct 
the  TCO  data  for  a  solvent  blank  prepared  (200  ml  reduced  to  10  mL)  In  a 
similar  manner. 

4.4.2  Experimental:  Use  the  TCO  analysis  conditions  described  In 
the  revised  Level  1  manual  (EPA  600/7-78-201). 

4.5  GC/JCScreen:  The  extract,  as  prepared  In  paragraph  4.4.1,  Is 
subjected  to  sc/MS  analysis  for  each  of  the  Individual  compounds  of  Interest. 
The  GC/MS  procedure  Is  described  In  Chapter  Four,  Method  8270.  The  extract  Is 
screened  at  the  MOL  of  each  coapound.  The  presence  of  any  compound  at  a 
concentration  >25  ug/mL  In  the  concentrated  extract  will  require  the  XAD-2  to 
be  recleaned  by  repeating  the  methylene  chloride  step. 

,  ^‘6  Methodology  for  residual  gravimetric  determination!  After  the  TCO 
value  and  GC/MS  data  are  obtained  tor  the  resin  batch  by  the  above  procedures 
dry  the  remainder  of  the  extract  In  a  tared  vessel.  There  must  be  <0.5  mg 
residue  registered  or  the  batch  of  resin  will  have  to  be  extracted  with  fresh 
methylene  chloride  again  until  It  meets  this  criterion.  This  level 
corresponds  to  25  ug/g  In  the  XAD-2,  or  about  3.25  mg  In  a  resin  charge  of 
130  Q« 


0010  -  A  -  6 


Revision  0 
Date  Seotemoer  1986 


APPENDIX  B7 


WIPE  SAMPLING  TECHNIQUE 


TENNESSEE  VALLEY  AUTHORITY 


NO.;  HGD-0007 


TITLE: 


yA  WIPE  SAMPLING  TECHNIQUE 


_ Signature _ 


^  ;  ri'.  4’ 

Prepared  by:  William''  J,  Rogers 


“Tv  f 

Concurred:  Kathleen  C.  Pugh 


Concurred 


Concurred: 


Concurred: 


QA  Officer 


Research  Chemist 


.  J  /ij 


H 


COPY  NO.: 


HAS  BEEN  ISSUED  TO  HOLDER  ON 


TVA  17207  (OPM-8<83) 


SECTION  13 

SPECtAUZEO  SAMPUNG  TECHNIQUES 


13.0  GENERAL 
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13.1  WIPE  SAMPUNG 


13.1.1  Scope  and  PurpoM 

WIpasamplaB  may  ba  usad 
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13.1JI  DeflnKiona 
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13.1.3  Appneabillty 
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13.1.4  Responslbliniat 


ThaSMor 


daaianaabrsannfwiiiafrrftoHrnn^j».K»....^.p^PP,p^l^,^^^ 


13-1 


Field  personnel  are  responsible  for  performing  itie  actual  sampling,  maintaining  sample  Integrity  and 
preparing  the  proper  chalnof<ustody  forms. 


13.1.5  Records 


Records  of  wipe  sampling  indude  completed  chaln-of-custody  forms  arxf  appropriate  entries  In  the 

b  to  be  analyzed  using  the  National  Contract  Laboratory  Program 

(CLP),  than  CLP  forms  must  be  compiated  as  discussed  in  Section  5. 


13.1.6  Procedures 


^  m  mtegral  part  of  the  overall  sampling  program.  Wipe  sampling  can  help  to 
provtte  a  picture  of  contaminants  that  exist  on  the  surface  of  drums,  tanks,  equipment  or  buildings  on  a 

hazardous  waste  see  or  that  exist  In  the  homes  of  a  poputaca  at  risk.  ° 


Wipe  nr^ing  consists  of  rubbing  a  moistaned  Bter  paper  over  a  measured  area  of  100  cm^  to  i  m^. 

results  are  related  back  to  the  known  area  of  the 

sample.  A  proper  sampling  procedure  is  essential  to  ensure  a  representative,  uncontaminated  sample. 
*3.1.6.1  Equipment  Requirsd 

The  following  equipment  is  needed  for  wipe  sampling: 

•  Whatman  541  fflter  paper  or  equivalent  15  cm 

•  Dispoeabla.  chemical-protective  gloves 

•  Soivertt  to  wet  flter  paper 


13.1.6.2  Wipe  Sampling  Steps 

The  steps  Involved  In  obtaining  a  wipe  sample  are  listed  below; 


ttwteJ  f  **  •  9*ove.  remove  a  filter  paper  from 

^  necas^  to  change  the  glove  If  It  touches  the  surface  being  wiped. 

^  contamination  of  samples.  A  now 

glove  should  always  be  used  when  coUecting  a  new  sample.) 

»‘®cted  to  dissolve  the  contaminants  of  concern  as 

organic-free  water  or  the  solvent  used  In  analysis  Is  used. 
The  flter  should  be  wet  but  not  dripping.  -rwyso  »  uaeu 

m*  of  the  area  with  the  moistened  filter.  Using  a  1  m^  stencil  will 

firtd  i2flhSr®.f  51  I?  ^  ®^®  ®'®*  record  the  change  In  the 

field  logbook.  If  the  surface  Is  not  flat  be  sure  to  wipe  any  crevices  or  depressions. 


fold  It  over  to  form  a  90-degree  angle  In  the  center  of  the  fater. 


and  then 


Place  the  fDter  (angle  first)  into  a  dean  glass  jar.  repiace  the  too  seal  the  iar 

assurance  requirements,  and  send  the  sample  to  the  appropriate  iaOoratory.  ®  ‘Quality 

PlaMth.uankh.s«an«.,„, 


13.1.7  Region-Specific  Variances 


USOT-OUW  eonma  m.  r.gion.1  6PA  HPM  terWI ««.!,  on  eun.ni  «8teiL 


13.1.8  Information  Sources 


Age^^2?FeSS^itS!'^*^’  /t£W//r  A«s«m  Cmd^  Prepared  for  U.S.  Environmental  Protection 
NUS  Corporatloa  "Site-Specific  Site  Operations  Plans.*  REM/FTT  Contract 

13.2  HUMAN  HABITATION  SAMPUNG 
13.2.1  Scope  and  Purpose 


samdlng  activities  UMd^datelmiM  niethod  seiectioa  and  implementation  of 

resident^  environraent  «» contaminants  that  are  present  in 


13.2.2  Definitions 


Human  Habitation  Areas 

Anypl,cp«.pl.  nay  ^ 


13.2.3  Appiicabiiity 


>0  ona, 

posur.  to  conantliana  movm j  Into  tn.  rasio.tm  etMtiS!^  ^  nmpiMst.  potentai  human  «. 


13-0 
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Tuning 


Figure  25  •  Adjustment  Graph 

Tuning  Procedure  for  Time  Proportioning  Controls  w/Manual  Reset 


Initial  Saltings: 

1.  Proportionat  Band:  Turn  maximum  dockwise: 

CW  (widest  setting) 

2.  Manual  Reset:  Turn  to  mid-range 

3.  Cycle  Time:  Turn  maximum  counterclockwise  ; 
CCW  (fastest  time) 

Energize  the  system  arrd  allow  the  process  tempera¬ 
ture  to  stabilize.  When  the  system  is  stable,  the  load 
light  will  cyde  at  a  constant  rate. 

Proportional  Band  Adjustment: 

ie  the  proportional  barxf  pot  CCW  1/4  turn  and 
Are  system  stability.  Repeat  until  the  process 
temperature  begins  to  hunt  (becomes  unstable). 
When  hunting  is  observed,  rotate  pot  CW.  in  small 
increments,  until  the  system  becomes  stable.  Some 
systems  may  be  stable  erKXjgh  to  allow  minimum 
proportional  band  setting  (maximum  CCW). 

Manual  Reset: 

In  virtually  all  proportional  control  systems  the 
average  process  temperature  may  drop  to  a  point 
that  is  not  the  set  point  tenperature.  This  action 
takes  place  even  though  the  process  temperature 
has  stabifized. 

Monitor  the  actual  process  temperature  on  the  digital 
indicator.  Adjust  the  manual  reset  pot  slowly  CW  if 
the  process  temperature  stabilized  below  set  point 
temperature.  Adjust  CCW  If  the  process  tempera¬ 
ture  stabilized  above  set  point  tenperature.  If  large 
changes  in  set  point  temperature  are  made,  read¬ 
justment  of  the  manual  reset  may  be  required. 

Cycle  Time: 

Set  as  required.  Best  control  is  always  achieved 
'aster  cycle  times.  However,  if  a  mechanical 
ictor  or  solenoid  is  used  to  switch  power  to  the 


load,  slower  cyde  times  may  be  desirable  to  mini¬ 
mize  the  wear  on  the  mechanical  oonponents. 

Cycle  time  pot  is  located  internally  on  the  bottom 
board,  right  side. 


Tuning  Procedure  for  ON/OFF  Control 
w/SensKIvlty  and  Offset 

J*  Initial  Settings: 

1.  SwHchirtg  sensitivity:  Turn  to  mid-range 

2.  Offset:  Turn  to  mid-range 

Energize  the  system  and  allow  to  stabilize.  When 
stable  the  load  light  cydes  at  a  constant  rate. 

Switching  Sensitivity  Ad^stment: 

May  be  adjusted  from  1"Fr«(CCW)  to  5“F/ 
**C(CW).  Set  the  sensitivity  adjustment  maximum 
CCW  if  a  nanow  tenperature  differential  is 
desired.  Adjust  the  sensitivity  maximum  CW  to 
increase  the  life  of  a  mechanical  oontador  if  the 
terrperature  differential  is  not  critical. 

Offset  Adjustmem: 

Adjust  the  offset  pot  slowly  CW  until  agreement 
is  obtained  if  the  average  process  temperature  is 
lower  than  the  set  point  temperature  incficated  on 
the  display.  Adjust  the  offset  pot  slowly  CCW 
until  agreement  is  obtained,  if  the  average  proc¬ 
ess  terrperature  is  above  the  set  point  tempera- 
ture. 

^  NOTE:  Both  pots  are  leeated  kitemally  on  the 
bottom  board,  right  aide. 


NOTE:  For  aaao  of  adjuating,  order  axtandar 
board  -  Watlow  P/N  Z100-0421-0000. 
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I.  TENAX-TA  COLUMN 

-  Cut  the  glass  tubing  into  approximately  7cm  lengths  (15  mm  outside  diameter  13  mm 
inside  diameter). 

-  Plug  the  glass  wool  in  the  inlet  of  the  column  and  pack  the  column  from  outlet  side  with 
Tenax-TA  resin.  (0.5-0.75  g). 

-  Plug  the  outlet  side  with  glass  wool. 

-  If  there  is  going  to  be  more  than  one  section  in  the  column,  pack  the  Tenax-TA  again  and 
plug  the  end  with  glass  wool. 

-  Condition  the  tube  by  connecting  it  to  the  combustion  tube  and  running  hot  air  through  it 
(Furnace  at  SOO^C),  for  1-24  hours. 

-  Place  Parafilm  on  the  inlet  and  outlet  of  the  column  if  it  is  not  going  to  be  used 
immediately. 

Set  Up  of  Sample  Train 

-  Connect  the  inlet  of  the  Tenax-TA  column  with  2  inches  of  Tygon  tubing  to  the  end  of  the 
combustion  tube. 

-  Connect  the  outlet  of  the  column  to  the  Tygon  tubing  leading  to  the  gas  impinger. 

-  Aliquot  100  ml  of  Acetonitrile  into  the  gas  impinger  in  series  behind  the  column.  Place  it 
in  an  ice  bath. 

-  Connect  the  outlet  of  the  gas  impinger  to  the  Tygon  tubing  leading  to  the  inlet  of  the 
thermocouple. 

-  Connect  the  outlet  of  the  thermocouple  holder  to  theTygon  leading  to  the  exhaust  hood. 

-  The  temperature  of  the  thermocouple  should  be  at  or  below  room  temperature  before 
entering  exhaust  hood. 

II.  FURNACE  PROCEDURE 

-  Set  the  desired  temperature  on  the  furnace  with  the  setpoint  knob. 

-  Set  the  proportional  band  to  "maximize"  (clockwise  widest  settings). 

-  Set  the  manual  reset  to  "mid  range." 

-  Turn  on  the  power  to  the  furnace  to  energize  the  system  and  allow  the  process  temperature 
to  stabilize.  When  the  system  is  stable,  the  load  light  will  cycle  at  a  constant  rate. 

-  Set  the  proportional  band  adjustment—Refer  to  Page  17  of  Watlow  Furnace  Manual. 

-  Set  the  manual  reset-refer  to  the  attached  page  (no.  17)  of  the  Watlow  Furnace  Manual 

-  Unscrew  the  knob  to  the  glass  combustion  tube.  Place  the  quartz  sample  boat  inside  the 
combustion  tube.  Slowly  push  the  container  to  the  edge  of  the  furnace  (not  in  the  furnace) 
with  the  sample  introduction  ladle. 

-  Turn  on  the  U.P.C.  air  at  the  tank.  (The  flowmeter  is  set  at  approximately  965  ml/min.) 

-  Push  the  quartz  sample  container  all  the  way  into  the  furnace  using  the  sample 
introduction  ladle  and  magnet. 

-  Once  the  sample  is  introduced  into  the  furnace,  remove  the  sample  introduction  ladle  with 
the  magnet  and  replace  the  knob  on  the  end  of  the  combustion  tube  to  re-establish  a  closed 
system. 


-  Turn  off  the  lights  in  the  lab  and  let  the  sample  vaporize  for  one  hour.  Placard  and  lock 
the  door. 

-  At  the  end  of  one  hour,  turn  off  the  air  at  the  gas  cylinder. 

-  Turn  the  power  switch  on  the  furnace  to  "fan"  and  let  the  furnace  cool  down  slowly. 
(When  the  temperature  is  less  than  100  degrees  centigrade,  turn  the  power  off.) 

-  Dismantle  the  column,  combustion  tube,  Tygon  joint  cormector,  and  gas  impinger. 


in.  EXTRACTION 

-  Quantitatively  transfer  the  contents  of  the  column  into  a  sample  bottle  along  with  the  glass 
wool  plugs.  If  the  colunm  is  in  two  separate  sections,  place  each  section  into  separate 
sample  bottles.  Rinse  the  front  end  of  the  column  into  the  sample  bottle  that  holds  the 
front  section  (if  there  is  more  than  one  section)  with  a  known  amount  of  acentonitrile. 

-  Rinse  the  combustion  tube  into  a  sample  bottle  with  a  known  amount  of  acetonitrile. 

-  Rinse  the  Tygon  joint  cormector  into  a  sample  bottle. 

•  Rinse  the  quartz  sample  boat  into  a  sample  bottle. 

-  Take  an  aliquot  from  the  known  volume  of  the  gas  impinger  and  transfer  it  to  a  sample 
bottle, 

-  Wrap  all  sample  bottles  tightly  in  foil  to  keep  light  out. 

-  Let  the  Tanax  samples  desorb  in  the  Acentonitrile  for  approximately  30  minutes  while 
slightly  agitating  every  five  minutes. 

-  Store  sample  in  the  refrigerator  reserved  for  explosives  experiment  until  analysis  is 
scheduled. 
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1.0  PURPOSE 

This  procedure  describes  those  actions  required  to  uniformly  spike  standard  material  on  a 
metal  sur&ce  or  shell  to  similate  uniform  deposition  of  contaminants  left  after  steam 
cleaning  of  the  metal  sur&ce. 


2.0  SCOPE 

This  procedure  applies  to  work  done  in  suport  of  the  Hot  Gas  Decontamination  Project  at 
HawAome,  Nev^. 

It  is  followed  by  an  extraction  or  smear  procedure  to  test  removal  of  the  spiked  compound 
for  quantitative  recovery.  Alternately,  it  may  be  followed  by  other  experimental  activities 
such  as  heat  treatment  to  remove  spiked  compounds. 

3.0  SUMMARY 

Three  methods  of  spiking  are  described: 

An  explosive  material  is  dissolved  and  allowed  to  run  down  the  side  of  the 
shell. 

An  explosive  material  is  placed  in  a  sheU  with  suitable  solvent  to  make  a 
solution. 

An  explosive  material  is  dissolved  and  then  deposited  uniformly  in  a 
scribed  area. 

In  each  case,  the  solvent  is  allowed  to  evaporate,  leaving  a  film  of  the  material  behind. 

4.0  REFERENCES 

4.1  "Dangerous  Properties  of  Industrial  Materials,"  Seventh  Edition,  N.  Irving  Sax  and 
Richard  J.  Lewis,  Sr.,  Van  Nostrand  Heinhold,  New  York 


SO  RESPONSmiLlTTES 

It  is  the  reponsibility  of  the  supervisor  to  ensure  this  procedure  is  followed  and  that 
employees  utilize  appropriate  safety  precautions.  It  is  the  responsibility  of  the  supervisor 
to  plan  experiments  and  document  required  quantities  and  solvents. 
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It  is  the  responsibility  of  the  technician  to  follow  this  procedure,  including  the  safety 
precautions.  It  is  the  responsibility  of  the  technician  to  record  all  data  and  to  report 
unusual  results  to  the  supervisor. 


6.0  PROCEDURE/REOUIREMENTS 

6.1  Prerequisites 

6.1.1  Employees  handling  the  quantities  of  explosive  utilized  in  this  procedure  shall  have 
had  prior  safety  training  in  the  handling  of  explosive  materials. 

6.1.2  Target  compounds  to  be  utilized,  weights,  volumes  of  solvent,  and  selection  of 
solvent  shall  be  selected  prior  to  beginning  manipulation  of  compound.  Compounds 
selected,  solvents  selected,  weights,  volumes,  additional  experimental  conditions,  and  any 
other  pertinent  data  shall  be  recorded  in  a  research  notebook. 

6.2  Limitations  and  Actions 

6.2. 1  The  "Spike  and  Rinse"  procedure  steps  may  be  utilized  wdien  an  extremely  large 
item  is  spiked  ^ch  cannot  be  rotated  easily. 

6.2.2  The  "In-Situ  Dissolution"  procedure  steps  may  be  used  for  moderate  sized  items 
which  can  be  rotated  or  agitated.  The  purpose  is  to  eliminate  the  need  for  multiple  rinses 
of  a  weighing  vessel  and  delivery  device  to  ensure  all  the  material  is  transferred. 

6.2.3  The  "Spiking  a  Scribed  Area"  procedure  steps  may  be  used  when  spiking  items 
which  are  very  large  and  caimot  be  moved  at  all  or  which  will  have  access  by  a  small  port. 
It  may  also  be  used  to  spike  small  plates  of  metal  which  are  tested  by  various  extraction, 
washing,  or  heating  processes  for  removal  of  material. 

6.2.4  Weighings  of  target  compounds  should  be  made  to  0.0001  g  for  total  weights  of 
less  than  1  gram,  to  0.001  g  for  total  weights  of  less  than  10  grams,  and  to  0.01  g  for 
larger  weights. 


6.2.5  Evaporation  of  solvent  is  accelerated  by  inclining  large  shells  so  that  the  vapor, 
which  is  heavier  than  air,  may  flow  out  and  down. 

6.3  Requirements 

6.3.1  Apparatus/Equipment 

1 -liter  flask  with  ground  glass  stopper 
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1  -liter  Erlenmeyer  flask 
SO-milliliter  volumetric  pipett 

Analytical  balance,  calibrated,  capable  of  weighing  to  0.0001  g. 

Laboratory  balance,  calibrated,  capable  of  wdghing  to  0.001  g. 

Technical  balance,  calibrated,  capable  of  weighing  to  0.01  g. 

Face  Shield 

Gloves  impermeable  to  the  solvents. 

Gloves  resistent  to  heat  for  certain  operations  (target  compound  >  1  g) 

Laboratory  bench  scale  blast  shield  -  transparent. 

Teflon  or  metal  plug  machined  to  fit  the  test  shell. 

Non-sparking  metal  scribe 

Area  template  (10  cm  by  10  cm)  or  other  size  used  to  scribe  an  area  to  be  spiked. 

Glass  dropper 

Industrial  roller  tables,  lifters,  or  other  heavy  manipulating  equipment 
6.3.2  Reagents  and  Standards 

6.3 .2.1  Acetone,  HPLC  grade 

6.3 .2.2  Acetonitrile,  HPLC  grade 

6.3 .2.4  Methanol,  HPLC  grade 

6.3 .2.5  Reagent  grade  water 

6.3 .2.6  Target  compound  (an  »cplosive  compound  to  be  studied  as  provided  by 
USAEC) 

6.4  Calibration 

The  balances  should  be  calibrated  with  traceability  to  the  National  Institute  of  Standards 
and  Technology. 
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6.5  Procedure  Instructions 

CAUTION:  Wear  suitable  gloves  while  performing  the  following  steps.  Avoid  inhaling 
fumes.  Work  in  an  area  with  adequate  ventilation.  When  spiking  small  components, 
work  in  a  fiime  hood. 

CAUTION:  Wear  eye  protection  to  prevent  splashes  from  getting  in  the  eye. 

CAUTION:  The  solvents  are  flammable  and  very  volatile.  Do  not  use  near  sources  of 
heat,  sparks,  or  ignition.  Keep  containers  tightly  closed  vdien  not  in  use. 

CAUTION:  In  case  of  skin  exposure,  wash  immediately  with  so^  and  water. 

6.5.1  Spike  and  Rinse  Process 

6.5. 1 . 1  Weigh  a  prescribed  quantity  of  target  compound  into  a  flask  as  defined  in  the 
procedure  planning  step  (see  6.1.2).  Record  the  weight. 

6.5. 1.2  Add  the  solvent  to  fill  approximately  90%  of  the  volume  of  the  flask.  Stopper 
the  flask  and  shake  to  dissolve.  Invert  periodically  while  shaking  to  ensure  complete 
mixing. 

6.5.1 .3  Incline  the  shell  to  be  spiked  so  that  it  is  nearly  horizontal. 

6.5. 1 .4  Fill  the  pipette  and  allow  the  solution  to  drain  down  the  side  of  the  shell.  If 
solution  reaches  the  bottom  of  the  object,  reduce  the  angle  of  inclination  so  that  it  runs 
back  on  the  side. 

6.5. 1 .5  Allow  the  solvent  to  evaporate  and  form  a  thin  film  of  the  target  compound  on  the 
side  of  the  shell. 

6.5. 1.6  Rotate  the  shell  so  that  a  fresh  surface  is  exposed  and  pipette  more  solution  into 
it. 

6.5. 1.7  Repeat  this  until  all  the  solution  is  used. 

6.5. 1 .8  Rinse  the  flask  vdth  approximately  50  ml  of  solvent  and  pipette  it  onto  the  surfrce 
in  a  similar  manner. 

6.5. 1.9  Repeat  6.5. 1.8  with  two  more  50  ml  portions  of  solvent. 


6.5.2  //i-si'm  Dissolution 
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6.52. 1  Weigh  a  container  plus  the  prescribed  amount  of  the  target  compound.  Record 
the  weight. 

6.5. 2.2  Pour  the  target  compound  into  the  shell  and  weigh  the  empty  container.  Record 
the  weight. 

6.5.2.3  Add  a  suitable  portion  of  solvent  to  the  shell  to  dissolve  the  compound.  Stopper 
the  shell  Avith  a  plug  of  appropriate  size.  Agitate  the  sheU  slightly  to  enhance  dissolution. 

6.5.2.4  Remove  the  plug  and  rinse  the  plug's  surface  which  was  exposed  to  the  solution 
into  the  sheU  with  two  or  three  small  portions  of  solvent. 

6.5.2.5  Incline  the  shell  to  neariy  horizontal  and  slowly  rotate  the  shell  to  allow  a  thin  film 
of  solution  to  flow  along  the  shdl  wall.  AUow  the  solvent  to  evaporate  while  the  shell  is 
rotating  to  form  a  thin  film  of  target  compound  on  the  wall  of  the  shell. 

6.5.3  Spiking  a  Scribed  Area 

6.5.3. 1  Scribe  a  suitable  area  for  testing  (usually  100  square  centimeters)  with  the  non¬ 
sparking  metal  scribe.  Utilize  a  template  if  one  is  available. 

6.5.3.2  Wdgh  the  target  compound  into  the  flask  to  the  nearest  0.0001  g. 

6.5.3.3  Add  the  smallest  amount  of  solvent  required  to  dissolve  the  compoimd. 

6.5.3.3  Using  a  dropper,  drop  the  solution  into  the  scribed  area  and  allow  it  to  eviq)orate. 
Ensure  the  entire  area  is  covered,  but  do  not  allow  the  solution  to  run  outside  the  scribed 
area. 

6.5.3 .3  When  all  the  solution  is  placed  on  the  scribed  area,  rinse  the  flask  and  dropper 
three  times  with  a  small  amount  of  solvent,  dropping  the  rinsate  into  the  scribed  area  as 
above. 

6.6  Calculating  and  Reporting  Data 

Report  weights  utilized  in  spiking.  When  weights  are  calculated  by  difference,  report 
initial  and  final  weights  and  the  difference. 

7.0  QUALITY  ASSURANCE  PROVISIONS 


7.1  Responsibility  of  Inspection 

7.2  Acceptance  Criteria 
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The  dried  material  should  be  uniformly  spread  over  the  surfece  to  be  studied  without 
viable  bare  patches,  lumps,  or  accretions. 

7.3  Material  Monitoring 
None 

7.4  Equipment  Monitoring 
None 

7.5  Certification 

This  procedure  is  certified  by  the  review  and  approval  process. 

7.6  Quality  Control  Sample  Requirements 
None 

80  SAFETY 

8.1  Solvents  ntili^fd  in  this  procedure  have  some  hazards  associated  with  them  as 
summarized  below.  Also  reference  any  Material  Safety  Data  Sheets  present  in  the  work 
area. 

8.1.1  Acetone  is  a  flammable  liquid.  It  is  moderately  toxic  by  various  routes.  It  is  a  skin 
irritant  and  severe  eye  irritant.  OSHA  Permissible  ^osure  Limit  is  1000  ppm.  The 
Short  Term  Exposure  Limit  is  1000  ppm.  It  can  react  vigorously  with  oxicfizing  mateii^s. 
It  is  commercially  used  as  nail  polish  remover  where  its  defatting  action  on  skin  is  famihar. 

8.1.2  Acetonitrile  is  a  flammable  liquid  which  is  poisonous  by  ingestion  and  intraperitoneal 
routes.  It  is  a  skin  and  severe  eye  irritant.  It  is  a  dangerous  fire  hazard  when  exposed  to 
heat,  flame,  or  oxidizers.  OSHA  Permissible  Exposure  Limit  is  40  ppm  (70  mg/m^).  The 
Short  Term  Exposure  Limit  is  60  ppm. 

8.1.3  Methanol  is  a  flammable  liquid  which  is  poisonous  by  ingestion.  Some  experimental 
data  show  that  it  is  poisonous  by  skin  contact.  It  is  mildly  toxic  by  inhalation.  Both  by 
ingestion  and  inhalation  it  may  attack  the  optic  nerve.  It  is  an  eye  and  skin  irritant.  Death 
fixim  ingestion  of  30  ml  has  been  reported.  It  is  a  dangerous  fire  hazard  when  exposed  to 
heat,  flame,  or  oxidizers. 

8.1.4  They  should  be  utilized  in  a  laboratory  hood  for  small  objerts  and  in  a  well  ventilated 
area  for  large  objects.  A  general  rule  of  thumb  is  that  if  an  odor  is  detected,  the  TLV  has 
been  violated.  If  an  odor  is  detected,  wear  a  respirator. 
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8. 1.5  In  case  of  sldn  contact,  wash  immediately  with  soap  and  water. 

8.1.6  In  case  of  eye  contact,  flush  immediately  with  water,  holding  the  eyes  open  to 
ensure  they  are  rinsed. 

8.2  Gloves  impenetrable  to  the  particular  solvent  must  be  worn  when  handling  it.  Gloves, 
safety  and  lab  coats  shall  be  worn  at  all  times  vdiile  woridng  with  solutions,  fa 
addition,  face  shields  shall  be  worn  when  woridng  with  dry  compoimds  with  quantities  in 
excess  of  one  gram. 

8.3  The  quantities  of  explosives  utilized  in  this  procedure  are  laige  enough  qu^tiw  to 
constitute  a  hazard.  No  flames,  sparks,  or  sparking  materials  shall  be  allowed  in  then- 
presence.  When  working  with  the  dry  powders,  electrical  grounding  shall  be  utilized  to 
prevent  sparks  fi-om  static  electricity.  Avoid  excess  fiiction  or  impact. 

9.0  NOTES 

None 
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1.0  PURPOSE 

This  document  describes  sampling  activities  for  smears  and  projectiles  extracts. 

20S.C.QP£ 

This  document  applies  to  field  experiments  in  the  Hot  Gas  Decontamination  Project 
utilizing  TVA  personnel  at  Hawthorne,  Nevada. 

3.0  SUMMARY 

Planning  activities  are  described  which  document  which  samples  to  be  taken  and  what 
solvents  will  be  used. 

Projectiles  are  sampled  for  spiked  or  residual  explosives  by  solvent  rinse  or  by  smear  with 
gauze  material  dampened  with  suitable  solvent. 


4.0  REFERENCES 
None 

5.0  RESPONSIBILITIES 

It  is  the  responsibility  of  the  shift  engineer  to  design  the  experiment,  designate  the  number 
of  samples  to  be  taken,  designate  the  sampling  points,  and  to  document  experimental 
design. 

It  is  the  responsibility  of  the  technician  to  follow  this  procedure  and  to  adhere  to  all  safety 
requirements. 


6.0  PROCEDURE/REOUTREMENT.S 

6.1  Prerequisites 

Procedure  HGD-0001  -  "Spiking  Explosives  on  Metal  Surfaces"  will  be  used  to  spike  the 
metal  surfaces  before  extraction. 

Procedure  HGD-0007  -  "EPA  \^pe  Sampling  Technique"  will  be  followed  in  performing 
wipe  tests  or  smears. 


HC3M)003  "Planning  Sampling  Activities  and  Sampling"  RevRl  Page  2 

6.2  Limitations  and  Actions 

6.2.1  For  extraction,  the  following  solvents  will  be  employed  unless  otherwise  stated  in 
the  daily  test  plan. 

Acetonitrile  •  Comp  B,  TNT,  KDX,  and  HBX 
Water  -  Yellow-D 

50/50  mixture  of  Acetonitrile  and  Hexane  •  Comp  A 

6.2.2  Unless  otherwise  stated  in  the  daily  test  plan  designs,  utilize  the  following 
quantities  of  solvent  for  extractions: 

175  millimeter  projectiles  -  500  milliliters  of  solvent 

5  inch  and  106  millimeter  projectiles  -  100  milliliters  of  solvent 

3  inch  projectiles  -  50  milliliters  of  solvent 

6.2.3  Unless  othen^se  stated  in  the  daily  test  plan  designs,  utlilize  the  following  quantities 
of  spike.  Volumes  of  solvent  suggested  here  are  optional  and  may  be  changed  in  the  field 
to  optimize  efficiency  or  to  ensure  the  compound  dissolves  readily. 

175  millimeter  projectiles  -  20  g  target  compound;  usually  dissolved  in  100 

ml  solvent 

5  inch  projectiles  -  7  g  target  compound;  usually  dissolved  in  50  ml  solvent 
3  inch  projectiles  -  2.2  g  target  compound;  usually  dissolved  in  25  ml 

solvent 

6.3  Requirements 

6.3.1  Apparatus/Equipment 

Smears  •  Cotton  cloth  •  sterile  bandage  quality. 

Analytical  Balance  -  Calibrated  laboratory  balance  capable  of  weighing  to  0.0001  g. 
Cahbration  traceable  to  National  Institute  of  Standards  and  Technology. 

Volumetric  flasks  -  various  sizes  •  laboratory  grade. 
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Pipette  -  Type  A  volumetric  -  various  sizes 

Plug  -  a  machined  threaded  plug  designed  to  fit  each  type  projectile. 

Seals  •  adhesive  paper  seals  used  to  seal  sample  bottles  after  sampling. 

Custody  Seal  •  A  tamper-proof  seal  designed  for  chain  of  custody  evidence. 

Ten^erature  Blank  -  a  bottle  filled  with  ethylene  glycol  or  anitifireeze.  Just  before 
shipping,  the  temperature  of  tlus  bottle  is  measured.  Upon  receipt,  the  temperature  of  this 
bottle  will  be  measured.  In  this  way,  a  thermometer  need  not  be  inserted  in  a  sample. 

6.3.2  Reagents  and  Standards 

Water  -  HPLC  grade 

Acetonitrile  -  HPLC  grade 

Hexane  -  HPLC  grade 

50/50  mixture  of  acetonitrile  and  Hexane  -  mix  equal  volumes  of  HPLC  grade  acetonitrile 
and  hexane. 

50/50  mixture  of  acetione  and  water  -  mix  equal  volumes  of  HPLC  grade  acetone  and 
water. 

Target  compound  -  an  explosive  compound  supplied  at  Hawthorne 

50  ppm  standard.  Weigh  approximately  50  mg  of  target  compound  into  a  tared  1-liter 
volumetric  flask.  More  than  one  compound  may  be  utilized.  Bring  to  the  mark  with  a 
suitable  solvent  such  as  water  or  acetonitrile.  Other  concentrations  may  be  prepared  in 
like  manner  if  experimental  design  calls  for  them. 

5  ppm  standard.  -  Dilute  25  ml  of  the  50  ppm  standard  to  250  ml  in  a  volumetric  flask. 
Other  concentrations  or  volumes  may  be  made  in  like  manner  if  experimental  design  calls 
for  them. 

Ethylene  glycol  -  commerical  antifi-eeze  or  reagent  grade  ethylene  glycol  used  as  a 
temperature  blank. 

6.4  Calibration 


None 
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6.S  Procedure  Instructions 

6.5.1  >  Devising  and  Documenting  a  Sampling  Plan 

For  each  fecility  load,  select  one  spiked  item  at  random  to  be  extracted  before  the  run.  ( 
The  purpose  of  this  sample  is  to  verify  spiking  before  the  run).  Note  the  location  of  the 
other  spiked  sur&ces  or  projectiles.  Ensure  they  are  marked  so  they  can  be  relocated. 
Note  their  location  on  the  Sampling  Workplan.  Document  the  date,  time,  projectile  type, 
constraints  of  the  run,  and  other  pertinent  information  on  the  Workplan.  Attach  any 
pertinent  drawings  for  reference.  Note  any  special  sampling  constraints  such  as  duplicate 
samples,  multiple  smears  in  the  same  spot,  special  techniques,  whether  multiple  smears 
should  be  separated  or  placed  in  the  same  bottle,  etc. 


6.5.2  •  Spildng 

Dissolve  the  correct  quantity  of  target  compound  as  listed  in  sections  6.2. 1  and  6.2.3 
above.  Follow  HGD-0001  for  spiking  instructions.  Record  all  quantities  and  actions  in  a 
field  logbook. 

6.5.2  -  Extract  Sampling 

Complete  a  Field  Sampling  Sheet  utlizing  the  information  on  the  Sampling  Workplan 

Place  a  suitable  quantity  of  solvent  into  the  projectile  to  be  extracted.  Stopper  the 
projectile  with  a  plug. 

Rotate  and  agitate  the  projectile  for  the  time  prescribed  on  the  field  sheet.  Mechanical 
shakers,  rolling  machines,  or  other  aids  may  be  used  to  rotate  or  agitate  the  projectile. 

Label  the  sample  container. 

Remove  the  plug  and  rotate  the  projectile  so  that  the  solvent  will  drain.  Collect  the 
solvent  in  the  sample  container.  For  multiple  extraction  experiments,  catch  as  much  as 
possible  and  allow  the  surface  to  drain  completely  before  introducing  more  solvent. 

Log  times,  solvents,  quantities  used,  and  an  estimate  of  the  quantity  recovered  on  the  field 
sheet. 

Seal  the  bottle. 

Repeat  for  the  number  of  times  prescribed  in  the  field  sheet.  (Usually  single  extraction 
only.) 
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6.5.3  -  Making  Standard  Solutions 

The  SO  ppm  standard  solution  and  the  5  ppm  standard  solution  shall  be  made  in 
accordance  with  the  mixing  instructions  above.  All  weights  and  volumes  shall  be  recorded 
on  a  Solution  Logsheet 

6.5.4  -  Addition  of  Quality  Control  Samples  to  Sampling  Lot 

Once  an  extraction  sampling  lot  is  assembled,  add  a  blank,  a  50  ppm  standard,  and  a  5 
ppm  standard  solution  for  each  group  of  20  samples  or  subset  thereof  Utilize  volumes 
of  the  blank  and  standards  similar  to  ^e  volume  of  the  lot.  Utilize  the  same  type  bottles, 
labels,  seal,  and  pen  as  for  the  field  samples.  Also  include  a  labeled  bottle  with  a  portion  of 
the  spiking  solution  for  verification. 

For  a  smear  sampling  lot,  add  a  blank  smear  a  50  ppm  standard  and  a  5  ppm  standard  for 
each  20  samples  or  subset  thereof  Seal  these  samples  in  labeled  bottles  just  as  would  be 
done  for  routine  samples.  Record  the  quantity  of  50  ppm  standard  ^ch  was  used  on  the 
Solution  Logsheet. 

6.5.5  -  Numbering  of  Samples 

Samples  should  be  assigned  numbers  on  a  ^stematic  basis.  The  lO-ml  spiking  solution 
sample  and  other  known  high-concentration  samples  should  be  cleariy  labeled  for  what 
they  are. 

6.5.6  Chain  of  Custody  Papers  and  Shipment 

Arrange  the  samples  in  numerical  order.  Complete  the  "Chain  of  Custody"  form.  Double¬ 
check  the  form  for  accuracy.  Sign  and  date  the  "Relinquished  by"  portion  of  the  form. 

Pack  the  samples  in  plactic  bags  and  then  in  a  cooler  filled  with  ice.  Add  a  temperature 
blank.  Note  the  temperature  on  the  custody  form.  Seal  the  cooler  with  a  custody  seal. 
Attach  a  copy  of  the  chain  of  custody  papers  to  the  outside  of  the  cooler.  Fax  a  copy  to 
the  receiving  laboratory.  Contact  the  shipping  company  and  arrange  pickup. 

6.5.1  -  Smear  Sampling 

(Note:  in  the  following  section ,  it  may  be  helpful  to  complete  as  much  of  the  field  sheets 
and  labels  as  is  known  beforehand.) 

Complete  a  Field  Sampling  Sheet  utlizing  the  information  on  the  Sampling  Workplan 

Label  a  sample  bottle  with  an  identifying  number  or  code  fi-om  the  worksheet. 

Wear  gloves.  Change  them  for  each  smear  location,  if  contamination  of  the  gloves  is 
suspected,  or  if  solvent  breakthrough  is  expected. 
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Moisten  a  smear  with  a  suitable  solvent.  Holding  the  smear  in  in  gloved  hand  or  extension 
probe,  vigorously  scour  the  scribed  area  with  the  moist  smear.  Immediately  place  it  into 
the  sample  bottle.  Rinse  the  tongs  to  prevent  contamination  of  the  next  sample.  If  the 
sampling  plan  requires  it,  repeat  with  another  smear  and  place  h  in  the  same  bottle. 

Usually,  only  single  smears  are  planned. 

Log  all  actions,  locations,  solvent,  and  number  of  smears  on  the  Sampling  Field  Sheet. 

Seal  the  bottle. 


6.6  Calculating  and  Reporting  Data 
None 


7.0  QUALITY  ASSURANCE  PROVISIONS 

7.1  Responsibility  of  Inspection 

It  is  the  responsibility  of  the  engineer  to  ensure  sampling  plans  are  complete  and 
reasonable. 

It  is  the  responsibility  of  the  technician  to  ensure  sample  documentation  is  complete, 
random  numbers  are  assigned  without  duplication,  and  that  the  chain  of  custody  form  is 
correctly  completed. 

It  is  the  responsibility  of  the  technician  to  ensure  sample  documentation  is  complete, 
random  numbers  are  assigned  without  duplication,  samples  are  taken  in  accordance  with 
the  sampling  plan,  and  that  the  chain  of  custody  form  is  correctly  completed. 

7.2  Acceptance  Criteria 

The  chain  of  custody  form  must  be  completely  filled  out.  All  blanks  must  be  completed  or 
a  line  and  "NA"  drawn  through  them.  All  samples  listed  on  the  form  must  be  sealed  in  the 
cooler  with  no  extra  samples  and  no  omissions. 

The  cooler  must  be  correctly  sealed  with  evidence  tape  with  no  breaks  or  tears. 

7.3  Material  Monitoring 


None 
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7.4  Eqiupment  Monitoring 
None 

7.5  Certification 

This  procedure  is  certified  by  the  review  and  approval  process. 

7.6  Quality  Control  Sample  Requirements 
None 

8.0  SAFETY 

8. 1  Solvents  utilized  in  this  procedure  have  some  hazards  assodated  with  them  as 
summarized  below.  Also  rrference  any  Material  Safety  Data  Sheets  present  in  the  work 
area. 

8.1.2  Acetonitrile  is  a  flammable  liquid  which  is  poisonous  by  ingestion  and  intraperitoneal 
routes.  It  is  a  skin  and  severe  eye  irritant.  It  is  a  dangerous  fire  hazard  when  exposed  to 
heat,  flame,  or  oxidizers.  It  reacts  with  water.  OSHA  Permissible  Exposure  Limit  is  40 
ppm  (70mg/m3).  The  Short  Term  Exposure  Limit  is  60  ppm. 

8. 1 .3  Methanol  is  a  flammable  liquid  which  is  poisonous  by  ingestion.  Some  experimental 
data  show  that  h  is  poisonous  by  skin  contact.  It  is  mildly  toxic  by  inhalation.  Both  by 
ingestion  and  inhalation  it  may  attack  the  optic  nerve.  It  is  an  eye  and  skin  irritant.  Death 
fi'om  ingestion  of  30  ml  has  been  reported.  It  is  a  dangerous  fire  hazard  when  exposed  to 
heat,  flame,  or  oxidizers. 

8.1.4  The  solvents  should  be  utilized  in  a  laboratory  hood  for  small  objects  and  in  a  well 
ventilated  area  for  large  objects.  A  general  rule  of  thumb  is  that  if  an  odor  is  detected,  the 
TLV  has  been  violated.  If  an  odor  is  detected,  wear  a  respirator. 

8.1.5  In  case  of  skin  contact,  wash  immediately  with  soap  and  water. 

8.1.6  In  case  of  eye  contact,  flush  immediately  with  water,  holding  the  eyes  open  to 
ensure  they  are  rinsed. 

8.2  Gloves  impenatrable  to  the  particular  solvent  must  be  worn  when  handling  it. 

8.3  The  quantities  of  explosives  utilized  in  this  procedure  are  large  enough  to  constitute  a 
hazard.  No  flames,  sparks,  or  sparking  materials  shall  be  allowed  in  their  presence.  When 
working  with  the  diy  powders,  electrical  grounding  shall  be  utilized  to  prevent  sparks 
fi'om  static  electricity.  Avoid  excess  fiiction  or  impact. 
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9.0  NOTES 


None 
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10 PURPOSE 

This  document  describes  safety  requirements  and  emergency  plans  for  the  Hot  Gas 
Decontamination  Project  at  TVA's  Environmental  Research  Center.  See  Note  7.1. 

This  document  is  not  intended  to  restate  all  existing  safety  requirements  in  place  for  TVA 
laboratories,  but  is  intended  to  describe  those  additional  requirements  specific  to  this 
project. 

2.0  SCOPE 

This  document  applies  to  work  peifonned  at  TVA's  Environmental  Research  Center  in 
support  of  the  Hot  Gas  Decontamination  Project.  This  work  will  involve  experiments  and 
measurements  with  small  quantities  of  high  explosives. 

3  0  SUMMARY 

In  addition  to  existing  TVA  safety  requirements  and  existing  emergency  plans,  additional 
detailed  requirements  are  specified. 

4.0  REFERENCES 

4. 1  "Manual  of  Safe  Work  Practices,"  October  1990,  Resource  Development,  Tennessee 
Valley  Authority 

4.2  "Chemical  Hygiene  Plan",  National  Fertilizer  and  Environmental  Research  Center, 
Revision  1,  Issued  November  26,  1991 

4.2. 1  Appendix  I  to  the  "Chemical  Hygiene  Plan",  "Emergency  Plan" 

4.3  "Quality  Assurance  Plan,"  QA-PLAN,  Revision  Rl,  Chemical  and  Environmental 
Analysis  Section,  Tennessee  Valley  Authority,  February  18  10,  1993. 

4.4  "Control  of  Reagents  and  Standards,"  GLP-0006,  Revisions  RO,  General  Analytical 
Laboratory,  Tennessee  Valley  Authority,  September  28,  1989. 


5  0  SAFETY  REQUIREMENTS 

The  general  laboratory  safety  requirements  of  references  4. 1  and  4.2  apply  with  the 
following  additions: 

5.1  Defined  Work  Areas  -  Work  with  explosive  target  compounds  for  the  Hot  Gas 
Decontamination  Project  shall  be  limited  to  the  following  locations: 
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1  Weighing  and  desiccating  target  compounds  in  room  LI  71  - 1 72  (<  1  g). 

1  Storing  and  weighing  larger  quantities  (>  1  g)  of  target  compounds  in  room 
T5. 

1  Mixing  standard  solutions,  making  dilutions,  and  performing  initial  sample 
preparation  in  room  LI 71 -172  and  room  L265-266. 

1  Performing  liquid  chromatography  concentration  measurements  on  samples 
stored  in  an  autosampler  tray  in  room  LI 73  -  176  and  L265  -  266. 

1  Performing  spiking,  smearing,  and  extraction  experiments  in  room  L171  - 
172. 

1  Volatilization  of  test  amounts  of  target  compounds  in  a  tube  furnace  and 
collecting  them  in  a  sampling  train  in  room  LI  70. 

5.2  Occupancy  of  Work  Areas - 

5.2. 1  An  analytical  area  is  defined  as  a  ten  foot  radius  around  a  work  area  within  the 
same  room.  Occupancy  of  analytical  areas  shall  be  limited  to  the  following: 

1  Weighing  of  standards  -  one  operator  and  one  backup. 

1  Mixing  of  standards  -  one  operator  and  one  backup. 

1  Dilution  of  solutions,  loading  of  sample  vials,  sample  preparation  -  one  operator  gnd 
no  more  than  one  other  person  in  room  LI 71  - 172  and  no  more  than  three  other 
persons  in  room  LI  73  -  176  and  L265  -  266. 

5.2.2  Occupancy  of  the  tube  furnace  area  shall  be  one  person  while  the  furnace  is  loaded 
or  unloaded.  Ordinarily,  the  room  should  be  evacuated,  locked,  and  placarded  when  the 
experiment  is  running. 

5.3  General  Safety 

5.3.1  As  required  by  the  QA  Plan  (ref.  4.3),  all  work  carried  out  under  this  project  shall  be 
performed  in  accordance  with  written,  approved  procedures. 

5.3.2  Gloves,  safety  glasses  and  lab  coats  shall  be  worn  at  all  times  while  working  with 
solutions.  In  addition,  face  shields  shall  be  worn  when  working  with  dry  compounds  with 
quantities  in  excess  of  one  gram. 

5.3.3  Aisles,  doorways,  and  hallways  shall  be  kept  clear  to  allow  for  instant  exit. 
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5.3.4  Avoid  mechanical  shock,  flame,  sparks,  static  electricity  when  working  with  dry 
compounds.  Work  on  grounding  mats  when  working  with  dry  compounds.  Avoid  flame 
and  sparks  when  working  with  solutions. 

5.3.5  Dry  compounds  and  solutions  shall  be  stored  as  close  to  the  floor  as  possible  in  their 
respective  storage  locations. 

5.3.6  Solutions  and  compounds  shall  be  stored  and  transported  in  secondary  containment  ( 
for  example:  plastic  trays  or  pans)  to  limit  spills. 

5.3.7  Inspect  storage  container  threads  and  frits  for  dried  target  compound.  Clean  threads 
and  flits  to  prevent  any  buildup  which  might  detonate  due  to  friction  in  opening  or  closing 
the  containers. 

5.3.8  When  weighing  dry  target  compounds  do  not  use  plastic  spatulas  and  weighing 
dishes.  Use  metal  spatulas  and  metal  weighing  dishes  instead. 

5.3.9  Refrigerators  in  L171  -  172  used  in  storing  solutions  or  dry  target  compound  shall 
be  rated  as  explosion  proof  The  refrigerators  shall  be  locked  when  not  being  accessed. 

5.3. 10  Each  experiment  or  procedure  step  requiring  the  use  of  dry  target  compound 
should  be  designed  to  use  the  smallest  quantity  of  material  practicable. 

5.3. 1 1  Rooms  containing  target  compounds  shall  be  placarded.  They  shall  be  locked  after 
hours  to  prevent  accidental  contact  with  the  compounds. 

5.3.12  Placards  for  rooms  shall  state  "Explosives  -  Unauthorized  Entry  Strictly 
Prohibited."  Placards  for  equipment  such  as  refrigrerators  shall  state  "Explosives  - 
Unauthorized  Access  Strictly  Prohibited."  Placards  for  rooms  shall  have  names  and  phone 
numbers  for  emergency  contacts  which  include  the  Team  Leader  and  Materials  Cusodians. 

5.4  Storage  of  Materials 

5.4. 1  Dry  compounds  shall  be  partitioned  into  approximately  one  gram  quantities  and 
stored  in  separate  containers,  each  appropriately  labeled.  These  containers  shall  be  stored 
in  spacers  or  racks  which  place  them  at  least  one  inch  apart. 

5.4.2  Dry  standard  materials  shall  be  stored  in  an  explosion-proof  container  in  the  storage 
room  (T5).  The  room  shall  be  kept  locked  with  three  persons  having  k^  custody,  the 
materials  custodians.  All  access  to  the  room  shall  be  logged.  (See  form  8. 1)  A  copy  of 
the  key  shall  be  maintained  with  TVA  Public  Safety  with  appropriate  security  controls. 

All  access  to  the  room  to  use  the  compounds  shall  be  made  by  a  materials  custodian 
accompanied  by  a  backup  who  does  not  enter  the  room  but  remains  outside  to  call  for  help 
should  an  incident  occur. 
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1  Exception:  Small  quantities  of  standard  material  which  are  required  to  be 
stored  in  a  refrigerator  shall  be  stored  in  the  explosion-proof  refrigerator  in 
L171-172. 

1  Exception:  Small  quantities  of  standard  material  which  are  required  to  be 
stored  in  a  desiccator  shall  be  stored  in  L171-172. 

5.4.3  Only  the  quantity  of  material  to  be  used  should  be  removed  from  the  storage  room. 
It  should  be  weighed  into  a  container  and  the  original  container  replaced  in  the  storage 
container. 

1  Exception:  If  in  certain  experiments,  entire  one-gram  containers  of  dry 
standard  materials  need  to  be  removed  from  TS,  they  shall  be  removed  for 
only  the  length  of  time  required  to  utilize  them  in  making  standards  or 
peiforming  experiments.  They  shall  be  kept  under  lock  and  key  while  not 
being  directly  utilized  in  the  laboratory  and  shall  be  returned  to  T5  as  soon  as 
practicable. 

5.5  Storage  of  Solutions  -  Solutions  made  from  standard  material  shall  be  stored  in  an 
explosion-proof  refrigerator  in  room  LI  71  -  172.  The  room  shall  be  locked  at  night  and 
during  the  day  when  unattended  to  prevent  accidental  contact  with  the  solutions.  The 
refrigerator  shall  be  placarded  to  warn  of  the  presence  of  explosive  compounds. 

Solutions  with  total  concentration  of  target  compounds  greater  than  1%  (10,000  ppm) 
shall  be  stored  in  the  refrigerated  sample  storage  room  Til. 

5.6  Labeling  Solutions  -  Solutions  shall  be  labeled  with  the  compounds  present, 
concentration,  and  solvent  in  accordance  with  the  requirements  of  the  QA  Plan  (ref.  4.3) 
and  GLP-0006  (ref  4.4).  Dry  compound  containers  shall  be  labeled  in  accordance  with 
the  same  requirements. 

5.7  Tube  Furnace  Experiments 

5.7.1  While  performing  tube  furnace  experiments,  doors  shall  be  placarded  to  prevent 
accidental  access.  The  door  shall  not  be  blocked,  however. 

5.7.2  Blast  shields  shall  be  used  in  tube  furnace  experiments. 

5.7.3  Quantities  of  target  compounds  shall  be  limited  to  200  milligrams  in  tube  furnace 
experiments.  Smaller  quantities  should  be  used  when  practical. 

5.7.4  Tube  furnace  experiments  shall  be  temperature  controlled  to  ensure  a  long  heating 
time  with  continued  gas  flow  to  drive  volatilized  compound  into  the  sampling  train.  At  no 
time  should  rapid  heat  be  applied  which  might  result  in  a  detonation. 
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5.1.5  Following  tube  furnace  runs,  joints  and  cool  spots  shall  be  visually  inspected  for 
condensation  of  target  compound.  After  experimental  runs,  the  interior  surface  of  the 
exposed  components  shall  be  triple-rinsed  with  a  suitable  solvent  to  ensure  contamination 
or  residues  are  eliminated. 

5.8  Sample  Storage  and  Transport 

5.8. 1  Samples  shall  be  stored  in  a  refrigerated  storage  room  located  in  either  T1 1  or  T5. 
If  after  analysis  solutions  are  found  to  contain  more  than  one  percent  of  target  compound, 
they  shall  be  moved  to  T1 1  pending  proper  disposal. 

5.8.2  Samples  shall  be  stored  in  plastic  trays  or  pans  to  prevent  dropping  and  spilling. 

5.8.3  Samples  shall  be  transported  between  rooms  in  plastic  trays  or  pans  or  in  rubber 
buckets. 

5.8.4  Samples  shall  be  returned  to  the  storage  area  as  soon  as  practical  after  use. 

5.9  Liquid  Waste 

5.9. 1  Liquid  waste  should  be  segregated  by  target  compound  insofar  as  that  is  possible. 
Waste  containers  should  be  no  larger  than  five  gallons.  Full  waste  containers  should  be 
analyzed  for  disposal  as  soon  as  practical.  Pending  disposal,  waste  shall  be  labeled  and 
stored  in  the  sample  storage  area  in  plastic  pans  or  trays  (or  secondary  containment). 

5.9.2  Waste  containers  may  be  stored  in  the  laboratory  while  operations  are  in  progress, 
but  should  be  properly  labeled. 

5.9.3  Full  waste  containers  should  not  be  left  in  the  laboratory  overnight  with  the 
exception  of  the  liquid  chromatograph  discharge  stream  during  automated  runs.  This 
discharge  container  shall  be  kept  in  a  plastic  tray  or  pan  to  catch  overflows  of  spills. 

5.9.4  Labels  of  waste  containers  shall  contain  the  words  "HPLC  Effluent,"  the  name  of 
the  solvent  or  solvents,  and  the  compounds  expected  to  be  present. 

5.10  Solid  Waste 

5. 10. 1  Solid  waste  known  to  be  contaminated  shall  be  stored  in  plastic  bags  with  labels  in 
either  T1 1  or  T5  pending  shipment  to  Hawthorne  for  disposal. 

5.10.2  Solid  waste  suspected  to  be  contaminated  may  be  accumulated  in  the  laboratory 
work  area  in  plastic  bags.  When  bags  are  full,  they  shall  be  stored  as  in  5. 10. 1 


5.11  Definition  of  Clean  Glassware 
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Glassware  may  be  considered  clean  after  draining,  triple  rinsing  with  a  suitable  organic 
solvent,  and  then  washing  with  soap  and  water.  Collect  the  organic  rinses  and  treat  them 
as  liquid  waste  as  in  5.9. 

5.12  Chemical  Hygiene  Committee  Review 

This  Safety  and  Emeigen^  Plan  and  the  woiic  under  its  scope  shall  receive  a  hazard 
review  by  the  Chemical  Hygiene  Committee  of  Analytical  Support  Services  as  specified  in 
the  Chemical  Hygiene  Plan  (ref  4.2) .  Changes  in  quantities  utilized  in  experiments  shall 
be  reviewed  as  specified  by  the  Chemical  Hygiene  Plan. 

6.0  EMERGENCY  PLAN 

The  requirements  of  reference  4.2. 1  apply  with  the  following  additions  specific  to  this 
project. 

6.1  Cooling  loss 

No  cooling  lines  are  proposed  in  the  experimental  setup. 

6.2  Vacuum  loss 

If  vacuum  is  used  to  move  the  gas  stream  through  the  tube  furnace,  vacuum  Mure  should 
be  followed  by  immediate  shutdown  of  the  furnace  power  supply. 

6.3  Power  loss 

If  power  loss  occurs  due  to  line  failure,  disconnect  or  shut  down  equipment  so  that  it  does 
not  come  back  on  unexpectedly. 

Power  loss  in  tube  furnace  experiments  is  not  expected  to  provide  additional  hazards 
although  deposition  of  target  compound  can  occur  on  interior  surfaces.  In  this  case,  the 
furnace  should  be  disassembled  and  cleaned  with  a  suitable  solvent. 

Power  loss  in  liquid  chromatographs  could  result  in  deposit  or  condensation  of  target 
compounds  in  interior  sample  pathways.  The  unit  should  be  cleaned  by  injecting  solvent 
until  a  good  baseline  is  observed  unless  chromatogram  traces  indicate  no  appreciable 
amount  of  target  compound  was  present  in  the  machine  at  the  time  of  power  failure. 

6.4  Spills 

6.4.1  Liquid  Spills  of  Organic  Solvents  Such  as  Acetone,  Ethanol,  Methanol,  and 
Acetonitrile 
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6.4. 1.1  Spills  should  be  contained  in  the  secondary  containment  described 
throughout  section  5  above. 

6.4.1.2'Small  spills  that  miss  containment  should  be  cleaned  up  by  paper 
towels.  Place  contaminated  towels  in  a  plastic  bag  in  a  hood  while  cleanup 
work  is  in  progress. 

6.4. 1 .3  Spills  larger  than  500  ml  should  be  cleaned  up  with  an  organic  spill 
kit  while  wearing  a  respirator.  The  kits  are  located  on  the  carts  near  the 
stairwell.  Respirators  must  be  individually  fit  tested  and  the  wearer  must 
have  passed  a  medical  examination. 

6.4. 1 .4  Dispose  of  paper  towels  and  solid  waste  as  described  in  section 
5.10. 


6.4.2  Solid  spills 

Since  quantities  of  target  compound  are  limited  to  1  gram  or  less,  clean  spills  of 
solid  material  by  sweeping  gently  with  a  paper  towel  into  a  plastic  bag.  Follow 
this  by  cleaning  the  surface  with  soap  and  water.  Dispose  of  solid  waste  as  in 
section  5.  For  larger  spills,  contact  the  hazard  response  team  for  the  building. 

6.5  Hood  failure 

Halt  any  reaction  or  operation  occurring  in  the  hood.  Cap  containers.  Leave  the  work 
area  and  notify  the  supervisor  and  Chemical  Hygiene  Officer.  Lock  the  room  to  prevent 
unauthorized  entrance.  Clear  the  hood  of  hazards  before  repair  personnel  begin  work 
where  they  might  come  in  contact  with  them.  After  repair,  ensure  the  hood  is  operational 
before  starting  operations  in  it. 

6.6  Fire 

Leave  the  work  area.  Notify  Public  Safety.  Pull  the  local  fire  alarm.  Notify  the 
supervisor. 

6.7  Explosion 

Leave  the  work  area.  Notify  Public  Safety.  Pull  the  local  fire  alarm.  Notify  the 
supervisor. 


6.8  Accidental  Personal  Exposure 

Wash  the  exposed  area  immediately  with  soap  and  warm  water.  If  eyes  are  exposed,  call 
loudly  for  help  and  use  the  nearest  eye  wash.  If  large  areas  are  exposed,  utilize  the  nearest 


HGD-0004  "Safety  and  Emergency  Plans"  R3  Page  8 

safety  shower.  Follow  this  by  a  shower  with  soap  and  warm  water.  If  clothing  is 
contaminated,  remove  it  immediately  and  do  not  replace  it  until  after  it  is  laundered. 

6.9  Runaway  Reactions 

Leave  the  work  area.  Notify  Public  Safety.  Notify  the  supervisor. 


6.10  Emergency  Shutdown  Procedures 

To  shut  down  the  tube  furnace  assembly,  disconnect  the  power. 

To  shut  down  the  liquid  chromatograph,  turn  off  the  uninterruptible  power  supply 
connected  to  the  unit. 


6. 1 1  Unrelated  Building  Emergencies 

If  in  the  course  of  analysis  or  experiments  an  unrelated  building  emergency  occurs  such  as 
a  fire  drill,  tornado  warning  or  the  like  which  requires  evacuation  of  the  workspace 

I  Discoimect  power  for  any  activity  which  would  cause  a  hazard  if  power  failed  and 
came  back  on.  (Example:  Tube  furnace  experiment) 

1  Evacuate  the  area  as  instructed. 

6.11  Notifications 

Following  any  incidents  listed  above,  the  supervisor  should  be  notified.  Do  not  delay  in 
obtaining  medical  help  or  emergency  response  in  order  to  find  the  supervisor  first. 
Likevdse,  notify  the  Chemical  Hygiene  Officer  and  the  Team  Leader  of  Support  Services. 


7.0  NOTES 

7.1  The  compounds  utilized  in  this  project  in  the  quantities  proposed  and  under  routine 
laboratory  handling  conditions  may  be  safely  weighed,  dissolved,  and  analyzed.  The  intent 
of  this  document  is  to  provide  an  additional  margin  of  safety  to  ensure  there  is  no 
explosion  or  fire.  Quantities  are  limited  to  provide  even  greater  margin  of  safety  so  that  if 
there  were  an  explosion,  its  effects  would  be  minimized. 


END  OF  DOCUMENT 
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1.0  PURPOSE 

Tlus  procedure  gives  the  protocols  and  controls  for  entry  to  the  explosives  storage  room 
(T5)  and  for  use  of  the  compounds  stored  there. 

2.0  SCOPE 

This  applies  to  entry  to  the  explosives  storage  room  in  T5  and  to  access  to  the  explosives 
storage  container. 

0  SUMMARY 

Entry  to  the  storage  room  is  logged.  Safety  controls  are  specified.  Use  or  removal  of  the 
dry  solids  stored  there  is  logged. 

4.0  REi^fckENCES 

4. 1  HGD-0004  "Safety  and  Emergency  Plans",  Tennessee  Valley  Authority.  Analytical 
Laboratory,  Support  Services,  Envirorunental  Research  Center,  Muscle  Shoals,  Alabama 

4.2  CP-0001,  "Measuement  and  Test  Equipment  Control  and  Calibration,"  Tennessee 
Valley  Authority,  Chemical  and  Environmental  Analysis  Section,  Reviaon  R2,  September 
20, 1993. 

S  n  RF.SPONSreiLITIES 

5.1  It  is  the  reponsibility  of  the  person  performing  this  procedure  to  adhere  to  the  safety 
requirements  herein,  to  document  all  access  to  the  room,  and  to  document  all  use  of  the 
target  compounds  stored  in  the  room. 

5.2  It  is  the  reponsibility  of  the  Team  Leader,  Analytical  Laboratory  Support  Services  to 
ensure  this  procedure  is  followed.  It  is  the  repsponsibility  of  the  Team  Leader  to  appoint 
materials  custodians. 


6  0  PRQCEDURE/REOUIREMENTS 

6.1  Prerequisites 

6.1.1  The  Team  Leader  shall  appoint  three  persons  in  the  organization  to  be  materials 
custodians.  These  individuals  shall  have  copies  of  the  keys  to  the  room  and  to  to  padlock 
on  the  storage  container.  Another  key  set  shall  be  maintained  with  Public  Safety.  The 
Team  Leader  shall  have  a  fifth  key  set. 


HGD-0005- "Use  ofExplosives  Storage  Room"  R1  Page  2 


6.1.2  The  *nat#>riflU  CTigtnriian  performing  this  procedure  must  be  thoroughly  femiliar  with 
the  safety  requirements  of  HGD-0004. 

6. 1 .3  Public  Safety  shall  be  instructed  to  not  aUow  access  to  the  storage  room  in  case  of 
fire.  The  storage  container  is  designed  to  withstand  any  explosion  which  might  occur. 

6.1.4  Public  Safety  shall  be  instructed  to  communicate  any  use  of  the  keys  controlled  by 
them  to  Joe  Hoagland. 

6.1.5  Materials  custodians  shall  have  been  trained  in  General  Explosives  Safety,  in  the 
contents  of  HGD-0004,  and  in  the  contents  of  this  Procedure.  This  training  shall  be 
documented. 

6.2  Limitations  and  Actions 

6.2. 1  The  explosive  storage  room  and  the  steel  container  in  it  are  to  be  used  to  store  dry 
target  compounds  which  are  not  being  used  directly  in  experiments.  Those  dry 
compounds,  usually  standard  materials,  which  must  be  refrigerated  may  be  stored 
elsewhere  as  described  in  HG1M)004.  Small  quantities  (less  than  one  gram)  which  must 
be  desiccated  at  all  times  may  be  stored  else^ere  as  described  in  HGD-0004. 

6.2.2  All  the  requirements  of  HGD-0004  apply  to  this  procedure. 

6.2.3  In  the  event  of  the  absence  of  the  materials  custodians,  the  Team  Leader,  ALSS 
may  assign  another  individual  who  has  had  the  proper  training  and  is  thoroughly  familiar 
with  HGD-0004  and  this  procedure  to  perform  the  work  herein. 

6.2.4  The  emergency  backup  person  shall  have  been  trained  in  the  contents  of  this 
procedure  before  serving  in  that  capacity. 

6.2.5  This  procedure  and  HGD-0004  are  written  to  allow  up  to  fifty  grams  of  explosive 
material  to  be  stored  in  the  storage  room.  If  that  amount  is  to  be  exceeded,  this  procedure 
and  HGD-0004  must  be  reviewed  and  modified  as  necessary. 

6.2.6  A  lab  coat,  gloves,  and  a  face  shield  are  required  for  opening  and  use  of  the  storage 
container. 

6.2.7  Access  to  the  room  for  other  purposes  than  to  open  the  explosives  storage  container 
and  to  work  with  the  compounds  stored  in  it  is  permitted.  This  access  need  not  be  by  the 
materials  custodian,  but  must  be  logged.  An  example  of  this  access  would  be  the  routine 
monthly  balance  check. 

6.3  Requirements 

6.3.1  Apparatus/Equipment 
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6.3. 1.1  E3q)losives  storage  container  -  a  steel  container,  painted  red,  labeled  with  the 
word  "Explosives".  This  container  must  have  no  source  of  heat,  flame,  or  sparks.  The 

ghall  be  padlocked  when  not  being  accessed. 

6.3. 1.2  Analytical  balance  -  a  balance  capable  of  wdglung  to  0.1  mg  with  calibration 
traceable  to  the  National  Institute  of  Standards  and  Technology. 

6.3. 1.3  Logbook  -  A  bound  logbook  with  sequentially  numbered  pages.  The  lo^ook 
yha!l  have  carbon  paper  or  another  means  of  duplicating  each  page  as  it  is  written. 
Completed  pages  shall  be  removed  and  stored  separately.  The  logbook  shall  be  stored  in 
room  TS  until  the  project  is  complete.  Pages  of  the  lo^)Ook  shall  be  designed  to  list  all 
the  bottles  of  target  conqx>und  stored  in  the  room  and  their  use.  Conq>lete  traceability  of 
each  use  of  the  compounds  and  ultimate  disposal  shall  be  provided. 

6.3. 1.4  Inventory  Cards  •  Should  the  inventory  increase  to  the  size  that  a  logbook  caimot 
be  readily  used  to  provide  traceability,  an  inventory  card  system  shall  be  utilized  which 
provides  information  on  each  bottle  of  compound  including  source,  identification  code, 
use,  quantity,  dates,  and  ultimate  disposal.  References  below  to  "logbook"  for  inventory 
control  may  be  understood  to  apply  to  inventory  cards.  Inventory  cards  may  be  stored 
outside  the  room  for  safekeeping,  but  should  be  carried  into  the  room  so  that  data  may  be 
written  directly  on  them  rather  than  on  another  piece  of  paper  and  then  transferred. 

6.3.2  Reagents  and  Standards 

6.3.2. 1  Target  Compounds  -  An  explosive  compound  or  byproduct  to  be  studied  as 
provided  by  USAEC. 

6.4  Calibration 
None 

6.5  Procedure  Instmaions 

6.5.1  Key  Control 

6.5. 1 . 1  The  materials  custodians  will  keep  one  copy  of  the  key  to  the  room  and  the  key  to 
the  padlock  on  his  or  her  person.  The  key  will  not  be  kept  locked  in  a  desk.  Transfer  of 
the  keys  and  custody  shall  be  done  by  the  Team  Leader.  Any  transfer  of  reponsibility  shall 
be  logged  in  the  explosives  room  logbook.  The  keys  shall  never  be  lefl  unattended. 

6.5. 1.2  A  set  of  keys  shall  be  kept  with  Public  Safety.  The  keys  shall  have  a  tag  attached 
which  clearly  states  "Explosives  Storage  Room  •  Limited  Access."  Any  access  to  this  key 
shall  be  logged  with  public  safety. 
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6.5.1.3  A  set  of  shall  be  assigned  to  the  Team  Leader.  These  keys  may  be  kept 
locked  in  a  secure  place  or  nay  be  kept  on  his  person.  The  keys  shall  never  be  left 
unattended. 

6.5.2  Addition  of  New  Compounds  to  the  Storage  Area 

Partition  the  newly  recdved  compound  into  q)proximatdy  one  gram  quantities  in  suitable 
containers  for  storage.  Label  each  bottle  with  a  unique  identifier  and  log  the  numbers  in 
the  logbook.  Place  the  bottles  in  a  rack  with  approximately  one  inch  space  between  each 
bottle.  Place  the  rack  in  the  explosive  storage  container. 

6.5.3  Room  Access 

6.5.3. 1  As  required  in  HGD-0004,  only  one  person  enters  T5  to  open  and  access  the 
storage  container.  This  must  be  a  materials  custodian.  Another  person,  the  emergency 
backup,  shall  remain  present  outside  the  storage  area  to  call  for  help  in  the  event  of  an 
incident.  This  second  person  may  be  any  employee  who  is  suitably  trained.  The 
emergency  backup  stays  in  the  hallway  outside  the  room  and  away  fi’om  the  door  so  as  to 
avoid  flying  glass  in  event  of  an  accident.  See  attachment  1. 

6.5.3.2  All  entry  into  the  room  must  be  logged  in  the  exploaves  room  logbook.  The  date, 
time,  person's  name,  and  reason  shall  be  logged. 

6.5.4  Use  of  Compounds 

6.5.4. 1  Handling  of  compounds  in  the  storage  room  should  be  limited  to  weighing  the 
compound  into  a  container  which  will  then  be  removed  fi'om  the  room. 

6.5.4.2  Weigh  the  compound.  Log  the  weights,  identification  numbers,  proposed  use  of 
the  compound  and  other  pertinent  data. 

6.5.5  Removal  of  Compounds 

6.5.5. 1  In  the  case  that  a  storage  container  for  a  compound  must  be  removed  from  the 
storage  room  for  an  experiment,  the  action  and  its  reason  shall  be  logged.  Estimated 
quantity  to  be  used  shall  also  be  logged. 

6.5.5.2  Transport  the  container  singly  in  a  plastic  pan  or  bucket  to  the  location  for  the 
experiment. 

6.5. 5.3  While  utilizing  the  compound  in  an  experiment,  do  not  leave  it  unattended. 

Store  the  bottle  under  lock  and  key  if  it  is  to  be  left  in  the  room  for  the  experiment. 

Return  the  bottle  to  the  storage  container  as  soon  as  possible.  Never  leave  the  bottle 
outside  the  storage  container  overnight. 
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6.5.5.4  When  the  bottle  is  returned  to  the  storage  room,  log  its  return.  Log  the  amount 
actually  used  and  its  purpose.  If  the  compound  was  used  up  in  the  e}q)eiiment,  log  this  in 
the  lo^ook  as  well. 

6.6  Calculating  and  Reporting  Data 

None 

7  0  OTTALITY  ASSURANCE  PROVISIONS 

7.1  Responsibility  of  Inspection 

Is  the  responsibility  of  the  group  leader  to  inspect  logs  and  records  to  ensure  they  are 
accurate  and  complete. 

It  is  the  responsibility  of  the  Quality  Assurance  Officer  to  perform  inspections  of  the 
records  produced  in  the  performance  of  this  procedure. 

7.2  Acceptance  Criteria 

All  access  to  the  room  and  actions  involving  use  of  the  materials  shall  be  logged.  Data 
shall  be  logged  in  enough  detail  to  reconstruct  any  use  of  the  compounds.  Inventory 
records  shall  completely  describe  each  bottle  of  compound. 

7.3  Material  Monitoring 
None 

7.4  Eqiupment  Monitoring 

Balances  are  monitored  in  accordance  with  procedure  CP-0001. 

7.5  Certification 

This  procedure  is  certified  by  performing  a  walk-through  using  an  inert  compound. 

7.6  Quality  Control  Sample  Requirements 
None 

8.0  SAFETY 

Safety  requirements  are  specified  in  detail  in  HGD-0004. 


90  NOTES 
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None 

10  0  ATTACHMENTS  AND  APPENDICES 
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Attachment  1  -  Instructions  for  Backup 

Instructions  for  Emergency  Backup  •  Access  to  Storage  Room 

1 .  Remain  in  hallway  away  from  the  door  while  the  materials  custodian 
works  in  T5.  The  door  should  be  blocked  open  or  unlocked  during  use. 

2.  Should  an  emergency  occur,  call  Public  Safety  at  891 1  or  2444 

The  nearest  telephone  will  be  in  one  of  the  offices  in  the  main  hallway. 

3.  Provide  any  immediate  assistance  needed  by  the  person  in  T5  including 
help  using  the  safety  eye  wash.  Assist  them  holding  their  eyes  open 
and  call  loudly  for  help. 

4.  Other  Phone  Numbers 

Team  Leader  •  Joe  Hoagland  -  2108 
Chemical  Hygiene  Officer  •  Bill  Rogers  -  3744 
Materials  Custodian  -  David  Phillips  •  3358 
Materials  Custodian  -  Jon  Wilson  -  2644 
Materials  Custodian  •  Amanda  Gordon  •  2460 
Grop  Secretary  -  Kathy  Ford  -  21 86 


END  OF  PROCEDURE 
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10  PURPOSE 

This  procedure  describes  the  method  for  calculating  method  detection  limits. 

2.0  SCOPE 

This  procedure  applies  only  to  work  done  for  the  Hot  Gas  Decontamination  Project. 

3.0  SUMMARY 

At  least  seven  replicate  samples  are  taken  through  the  entire  analytical  process.  The 
standard  deviation  is  calculated  and  multiplied  by  the  appropriate  t-factor. 

4.0  REFERENCES 

Title  40,  Code  of  Federal  Regulations,  Part  136,  Appendbc  B,  "Definition  and  Procedure 
for  the  Determination  of  the  Method  Deteciton  Limit "  -  Revision  1.1. 


S  O  RESPONSIBILITIES 

5. 1  It  is  the  responsibility  of  the  analyst  to  perform  measurements  and  calculations  in 
accordance  with  this  procedure,  to  review  results,  and  to  report  anomalous  results  to  the 
supervisor. 

5.2  It  is  the  repsponsibility  of  the  supervisor  to  ensure  work  is  performed  in  accordance 
with  this  procedure  and  to  review  results. 

6.0  PROCEDURE/REOUIREMENTS 

6.1  Prerequisites 

Equipment  shall  have  been  set  up  and  configured  in  accordance  with  the  appropriate 
analytical  procedure. 

I 

6.2  Limitations  and  Actions 
None 

6.3  Requirements 

6.3.1  Apparatus/Equipment 

See  the  appropriate  analytical  procedure. 
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6.3.2  Reagents  and  Standards 

See  the  appropriate  analytical  procedure. 

6.4  Calibration 

See  the  appropriate  analytical  procedure. 

6.5  Procedure  Instructions 

Perform  the  method  detection  measurements  and  calculations  in  accordance  with 
Attachment  10.1 

6.6  Calculating  and  Reporting  Data 

Perform  calculations  in  accordance  with  Attachment  10.1 
7  0  QUALITY  ASSURANCE  PROVISIONS 

7. 1  Responsibility  of  Inspection 

The  analyst  and  supervisor  shaU  insp^  data  for  consistency  and  reasonableness. 

7.2  Acceptance  Criteria 

The  concentration  of  analyte  should  be  between  one  and  five  times  the  method  detection 
limit. 

7.3  Material  Monitoring 
None 

7.4  Eqiupment  Monitoring 
None 

7.5  Certification 

This  procedure  is  certified  by  the  review  and  approval  process. 

7.6  Quality  Control  Sample  Requirements 


None 
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8.0  SAFETY 

See  the  appropriate  ai^ytical  procedure. 
9.0  NOTES 


None 
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IQ  Q  ATTACHMENTS  AND  APPENDICES 
10.1  -  40  CFR  136  Appendix  B. 


APPENDIX  B  TO  Part  136— Definition 
AND  Procedure  for  the  Deter- 

MDIATION  OF  THE  METHOD  DETEC- 
TiCN  UMrr— Revision  l.ll 

Definition 

The  method  detection  limit  (MDL)  Is  de* 
Oned  AS  the  mlnlmnm  concentration  of  a 
nbetanoe  that  can  be  measured  and  reported 
with  99%  confidence  that  the  analyte  con- 
oentratlon  Is  greater  than  tero  and  is  deter¬ 
mined  :!rom  analysis  of  a  sample  In  a  given 
matrlz  containing  the  analyte. 

Scope  and  Appiication 

This  i>rocedure  Is  designed  for  applicability 
to  a  wide  variety  of  sample  types  ranging 
from  reagent  (blank)  water  containing 
analyte  to  wastewater  containing  analyte. 
The  MDL  for  an  analytical  procedure  may 
vaiy  as  a  function  of  sample  type.  The  proce¬ 
dure  requires  a  complete,  specific,  and  well 
defined  analytical  method.  It  is  essential 
that  alt  sample  procMslng  steps  of  the  ana¬ 
lytical  method  be  Included  In  the  deurmlna- 
tion  of  the  method  detection  limit. 

The  MDL  obtained  by  this  procedure  is 
Bsed  to  judge  the  significance  of  a  single 
measurement  of  a  future  sample. 

The  MDL  procedure  was  designed  for  appll- 
cahlllts'  to  a  broad  variety  of  physical  and 
chemlcU  methods.  To  accomplish  this,  the 
procedure  was  made  device-  or  Instrument- 
independent. 


Procedure 


1.  Make  an  estimate  of  the  detection  limit 
using  one  of  the  following: 

(a)  The  concentration  value  that  cor- 
ntponcls  to  an  Instrument  signal/noise  in  the 
isage  of  2.5  to  5. 

(b)  The  concentration  equivalent  of  three 
times  the  standard  deviation  of  replicate  In- 
itrumeotal  measurements  of  the  analyte  In 
fttgent  water. 

(c)  That  region  of  the  standard  curve  where 
there  Is  a  significant  change  in  sensitivity. 

^te..  a  break  In  the  slope  of  the  standard 


(d)  Instrumental  limitations. 

^  It  is  recognized  that  the  experience  of  the 
i'Snalytt.  is  important  to  this  process.  How- 
,  tm.  the  analyst  must  Include  the  above 
eoBSidcratlons  in  the  Initial  estimate  of  the 
v  ditectDn  limit. 

▼  1  Prepare  reagent  (blank)  water  that  is  as 
t^free  of  analyte  as  possible.  Reagent  or  Inter- 
Vlnenoe  Dee  water  Is  defined  as  a  water  sam- 
f^iie  in  which  analyte  and  interferent  con- 
i«esBtrations  are  not  detected  at  the  method 
aditection  limit  of  each  analyte  of  Interest. 
!4Bterferencds  are  defined  as  systematic  er- 
^lun  la  the  measured  analytical  signal  of  an 
^establliihed  procedure  caused  by  the  presence 
‘Sf  Interfering  species  (Interferent).  The 
ftaterferent  concentration  is  presupposed  to 


be  normally  distributed  In  representative 
samples  of  a  given  matrix. 

3.  (a)  If  the  MDL  Is  to  be  determined  in  re¬ 
agent  (blank)  water,  prepare  a  laboratory 
standard  (analyte  in  reagent  water)  at  a  con¬ 
centration  which  Is  at  least  equal  to  or  in 
the  same  concentration  range  as  the  esti¬ 
mated  method  detection  limit.  (Recommend 
between  1  and  5  times  the  estimated  method 
detection  limit.)  Proceed  to  Step  4. 

(b)  If  the  MDL  is  to  be  determined  in  an¬ 
other  sample  matrix,  analyse  the  sample.  If 
the  measured  level  of  the  analyte  Is  In  the 
recommended  range  of  one  to  five  times  the 
estimated  detection  limit,  proceed  to  Step  4. 

If  the  measured  level  of  analyte  is  less 
th^n  the  estimated  detection  limit,  add  a 
known  amount  of  analyte  to  bring  the  level 
of  analyte  between  one  and  five  times  the  es¬ 
timated  detection  limit. 

If  the  measured  level  of  analyte  is  greater 
than  five  times  the  estimated  detection 
limit,  there  are  two  options. 

(1)  Obtain  another  sample  with  a  lower 
level  of  analyte  In  the  same  matrix  If  pos¬ 
sible. 

(2)  The  sample  may  be  used  as  is  for  deter¬ 
mining  the  method  detection  limit  If  the 
analyte  level  does  not  exceed  10  times  the 
MDL  of  the  analyte  in  reagent  water.  The 
variance  of  the  analytical  method  changes  as 
the  analyte  concentration  Increases  from  the 
MDL.  hence  the  MDL  determined  under 
these  circumstances  may  not  truly  reflect 
method  variance  at  lower  analyte  concentra¬ 
tions. 

4.  (a)  Take  a  minimum  of8sa£n.allquot8  of 
the  sample  to  be  used  to  calculate  the  meth¬ 
od  detection  limit  and  process  each  through 
the  entire  analytical  method.  Make  all  com- 
putatioM  according  to  the  defined  method 
with  final  results  in  the  method  reporting 
units.  If  a  blank  measurement  is  required  to 
calculate  the  measured  level  of  analyte,  ob¬ 
tain  a  separate  blank  measurement  for  each 
sample  aliquot  analyzed.  The  average  blank 
measurement  is  subtracted  from  the  respec¬ 
tive  sample  measurements. 

(b)  It  may  be  economically  and  technically 
desirable  to  evaluate  the  estimated  method 
detection  limit  before  proceeding  with  4a. 
This  will:  (1)  Prevent  repeating  this  entire 
procedure  when  the  costs  of  analyses  are 
high  and  (2)  insure  that  the  procedure  Is 
being  conducted  at  the  correct  concentra¬ 
tion.  It  Is  quite  possible  that  an  inflated 
MDL  will  be  calculated  from  data  obtained 
at  many  times  the  real  MDL  even  though  the 
level  of  analyte  is  less  than  five  times  the 
calculated  method  detection  limit.  To  Insure 
that  the  estimate  of  the  method  detection 
limit  is  a  good  estimate,  it  Is  necessary  to 
determine  that  a  lower  concentration  of 
analyte  will  not  result  in  a  significantly 
lower  method  detection  limit.  Take  two 
aliquots  of  the  sample  to  be  used  to  calculate 
the  method  detection  limit  and  process  each 
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10.1  -  Continued 


throiurh  the  entire  method.  Including  blank 
measurements  as  described  above  In  4a. 
Evaluate  these  data: 

(1)  If  these  measurements  indicate  the 
sample  Is  in  desirable  rai«e  for  determina¬ 
tion  ol  the  MDU  Uke  live  additional 
aliquotf.  and  proceed.  Use  all  seven  measure¬ 
ments  for  calculation  of  the  MDL. 

(2)  If  these  measurements  Indicate  the 
sample  is  not  in  correct  ranre.  reestlmate 
the  MDL.  obtain  new  sample  as  in  3  and  re¬ 
peat  either  4a  or  4b. 

5.  Calculate  the  variance  <8»)  and  standard 
deviation  iS)  of  the  replicate  measurements, 
as  follows: 


whore: 

Xi;  i-1  to  n.  are  the  analytical  results  in  the 
fin;il  method  reporting  units  obtained 
from  the  n  sample  aliquots  and  I  refers 
to  the  sum  of  the  X  values  from  1=1  to  n. 

6.  (a)  Compute  the  MDL  as  follows; 

MDL  =  t<a.|.l.n  -r  n««t  (S) 


wncir. 

MDL  =  the  method  detection  limit 

t,.,  i.i  „  .  •y,  =  the  students’  t  value  appro¬ 
priate  for  a  99%  confidence  level  and  a 
stsndanl  deviation  estimate  with  n-1  de- 
irrces  of  freedom.  See  Table. 

S  =  standard  deviation  of  the  replicate 
anilyses. 

(h)  The  95%  confidence  Interval  estimates 
for  the  MDL  derived  in  6a  are  computed  ac¬ 
cording  to  the  following  equations  derived 
from  fjercentlles  of  the  chi  square  over  de¬ 
crees  of  freedom  distribution  (,2/df). 

LCL  =  0.64  MDL 

UCL  =  2.20  MDL 

wheie:  LCL  and  UCL  are  the  lower  and 
upper  95%  confidence  limits  respectively 
bawd  on  seven  aliquots. 

7.  OptlonaT  Iteriitlve  procedure  to  verify 
the  reasonableness  of  the  estimate  of  the 
MDL  r.nd  subsequent  MDL  determinations. 

(a)  r  this  is  the  initial  attempt  to  compute 
MDL  jased  on  the  estimate  of  MDL  fonnu- 
lated  n  Step  1.  take  the  MDL  as  calculated 
in  Stea  6.  spike  the  matrix  at  this  calculated 
MDL  and  proceed  through  the  procedure 
starting  with  Step  4. 

rb)  If  this  is  the  second  or  later  Iteration  of 
the  MDL  calculation,  use  S»  from  the  cur¬ 
rent  MDL  calculaUon  and  SJ  from  the  pre¬ 
vious  MDL  calculation  to  compute  the  F- 
ratlo.  The  F-ratlo  is  calculated  by  substitut¬ 
ing  the  larger  Into  the  numerator  and 
the  other  into  the  denominator  S?»  The  coin- 
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puted  F-ratio  Is  then  compared  with  the  F- 
ratio  found  in  the  table  which  is  3.05  as  fol¬ 
lows:  if  S2a/S3|i<3.05.  then  compute  the  pooled 
standard  deviaUon  by  the  following  equa¬ 
tion: 


^pooled^ 


<5S"+6S; 

12 


li 


If  82a/S2|i>X05.  respike  at  the  most  recent 
calculated  MDL  and  process  the  samples 
through  the  procedure  starting  with  Step 
4.  If  the  most  recent  calculated  MDL 
does  not  permit  qualitative  identlflca* 
tion  when  samples  are  spiked  at  that 
level,  report  the  MDL  as  a  concentration 
between  the  current  and  previous  MDL 
which  peimits  qualitative  identlOcation. 
(c)  Use  the  ss  calculated  in  7b  to 

compute  the  final  MDL  according  to  the  fol¬ 
lowing  equation: 


MDL=2.631  iS^) 

where  2.681  is  equal  to  Ut7.  i>o  >^)- 
(d)  The  95%  confidence  limits  for  MDL  de¬ 
rived  In  7c  are  computed  according  to  the 
following  equations  derived  from  precentiles 
of  the  chi  squared  over  degrees  of  freedom 
distribution. 

LCL=0.72  MDL 
UCL=1.65  MDL 

where  LiCL  and  UCL  are  the  lower  and  upper 
957,  confidence  limits  respectively  based  on 
14  aliquots. 


Tables  of  Students*  t  Values  at  the  99 
Percent  Confidence  Level 
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Heporting 

The  analytical  method  used  must  be  spe-  * 
cirically  identified  by  number  or  tltlMil^)the 
MDL  for  each  analyte  expressed  In  the  ap-  ‘j 
proprlate  method  reporting  units.  If  the  ana-  .  , 
lytlcal  method  permits  options  which  affect  < 
the  method  detection  limit,  these  conditions 
must  be  specified  with  the  MDL  value.  The 
sample  matrix  used  to  determine  the  MDL  ^ 
must  also  be  identified  with  MDL  value.  He-  a 
port  the  mean  analyte  level  with  the  MDL  i 
and  Indicate  If  the  MDL  procedure  was  Iter-  > 
If  n  laboratory  standard  or  a  sample 

that  contained  a  known  amount  analyte  was  ' 
used  for  this  determination,  also  report  the  ^ 
mean  recovery. 

If  the  level  of  analyte  in  the  sample  was 
below  the  determined  MDL  or  exceeds  10 
times  the  MDL  of  the  analyte  In  reagent 
water,  do  not  report  a  value  for  the  MDL. 

[49  Fit  43430.  Oct.  26.  1984:  50  FR  694.  696.  Jan. 

4.  199).  as  amended  at  51  FR  23703.  June  30,  c 
1966] 


